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EXECUTIVE  SUMMARY 


Complex  hydrogeologic  conditions  such  as  fractured  and  karst  bedrock  settings  pose  substantial 
economic  and  technical  challenges  both  to  the  characterization  and  remediation  of  DNAPL 
source  zones.  The  Army  Environmental  Center  lists  34  installations  where  restoration  may  be 
technically  impractical,  even  with  a  budget  of  $3  billion  (approximately  50%  of  the  Army’s  total 
projected  environmental  restoration  budget).  Of  the  34  installations,  26  are  underlain  by  complex 
fractured  rock  or  karst  aquifers. 

To  reduce  the  cost  of  characterization  and  remediation  of  fractured  rock  sites,  it  is  critical  to 
identify  candidate  sites  for  Monitored  Natural  Attenuation  (MNA)  and  prioritize  the  remaining 
sites  for  remediation.  To  assist  in  this  endeavor,  cost-effective  monitoring  tools  are  needed  that 
can  be  used  in  concert  with  existing  borehole  technologies  to  directly  measure  groundwater  and 
contaminant  flux  in  fractured  rock.  These  flux  measurements  combined  with  data  gathered  from 
other  available  borehole  technologies  will  bring  the  DoD  much  closer  to  estimating  contaminant 
mass  discharge  from  source  zones  and  in  turn  expedite  assessments  of  environmental  risks  and 
benefits  associated  with  natural  attenuation,  source  removal,  or  remediation  at  complex  sites. 

The  overall  objective  of  this  project  was  to  demonstrate  and  validate  a  new  closed-hole  passive 
sensing  technology  for  fractured  media:  the  Fractured  Rock  Passive  Fluxmeter  (FRPFM).  The 
FRPFM  provides  simultaneous  measurement  of  (1)  the  presence  of  flowing  fractures,  (2)  the 
location  of  active  or  flowing  fractures;  (3)  active  fracture  orientation  i.e.,  dip  and  azimuth;  (4) 
direction  of  groundwater  flow  in  each  fracture;  (5)  cumulative  magnitude  of  groundwater  flux  in 
each  fracture;  and  (6)  cumulative  magnitude  of  contaminant  flux  in  each  fracture.  Various 
technologies  exist  to  measure  (1),  (2)  and  (3)  above;  however,  the  FRPFM  is  the  only  technology 
that  also  measures  (4),  (5)  and  (6). 

The  FRPFM  is  designed  with  an  inflatable  core  and  separate  upper  and  lower  end  packers.  The 
core  is  simply  a  packer  (or  flexible  inflatable  liner)  covered  with  an  internal  nonreactive  layer  of 
permeable  mesh  which  is  then  wrapped  in  a  permeable  layer  of  material  derived  from  activated 
carbon,  ion  exchange  resin,  or  similar  sorbent  material  impregnated  with  tracers,  and  then  all  of 
this  is  encased  in  a  thin  external  permeable  layer  of  cloth  material  impregnated  with  a  visible  dye. 
The  core  inflates  separately  from  the  two  end  packers  to  provide  a  mechanism  for  holding  the  one 
or  more  reactive  fabrics  against  the  face  of  the  borehole  and  any  fracture  intersecting  that  borehole, 
while  the  end  packers  isolate  the  zone  of  interest  from  vertical  hydraulic  gradients  within  the 
borehole.  As  currently  designed,  the  FRPFM  provides  high  resolution  measurements  over  a 
specified  interrogation  zone  (typically  1  meter). 

Deploying  the  FRPFM  in  a  borehole  and  exposing  it  to  flowing  groundwater  for  duration  t  [T] 
gradually  leaches  visible  dyes  and  tracers  from  the  internal  and  external  sorbent  layers  and 
produces  residual  dye  and  tracer  distributions.  Visual  inspection  of  the  external  layer  impregnated 
with  a  visible  dye  leads  to  estimates  of  the  following  for  active  or  flowing  fractures  alone:  (1) 
locations  along  the  borehole;  (2)  number;  (3)  individual  fracture  orientations  in  terms  of  strike, 
dip,  and  orientation  of  dip  (direction  of  falling  dip,  e.g.,  SW);  (4)  cumulative  groundwater  flux; 
and  (5)  groundwater  flow  direction.  Fracture  characteristics  (1)  through  (3)  can  be  obtained 
through  existing  borehole  imaging  technologies  as  long  as  those  fractures  possess  apertures  >lmm; 
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however,  these  commercially  available  technologies  cannot  distinguish  active  from  inactive 
fractures  or  measure  the  magnitude  or  direction  of  fracture  flow.  Further  analytical  analysis  of  the 
FRPFM  internal  sorbent  layer  at  indicated  locations  of  active  fractures  yields:  (1)  additional 
estimates  of  cumulative  groundwater  flux  in  fractures;  and  (2)  cumulative  contaminant  flux  in 
those  fractures.  Thus,  the  in  situ  measurements  of  direction  and  magnitude  of  water  and 
contaminant  fluxes  in  active  fractures  are  innovations  given  by  the  FRPFM  alone. 

Due  to  the  high  resolution  nature  of  the  FRPFM  technology,  its  optimum  application  would  be  for 
characterizing  targeted  borehole  depth  intervals  and  not  for  screening  conditions  over  an  entire 
borehole.  FRPFM  prototypes  tested  in  this  project  were  used  to  interrogate  1  meter  depth  intervals 
in  4-inch  and  6-inch  fractured  rock  wells. 

This  report  contains  9  chapters  where  theories  pertinent  to  the  FRPFM  technology, 
demonstration/validation  results  from  laboratory  and  field  tests,  and  cost  analyses  with  competitive 
technologies  are  presented.  Chapter  1  presents  the  following  specific  project  objectives: 

1 .  demonstrate  and  validate  an  innovative  technology  for  the  direct  in  situ  measurement  of 
cumulative  water  and  contaminant  fluxes  in  fractured  media, 

2.  formulate  and  demonstrate  methodologies  for  interpreting  contaminant  discharge  from 
point-wise  measurements  of  cumulative  contaminant  flux  in  fractured  rock,  and 

3.  enable  the  technology  to  receive  regulatory  and  end  user  acceptance. 

Under  the  first  objective.  Chapter  2  presents  pertinent  fundamental  theories  on  water  flow  and 
contaminant  transport  used  to  explain  how  the  FRPFM  functions  and  how  laboratory  and  field 
measurements  may  be  interpreted  to  estimate  water  and  contaminant  fluxes  from  fractures. 
Defined  in  Chapter  3  are  6  specific  technology  performance  objectives  (Table  20)  and  metrics 
established  to  evaluate  and  validate  the  FRPFM  technology  against  competitive  technologies. 
Performance  goals  and  statistics  were  generated  to  compare  FRPFM  measures  (contaminant  and 
groundwater  fluxes,  flow  direction,  detection  of  active  flowing  fractures,  fracture  location  and 
orientation)  to  those  obtained  from  five  different  competing/comparative  technologies:  High 
Resolution  Temperature  Profiling  (HRTP),  Acoustic  Televiewer  (ATV),  Optical  Televiewer 
(OTV),  Temperature  Vector  Probe  (TVP),  and  Borehole  Dilution  (BHD).  Field  tests  were 
conducted  at  two  chlorinated  solvent  contaminated  fractured  rock  sites  described  in  Chapter  4.  In 
Chapter  5  multiple  laboratory  tests  are  described  and  results  are  presented  from  a  bench-scale 
fracture  simulator  and  box  aquifer.  Also  described  are  16  separate  field  tests  and  their  results.  A 
total  of  9  down-hole  tests  were  executed  in  4-  and  6-inch  rock  wells  at  the  Guelph  Tool  Site  in 
Ontario  Canada  and  another  7  tests  were  conducted  in  one  6-inch  rock  well  located  on  the  premises 
of  the  former  Naval  Air  Warfare  Center  in  West  Trenton,  New  Jersey.  Details  of  technology 
performance  versus  competing  technologies  appear  in  Chapter  6,  where  Table  22  lists  the 
quantitative  standards  established  for  each  performance  objective  and  summarizes  the  field 
performance  results.  Based  upon  16  field  tests,  the  FRPFM  achieved  the  standard  in  each  of  the  6 
quantitative  performance  objectives  (Table  22).  Chapter  7  presents  a  cost  assessment  which 
demonstrates  that  the  cost  of  FRPFM  implementation  is  competitive  with  alternative  technologies, 
none  of  which  can  provide  the  full  suite  of  FRPFM  capabilities.  A  key  distinction  however,  is  that 
FRPFM  generate  high  resolution  measures  over  a  specified  interval,  and  the  FRPFM  is  best  used 
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for  characterizing  targeted  borehole  depth  intervals,  not  for  screening  conditions  over  an  entire 
borehole.  Chapter  8  addresses  issues  of  implementation. 

Under  the  second  of  the  three  project  objectives,  methodologies  were  formulated  and  demonstrated 
for  interpreting  contaminant  discharge  from  point-wise  measurements  of  cumulative  contaminant 
flux  in  fractured  rock.  Those  methods  were  published  in  a  highly  ranked  peer-reviewed  journal 
Water  Resources  Research  (Aear  et  al.  2013). 

Under  the  third  project  objective,  Enviroflux  Inc.  assumed  exelusive  rights  to  commercialize  the 
FRPFM  technology  (patented  in  2008).  At  this  time,  Enviroflux  Ine.  is  engaged  in  discussions  to 
deploy  FRPFMs  for  a  major  client  of  a  large  environmental  firm.  The  U.S.  Environmental 
Protection  Agency  (USEPA)  has  also  shown  interest  in  continued  field  testing  and  site  selection 
is  under  way. 
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1.0  INTRODUCTION 


1.1  BACKGROUND 

Complex  hydrogeologic  conditions  such  as  fractured  and  karst  bedrock  settings  pose  substantial 
economic  and  technical  challenges  both  to  the  characterization  and  remediation  of  DNAPL  source 
zones.  The  Army  Environmental  Center  lists  34  installations  where  restoration  may  be  technically 
impractical,  even  with  a  budget  of  $3  billion  (approximately  50%  of  the  Army’s  total  projected 
environmental  restoration  budget).  Of  the  34  installations,  26  are  underlain  by  complex  fractured 
rock  or  karst  aquifers. 

The  challenge  of  estimating  cross-sectional  discharge  (integrated  flux)  in  fractured  media  is  quite 
different  and  perhaps  much  more  difficult  than  granular  media  for  various  reasons.  One  of  which 
is  variations  in  fracture  aperture  between  borehole  (Novakowski  et  al.  2006),  and  another  being 
some  fractures  are  large  and  perhaps  important  hydraulically,  while  others  are  small  and  significant 
in  the  context  of  controlling  plume  structure.  It  is  also  important  to  keep  in  mind  that  contaminant 
flux  in  fractures  can  be  approximated  as  the  product  of  fracture  flow  and  contaminant 
concentration.  Some  fractures  can  possess  high  contaminant  concentrations  but  produce  low  fluxes 
because  flow  is  negligible;  whereas,  in  others  concentrations  can  be  low,  but  the  fluxes  high 
because  flow  is  significant.  Thus,  it  is  not  possible  to  identify  fractures  producing  significant 
contaminant  fluxes  viewing  concentration  without  flow  and  vice-versa.  Finally,  with  respect  to 
estimating  contaminant  discharge,  it  is  pertinent  to  recognize  the  importance  of  fracture  density. 
Small  fractures,  that  individually  produce  low  contaminant  fluxes,  can  generate  large  contaminant 
discharges  at  the  transect  scale  if  fracture  density  is  significant. 

This  report  present  results  of  a  technology  demons tration/validation  study  where  cumulative  or 
time-averaged  water  and  contaminant  fluxes  were  measured  in  fractured  rock  aquifers  under 
ambient  closed-hole  conditions.  Usually  water  and  contaminant  fluxes  are  estimated  from 
observed  contaminant  concentrations  in  fractured  rock  boreholes  and  depth-average  groundwater 
flows  calculated  or  measured  under  open-hole  conditions.  This  approach  typically  requires 
extensive  aquifer  characterization  and  costly  flow  and  water  quality  monitoring  in  open  boreholes. 
Hydrophysical  logging,  pulse  flow  meters  (Model  40  GEOFLO),  acoustic  Doppler  velocimeters, 
and  colloidal  borescopes  are  tools  typically  used  that  reveal  much  about  fractured  flows  towards 
an  open  borehole  (Wilson  et  al.  2001).  Unfortunately,  open  borehole  techniques  are  not  likely  to 
produce  accurate  estimates  of  ambient  contaminant  discharge  for  at  least  two  reasons.  First,  open 
boreholes  induce  magnitude  and  directional  changes  in  water  and  contaminant  fluxes  in  fractures 
and  between  fractures  that  do  not  exist  naturally  as  in  the  absence  of  a  borehole.  Hence,  flows  that 
do  not  occur  under  natural  aquifer  conditions  are  not  likely  to  produce  concentrations  and  depth- 
average  discharges  that  represent  ambient  conditions.  Second,  water  and  contaminant  fluxes  vary 
significantly  between  fractures  and  over  time;  therefore,  typical  short-term  or  instantaneous 
measurements  of  flow  and  concentration  do  not  generate  representative  long-term  projections  of 
flow,  concentration,  and  contaminant  discharge. 

Closed-hole  conditions  are  preferred  for  making  ambient  water  and  contaminant  flux 
measurements.  These  conditions  are  closely  approximated  using  FFUTe™  and  packers  to  isolate 
borehole  sections  (Cherry  et  al.  2007).  These  devices  eliminate  the  exchange  of  water  and 
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contaminant  between  fractures  that  oceurs  in  open  boreholes  and  in  turn  restore  nature  flows  in 
fraetures.  FLUTe™  have  been  used  with  high  resolution  temperature  logging  techniques  to  loeate 
and  rank  active  (flowing)  fractures  under  elosed-hole  conditions.  Beyond  this  study  and  to  the 
best  of  our  knowledge,  individual  fractured  flows  have  not  been  measured  under  elosed-hole 
conditions;  however,  isolated  and  depth-integrated  fraeture  flows  have  been  measured  over 
isolated  sections  of  a  borehole  using  the  point  or  borehole  dilution  method  (Guitierrez  et  al.  1977; 
Xu  et  al.  1997;  and  Novakowski  et  al.  2006).  Furthermore,  direct  measures  of  contaminant  fluxes 
in  fractures  have  not  been  reported.  As  a  result,  measurement  and/or  calculation  of  flux  at  the 
fracture  seale  are  somewhat  novel.  Henee,  published  aecounts  of  water  or  eontaminant  diseharge 
estimated  over  fractured  transects  are  almost  non-existent  (Acar  et  al.  2013;  Plett  2006;  and 
Novakowski  et  al.  2006). 

1.2  OBJECTIVE  OF  THE  DEMONSTRATION 

The  objective  of  this  project  was  to  demonstrate  and  validate  the  fractured  rock  passive  flux  meter 
(FRPFM)  as  new  teehnology  that  measures  the  magnitudes  and  directions  of  cumulative  water  and 
contaminant  fluxes  in  fractured  roek  aquifers.  The  speeific  projeet  objectives  were: 

4.  demonstrate  and  validate  an  innovative  teehnology  for  the  direct  in  situ  measurement  of 
cumulative  water  and  contaminant  fluxes  in  fraetured  media, 

5.  formulate  and  demonstrate  methodologies  for  interpreting  contaminant  discharge  from 
point-wise  measurements  of  cumulative  contaminant  flux  in  fractured  roek,  and 

6.  enable  the  teehnology  to  reeeive  regulatory  and  end  user  aeceptanee. 

1.3  REGULATORY  DRIVERS 

To  reduce  the  cost  of  characterization  and  remediation  of  fractured  rock  sites,  it  is  critieal  to 
identify  candidate  sites  for  Monitored  Natural  Attenuation  (MNA)  and  prioritize  the  remaining 
sites  for  remediation.  To  assist  in  this  endeavor,  cost-effective  monitoring  tools  are  needed  that 
ean  be  used  in  eoneert  with  existing  borehole  teehnologies  to  direetly  measure  groundwater  and 
contaminant  flux  in  fractured  roek.  These  flux  measurements  combined  with  data  gathered  from 
other  available  borehole  teehnologies  will  bring  the  DoD  much  closer  to  estimating  contaminant 
mass  discharge  from  source  zones  and  in  turn  expedite  assessments  of  environmental  risks  and 
benefits  associated  with  natural  attenuation,  source  removal,  or  remediation  at  complex  sites. 

For  fracture  bedroek  sites,  a  signifieant  eost  savings  to  DoD  could  be  realized  if  certain  sites 
were  quantitatively  found  to  pose  little  off-site  risk  due  to  natural  attenuation.  Based  upon 
projected  remediation  costs  of  approximately  $3  Billion  per  34  difficult  installations,  it  was 
estimated  that  approximately  $2.3  Billion  could  be  spent  on  26  sites  underlain  by  fraetured  roek 
and  karst  aquifers  (SERDP  and  ESTCP  Workshop,  2006).  The  greatest  cost  savings  could  be 
realized  in  less  than  five  years,  if  ERPEM  monitoring  determined  at  any  one  site,  natural 
attenuation  was  sufficient  and  active  remediation  could  be  avoided. 

2.0  TECHNOLOGY 

The  teehnology  demonstrated  and  validated  in  this  project  is  a  new  closed-hole  passive  sensing 
technology  for  fractured  media:  the  Eraetured  Rock  Passive  Eluxmeter  (ERPEM).  The  ERPFM 
provides  simultaneous  measurement  of  (1)  the  presenee  of  flowing  fractures,  (2)  the  location  of 
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active  or  flowing  fractures;  (3)  active  fracture  orientation  i.e.,  dip  and  azimuth;  (4)  direction  of 
groundwater  flow  in  each  fracture;  (5)  cumulative  magnitude  of  groundwater  flux  in  each  fracture; 
and  (6)  cumulative  magnitude  of  contaminant  flux  in  each  fracture.  Various  technologies  exist  to 
measure  (1),  (2)  and  (3)  above;  however,  the  FRPFM  is  the  only  technology  that  also  measures 
(4),  (5)  and  (6). 

The  FRPFM  is  essentially  an  inflatable  packer  or  flute  that  holds  one  or  more  reactive  fabrics 
against  the  wall  of  a  borehole  and  to  any  water-filled  fractures  intersected  by  a  borehole.  These 
reactive  fabrics  are  designed  to  intercept  and  retain  target  groundwater  contaminants  (i.e.,  TCE, 
DCE,  VC);  in  addition,  these  fabric  release  non-toxic  tracers,  some  of  which  visibly  indicate  active 
fracture  location,  orientation,  and  direction  of  fracture  flow  along  a  borehole,  while  others  quantify 
cumulative  groundwater  discharge  in  these  fractures. 

Demonstration  and  validation  studies  were  conducted  at  two  sites  where  available  field  facilities 
permitted  ERPEM  testing  in  well-characterized  rock  wells  and  underlying  fractured  rock  aquifers 
were  contaminated  with  chlorinated  solvents.  Direct  ERPEM  measures  of  active  fracture  location, 
orientation,  direction  and  magnitude  of  water  and  contaminant  fluxes  were  compared  to  results 
generated  using  competing  technologies  (e.g.,  borehole  imaging  tools,  high  resolution  temperature 
logging,  and  borehole  dilution).  The  project  demonstrated  that  the  ERPFM  was  particularly  cost- 
effective  for  fractured  rock  characterization  and  monitoring  when  used  in  concert  with  other 
borehole  technologies  (e.g.,  high  resolution  temperature  logging).  The  project  also  demonstrated 
methods  for  interpreting  water  and  contaminant  discharge  from  a  single  well  or  transect  of  multiple 
boreholes  (Acar  et  al.  2013). 

2.1  TECHNOLOGY  DESCRIPTION 

Complex  hydrogeologic  conditions  such  as  fractured  bedrock  and  karst  settings  pose  substantial 
challenges  both  to  the  characterization  and  remediation  of  DNAPL  source  zones.  Cost-effective 
quantification  of  contaminant  discharge  is  critical  at  complex  sites  in  order  to  assess  long  term 
risk,  evaluating  remedial  performance,  and  achieving  regulatory  compliance.  Eor  fracture 
bedrock  sites,  a  significant  cost  savings  to  DoD  can  be  realized  if  certain  sites  are  quantitatively 
found  to  pose  little  off-site  risk,  or  they  do  not  require  active  remediation  because  contaminant 
mass  discharge  is  low  and  can  be  attenuated  by  natural  processes.  Various  open-hole 
technologies  exist  to  locate  fractures,  measure  fracture  apertures,  and  determine  fracture 
orientations  in  terms  of  strike,  dip,  and  dip  orientation  (direction  of  falling  dip,  e.g.,  SW),  and 
other  technologies  exist  that  measure  fracture  flows  under  open-hole  conditions.  Elnfortunately, 
as  stated  above,  open  boreholes  induce  fracture  flows  which  are  not  natural  or  ambient; 
consequently,  open-borehole  techniques  are  not  likely  to  produce  accurate  estimates  of  ambient 
contaminant  discharge.  Monitoring  tools  that  function  in  closed  boreholes  are  needed  to  measure 
ambient  water  and  contaminant  flux  in  fractured  rock.  To  be  cost-effective  in  the  field,  these 
novel  tools  must  generate  complementary  data  to  existing  borehole  technologies. 

Technolosv  Overview:  The  ERPEM  constitutes  a  new  closed-hole  passive  sensing  technology  for 
characterizing  both  water  and  contaminant  fluxes  in  fractured  rock  systems.  The  sensor  can  be 
deployed  at  any  depth  provided  that  the  unit  is  placed  in  a  saturated  flow  system.  The  FRPFM 
functions  like  an  inflatable  (or  mechanically  expandable)  packer  or  an  impermeable  flexible  liner 
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that  holds  one  or  more  reaetive  permeable  fabries  against  the  wall  of  the  borehole  and  to  any 
water-filled  fractures  intersected  by  the  borehole. 


The  FRPFM  incorporates  novel  methods  for  measuring  DNAPL  and  water  fluxes  in  fractures, 
but  also  retains  many  of  the  field-tested  concepts  of  the  passive  fluxmeter  (PFM)  developed 
under  ESTCP  project  ER-01 14  (Hatfield  et  al.  2004;  Annable  et  ah,  2005;  and  Klammler  et  al. 
2007).  Eor  example,  reactive  fabrics  function  to  intercept  and  retain  target  groundwater 
contaminants  (i.e.,  TCE,  DCE,  VC)  and  release  non-toxic  resident  tracers  (e.g.,  visible  dyes  and 
branch  alcohols).  The  original  PFM  was  design  for  use  in  screened  wells;  however,  installations 
in  deep  screened  wells  can  be  difficult.  In  addition,  this  original  system  was  not  designed  to 
preclude  the  unwanted  vertical  exchange  of  flow  between  fractures  in  rock  wells.  Thus,  a  new 
passive  fluxmeter  design  was  needed  that  functions  under  closed-hole  conditions  in  fractured 
rock  wells  and  is  easily  installed  in  deep  wells. 

Figure  1  illustrates  an  idealized  profile  view  of  a  fractured  rock  passive  flux  meter  (FRPFM) 
intercepting  fractures  and  matrix  fluid  flow  over  a  given  borehole  depth.  Figure  2  represents  a 
plan  view  or  horizontal  cross-sectional  view  of  the  same  FRPFM  in  a  borehole.  Both  figures 
clearly  show  the  device  composed  of  an  impermeable  flexible  liner  (IFE),  such  as  the 
commercially  available  technology  sold  under  the  brand  name  EEUTe™  (Keller  et  al.  2007),  and 
permeable  reactive  sorbent  layers  (or  fabric)  sandwiched  between  the  lEE  and  the  borehole 
circumference.  The  sorbent  is  a  permeable  fabric  derived  from  activated  carbon,  ion  exchange 
resin,  etc.  The  lEE  is  made  of  a  fluid  impermeable  flexible  material  typically  available  in  a  tube 
or  sock  design  that  is  easily  fitted  into  a  borehole  or  equivalent  aperture  in  a  formation.  Once 
inserted,  it  is  inflated  with  a  fluid  to  cause  it  to  conform  to  the  shape  of  the  borehole.  Hence,  the 
ERPEM  is  essentially  a  sampling  device  with  thin  permeable  layers  of  one  or  more  removable 
sorbents  attached  to  the  outside  surface  of  an  lEE.  Such  a  configuration  allows  the  permeable 
sorbent  layers  to  be  pressed  against  the  well  screen  or  borehole  wall  when  the  fluxmeter  is 
inserted  and  inflated.  The  sorptive  layers  passively  intercept  portions  of  both  fracture  and  matrix 
flows  in  order  to  simultaneously  measure  local  cumulative  solute  fluxes  and  groundwater  fluxes. 
Because  the  lEE  itself  is  impermeable,  fracture  flow  does  not  enter  the  borehole,  but  is  instead 
diverted  around  the  lEE. 

Eigure  3  illustrates  a  second  ERPEM  system  design,  which  is  much  shorter  in  length  (-'1-2  m) 
and  easier  to  deploy  over  target  depths.  This  system  is  designed  with  an  inflatable  core  and 
separate  upper  and  lower  end  packers.  The  core  is  simply  a  packer  (or  flexible  inflatable  liner) 
covered  with  an  internal  nonreactive  layer  of  permeable  mesh  which  is  then  wrapped  in  a 
permeable  layer  of  material  derived  from  activated  carbon,  ion  exchange  resin,  or  similar  sorbent 
material,  and  then  all  of  this  is  then  encased  in  a  thin  external  permeable  layer  of  cloth  material 
impregnated  with  a  visible  dye.  The  core  inflates  separately  from  the  two  end  packers  to  provide 
a  mechanism  for  sealing  the  core  against  the  face  of  the  borehole,  while  the  end  packers  isolate 
the  zone  of  interest  from  vertical  gradients  within  the  borehole.  Eor  this  project,  ERPEM  testing 
was  limited  to  system  design  illustrated  in  Eigure  3. 
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Ground  Surface 


Figure  1,  A  profile  view  of  an  unsereened  borehole  eontaining  a  Fraetured  Roek  PFM 
(FRPFM). 


I 


Figure  2,  Horizontal  cross-seetion  of  an  FRPFM  in  an  unsereened  borehole.  The  FRPFM  eore 
is  eomposed  of  an  inner  impermeable  Inflatable  Paeker  or  Flexible  liner,  surrounded  by  a 
permeable  layer  of  nonreaetive  mesh  layer,  surrounded  by  an  internal  permeable  reaetive  sorbent 
layer  (or  fabric),  and  an  external  fracture  flow  visual  indication  layer. 
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FRPFM 

Prototype 


Air  line  to  packers 
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Figure  3,  FRPFM  designed  with  an  inflatable  core  and  separate  upper  and  lower  end  packers. 
The  core  is  composed  of  an  inner  impermeable  Inflatable  Packer  or  Flexible  liner,  surrounded  by 
a  permeable  layer  of  nonreactive  mesh  layer,  surrounded  by  an  internal  permeable  reactive 
sorbent  layer  (or  fabric),  and  an  external  fracture  flow  visual  indication  layer. 


Exposing  the  FRPFM  to  flowing  groundwater  for  duration  t  [T]  gradually  leaches  the  tracer  from 
sorbent  layers  and  produces  residual  tracer  distributions.  Visual  inspection  of  the  external 
fracture  flow  indication  layer  leads  to  estimates  of  the  following  for  active  or  flowing  fractures: 
(1)  locations  along  the  borehole;  (2)  number;  (3)  individual  fracture  orientations  in  terms  of 
strike,  dip,  and  orientation  of  dip  (direction  of  falling  dip,  e.g.,  SW);  (4)  cumulative  groundwater 
flux;  and  (5)  groundwater  flow  direction.  Fracture  characteristics  (1)  through  (3)  can  be  obtained 
through  existing  borehole  imaging  technologies  as  long  as  those  fractures  possess  apertures 
>lmm;  however,  these  commercially  available  technologies  cannot  distinguish  active  from 
inactive  fractures  or  measure  the  magnitude  of  fracture  flow  or  flow  direction.  Further  analytical 
analysis  of  the  internal  sorbent  layer  at  indicated  locations  of  active  fractures  yields:  (1) 
additional  estimates  of  cumulative  groundwater  flux  in  fractures;  and  (2)  cumulative  contaminant 
flux  in  fractures.  Thus,  the  in  situ  measurements  of  direction  and  magnitude  of  water  and 
contaminant  fluxes  in  active  fractures  are  innovations  given  by  the  FRPFM  alone. 
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Field  Implementation  and  Groundwater  and  Contaminant  Flux  Interpretation:  The  FRPFM  will 
typically  be  deployed  in  deep  fractured  rock  wells  or  in  deep  wells  screened  in  fractured  rock  or 
unconsolidated  materials.  To  achieve  cost-efficiencies  in  characterizing  rock  wells,  FRPFM 
deployments  will  likely  follow  after  other  characterization  tools  [e.g.,  high  resolution 
temperature  logging  (Pehme  et  al.  2010  and  2014),  contaminant  profiling  (Sterling  et  ah,  2005), 
K-profiling  or  hydraulic  conductivity  profding  using  a  FLUTe™  (Keller  et  ah,  2007),  etc.]  have 
been  used  to  locate  contaminated  active  fractures  and/or  fractures  believed  to  conduct  the  flows 
under  closed-hole  conditions.  Following  a  specific  deployment  period  in  the  rock  well,  the 
FRPFM  is  retrieved  and  the  reactive  fabrics  removed  from  the  unit  for  multiple  analyses.  First 
the  external  fracture  flow  indication  fabric  is  inspected  for  evidence  of  visible  tracer  loss 
(indicating  the  location,  orientation,  and  cumulative  water  flux  of  flowing  fractures).  The 
location  of  active  fractures  should  compare  well  fracture  locations  predicted  by  high  resolution 
temperature  profiling  in  a  FLUTe™  (Pehme,  2007).  Next  the  internal  FRPFM  sorbent  fabric  is 
extracted  for  retained  contaminants  and  residual  resident  tracer(s)  to  generate  estimates  of 
cumulative  contaminant  fluxes  and  additional  estimates  of  cumulative  water  fluxes. 

Because  the  FRPFM  provides  data  on  descriptive  fracture  parameters  including  locations,  strike, 
dip,  and  dip  orientation.  This  information  can  be  represented  using  classical  hemispherical 
projections  (e.g..  Priest,  1985;  Lisle  and  Leyshon,  2004),  which  is  a  standard  tool  for  geologists 
and  engineers.  Fracture  planes  may  be  represented  as  great  circles  or  poles  of  the  normals  to 
fracture  planes  and  sets  of  similar  fracture  plane  orientations  may  be  defined.  Furthermore, 
because  FRPFMs  generate  measures  of  flux  in  fractures  plane,  hemispherical  projections  offer 
the  possibility  of  simultaneously  representing  the  directions  of  the  groundwater  (and 
contaminant)  fluxes  in  each  plane. 

The  visible  tracers  used  on  the  FRPFM  indicate  the  magnitude  and  the  direction  of  groundwater 
flux  in  a  fracture  plane.  However,  a  preferential  orientation  of  fracture  planes  can  introduce  an 
apparent  anisotropy  in  the  flow  domain,  i.e.,  the  directions  of  the  hydraulic  gradient  and 
groundwater  flow  may  differ.  For  this  case  standard  vector  algebra  or  hemispherical  plots  can  be 
used  to  obtain  the  direction  of  the  ambient  hydraulic  gradient  from  the  local  flow  directions  in 
two  non-parallel  fracture  planes.  Thus,  a  FRPFM  transect  of  several  boreholes  will  yield  a 
matrix  of  local  flux  measurements,  where  hemispherical  plots  for  each  borehole  location  can  be 
compared  to  assess  geological  continuity  over  the  sampled  transect  and  to  identify  fracture  sets 
of  similar  orientation.  After  determining  the  direction  of  the  hydraulic  gradient  and  individual 
fracture  orientations,  measured  local  groundwater  fluxes  can  be  used  to  identify  fractures  of 
higher  and  lower  conductivity.  This  conductivity  information  can  be  compared  to  data  gathered 
by  K-profiling  (Keller  et  ah,  2007).  Assuming  planar  fractures  and  knowing  both  the  locations 
of  intersections  within  boreholes  and  fracture  orientations,  it  may  be  possible  to  map 
intersections  of  factures  common  between  boreholes. 

Groundwater  and  Contaminant  Discharses  Interpretations:  Quantifying  water  and  contaminant 
mass  discharges  from  a  source  area  or  at  compliance  boundaries  in  fracture  rock  is  extremely 
complicated  (Acar  et  al.  2013).  However,  discharge  estimates  and  their  associated  estimation 
errors  are  critical  to  characterizing  off-site  risks  and  quantifying  the  effectiveness  of  active 
remediation  and/or  natural  attenuation.  Multiple  complications  evolve  from  spatial  variations  in 
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fracture  characteristics  and  discontinuities  in  contaminant  distribution  (i.e.,  some  fractures  are 
contaminated  and  others  not).  To  initiate  a  first-order  interpretations  of  groundwater  and 
contaminant  discharges,  local  measurements  of  groundwater  and  contaminant  fluxes  from  a 
borehole  transect  can  be  decomposed  into  their  three  spatial  components  and  represented 
separately  in  transect  contour  plots.  This  representation  contains  information  on  location  and 
magnitude  ignored  by  hemispherical  plots  (described  above)  and  allows  for  an  investigation  of 
local  trends  in  the  measurements  (e.g.,  contaminant  plume  extension).  For  example,  local 
groundwater  and  contaminant  flux  variability  can  be  analyzed  using  standard  geostatistical 
techniques  (e.g.,  histogram).  Spatial  integration  of  each  of  flux  components,  appropriately 
weighted  by  facture  densities,  leads  to  respective  spatial  components  of  groundwater  and 
contaminant  discharges.  If  however,  the  monitoring  network  is  regular  (no  preferential  sampling 
pattern)  local  fluxes  can  be  geometrically  added,  averaged  (using  local  fracture  densities  as 
weights),  and  multiplied  by  the  transect  area  to  estimate  transect  discharge  and  indicate  the 
magnitude  and  principal  (effective)  direction  of  groundwater  flow  and  transport.  Again,  these 
discharge  estimates  are  at  best  first-order  approximations;  but,  they  can  prove  useful  in 
evaluating  remediation  performance,  natural  attenuation,  and  off-site  risk.  Furthermore,  an 
analysis  of  errors  can  follow  to  examine  estimation  uncertainties.  For  example,  one  may 
consider  uncertainties  in  the  orientation  of  FRPFMs  in  the  borehole,  and  to  facilitate  this  analysis 
hemispherical  projection  methods  exist. 

Under  the  second  project  objective,  multiple  methods  were  published  for  estimating  groundwater 
contaminant  mass  discharges  and  estimation  uncertainties  from  point  measures  of  FRPFM  data 
gathered  from  one  or  more  boreholes  (Acar  et  al.  2013).  These  method  use  data  on  fracture 
orientations,  fracture  frequencies,  groundwater  flow  directions,  and  water  and  contaminant 
fluxes  were  included  in  a  generalized  probabilistic  framework.  The  utility  and  value  of  these 
methods  and  their  water  and  contaminant  mass  discharge  estimates  are  enhanced  when  used  in 
concert  with  other  borehole  technologies.  For  example  other  logging  methods  used  to  target 
FRPFM  deployments  to  limited  sections  of  a  borehole  will  reduce  monitoring  and 
characterization  costs. 

2,2  TECHNOLOGY  DEVELOPMENT 

The  FRPFM  is  patented  (Klammler  et  al.  2008)  closed-hole  passive  sensor  technology  for 
characterizing  water  and  contaminant  mass  fluxes  in  fractured  media.  This  technology  uses  many 
of  the  field-tested  concepts  of  the  original  PFM  system  developed  under  a  previous  ESTCP 
funding  (ER0114).  Each  and  every  ERPEM  component  is  available  from  commercial  vendors. 
Packers  can  be  constructed  in-house  or  acquired  from  multiple  manufactures  (e.g.,  EEUTe™  and 
Solinst  ETD).  Reactive  fabrics  such  as  polyacrylonitrile  tissues,  activated  carbon  cloth  etc.,  can 
be  ordered  from  various  suppliers  (e.g.,  Army-Technology;  and  Eco-tec-Inc.).  Developed  in  the 
section  that  follows  is  flow  and  transport  theory  pertinent  to  understanding  how  the  ERPFM 
functions  in  a  fracture  rock  borehole.  Presented  are  the  derivations  for  the  fundamental  equations 
for  estimating  ambient  cumulative  water  flux  in  fractured  media  using  visible  tracers  and  residual 
tracer  masses.  Also  developed  are  equations  for  quantifying  cumulative  contaminant  mass  fluxes 
in  fracture  rock  from  contaminant  mass  intercepted  and  retained  on  the  internal  FRPFM  sorbent. 
Appearing  in  Section  5.3  are  results  from  FRPFM  tests  conducted  in  the  laboratory  and  in  Section 
5.5  results  from  demons tration/validation  tests  conducted  in  the  field. 
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2.2. 1 .  FRPFM  FLOW  and  MASS  TRANSPORT  THEORY 


Figure  4a  depicts  the  flow  domain  for  a  perpendicular  intersection  between  the  fracture  plane  and 
the  FRPFM  axis.  It  considers  the  fracture  as  a  plane  two  dimensional  flow  domain  Fi,  which  is 
geometrically  and  hydraulically  coupled  along  a  circumference  ABCD  to  another  two  dimensional 
flow  domain  r2  consisting  of  the  curved  cylindrical  FRPFM  surface  (mesh  plus  compressed 
sorbent)  of  radius  ro  [L]  and  thickness  //«  ro  [L].  Both  the  fracture  and  the  FRPFM  surface  are, 
in  fact,  relatively  thin  (with  respect  to  FRPFM  diameter)  and  are  idealized  as  homogeneous  sheets 
of  known  effective  transmissivities  Ti  and  T2  [L^/T]  representing  fracture  aperture  and  FRPFM 
sorbent+mesh  layer  thickness  multiplied  by  the  respective  hydraulic  conductivities.  Based  on  this, 
the  FRPFM  surface  i")  may  be  unrolled  as  shown  in  Figure  4b  to  obtain  the  flat  rectangular  net  of 
the  cylinder  as  the  resulting  flow  domain.  In  other  words,  it  is  assumed  that  flow  components  in 
Fi,  which  are  perpendicular  to  the  fracture  plane,  and  flow  components  in  F2,  which  are 
perpendicular  to  the  borehole  axis,  are  neglected.  Shown  in  Figure  4  is  also  the  coordinate  system 
adopted  with  origin  at  the  intersection  point  of  borehole  axis  z  and  fracture  plane  {r,6).  s  =  6ro  is  a 
coordinate  along  ABCD,  where  0  =  0  is  aligned  with  the  incident  flow  direction  of  the  undisturbed 
(assumed  uniform)  fracture  flux  qo.  Note  that  qo  is  used  in  the  dimensions  of  LVT,  which  is  average 
fracture  flow  velocity  times  fracture  aperture  (or,  equivalently,  fracture  flow  per  unit  fracture 
length). 


z 


z 


Figure  4.  (a)  Flow  domains  Fi  (fracture  plane)  and  F2  (FRPFM  surface)  connected  along 
circumference  ABCD  (example  of  perpendicular  intersection),  (b)  Unrolled  (flat)  net  of  F2. 

The  hydraulic  coupling  of  Fi  and  F2  is  achieved  by  requiring  continuity  of  flow  as  well  as 
continuity  of  hydraulic  head  cp  [L]  across  ABCD,  while  maintaining  a  uniform  far  field  in  A;  (i.e., 
far  from  ABCD).  An  example  of  a  well  known  solution  in  two  dimensions  (e.g.,  Strack,  1989; 
Klammler  et  ah,  2007)  for  a  circular  inhomogeneity  of  contrasting  conductivity  disturbing  an 
otherwise  uniform  flow  field  is  depicted  in  Figure  5a  (stream  lines  thick  continuous;  potential  lines 
thin  dashed).  The  fictitious  (i.e.,  in  the  FRPFM  problem  non-existent)  flow  domain  A  inside  the 
circle  ABCD  in  the  fracture  plane  is  of  transmissivity  272,  where  the  factor  2  stands  for  both  sides 
of  the  sorbent  (above  and  below  the  fracture).  Independent  of  the  transmissivity,  however,  A 
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contains  a  uniform  flow  field,  which  is  of  magnitude  qi  =  aqo  [LVT],  where  a  [-]  is  a  flow 
convergence  factor  equal  to  (Klammler  et  ah,  2007) 

(1) 

1  +  ^ 

2T^ 

The  hydraulic  potentials  used  are  0j  =  Tjcp  in  Fj  and  03  =  2T2(p  inFs  [both  LVT],  which  results  in 
the  required  discontinuity  in  potential  across  ABCD  in  order  to  preserve  continuity  of  (p.  The  stream 
function  W  [L^/T]  is  the  same  in  both  flow  domains  and  seen  to  be  continuous  everywhere. 


Figure  5.  (a)  Example  of  solution  for  uniform  two  dimensional  flow  disturbed  by  a  circular 
inhomogeneity,  (b)  Conformal  map  of  uniform  flow  field  in  Fs  (top  half)  onto  flow  domain  F2 
(for  exemplary  value  of  ro  =  5  cm).  Thick  continuous  lines  are  stream  lines  and  thin  dashed  lines 
are  potential  lines.  Green  lines  are  isochrones,  i.e.,  dye,  tracer  or  contaminant  fronts  after 
different  times  of  exposure  (cumulative  flux). 


We  further  define  the  complex  coordinates  0  -  within  Fs  and  C2  =  s+iz  within  F2.  By  the  rules 
of  conformal  mapping  (Betz,  1964;  Strack,  1989)  it  is  known  that  the  logarithm  maps  the  interior 
of  a  circle  onto  a  half  strip.  Using  adequate  constants  for  shifting,  scaling  and  rotation,  ^2  and  C)  as 
depicted  in  Figure  5  can  be  related  by 

4'3  "  " 


^2  =  -^>0  In^  = 


-ir. 


In — \-i0 


(2) 


where  i  =  (-1)*^^  is  the  imaginary  unit.  Splitting  into  real  and  imaginary  parts  gives 


II 

(3) 

z  =  r,ln^ 

(4) 

r 
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Note  that  Equation  3  maps  the  circumferenee  ABCD  from  Figure  4a  to  its  image  in  Figure  4b  in 
the  exaet  same  way  as  if  the  cylindrieal  FRPFM  surfaee  was  cut  open  along  AEm  and  rolled  out 
flat.  In  more  intuitive  words,  knowing  the  flow  field  in  Figure  5b  from  applying  Equation  2,  it  may 
be  “cut  out”  of  the  piece  of  paper  it  is  plotted  on,  rolled  up  as  a  cylinder  and  located  on  top  of 
ABCD  in  Figure  5a  instead  of  if?  without  affecting  the  flow  field  in  Fi.  This  is  because  the 
geometric  and  hydraulic  properties  along  ABCD  in  if?  and  along  ABCD  along  the  “rolled  up”  r2 
are  identical  (due  to  “conformal  equivalence”).  Since  the  flow  field  in  if?  is  always  uniform, 
independent  of  qo,  ro  or  TilTi,  it  is  also  implied  that  the  shape  of  the  flow  field  in  Figure  5b  is  not 
affected  by  these  parameters.  Due  to  symmetry  with  respect  to  AC  and  also  between  FRPFM 
sorbent  above  and  below  the  fracture  plane.  Figure  5b  as  well  as  the  following  derivation  (more 
specifically  the  choice  of  signs)  limit  attention  to  the  flow  field  for  segment  ABC  above  the 
fracture.  For  the  assumed  direction  of  qo,  it  is  seen  that  flow  enters  across  BC  and  leaves  the  sorbent 
across  AB.  AEcc  and  CF®  are  stream  lines  acting  like  lateral  no  flow  boundaries  on  r2. 

2.2.2.  TRANSPORT  MODEF 


With  other  PFM  models  (e.g.,  Hatfield  et  ah,  2004)  it  has  been  found  appropriate  to  model  tracer 
elution  and  contaminant  sorption  from/onto  the  sorbent  material  as  (piecewise)  linear, 
instantaneous  and  advection  driven  only  (i.e.,  negligible  diffusive  transport).  Although  the  exact 
transport  behavior  in  the  sorbent  is  directly  affected  by  these  assumptions,  it  is  argued  that  the  total 
amounts  of  tracer  eluted  and  contaminant  sorbed  are  relatively  insensitive  to  deviations  from  the 
assumptions  (e.g.,  diffusive  transport  does  not  matter  as  long  as  it  is  not  across  the  sorbent  aquifer 
interface).  For  purely  advective  transport  in  combination  with  linear  and  instantaneous  sorption, 
the  stream  tube  based  method  of  Klammler  et  al.  (2009)  may  be  applied  for  particle  travel  time 
calculations,  which  takes  advantage  of  Equation  2  and  the  uniform  flow  field  in  F?.  The 
fundamental  idea  is  to  integrate  along  the  straight  stream  lines  in  F?,  while  accounting  for  local 
scaling  due  to  the  conformal  mapping  process,  rather  than  to  integrate  along  curvilinear  stream 

I  i2 


lines  in  Fi.  This  leads  to  a  travel  time 


2HnR 

^  = - 1 

Xo 


dx,  with  \dC2ldC3f'  =  ro^l{x^+y^)  from 


Equation  2.  By  solving  the  integral,  a  dimensionless  particle  travel  time 


IHuRr^ 


(5) 


may  be  expressed  as 


T 


y  . 

arccos—  +  arctan— 

^0  T . 


^o(^O-^r) 

T 


(6) 


where  x  =  rcosO  andy  =  rsinO  are  Cartesian  coordinates  in  F?;  xo  =  -{ro^-y^Y^^  and  60  are  the  abscissa 
and  angular  coordinate  of  a  tracer  /  contaminant  particle  at  time  r  =  0  [T]  on  the  up-gradient  limit 
BC  of  F?;  Xx  and  Ox  are  the  abscissa  and  angular  coordinate  of  the  same  particle  at  time  r  >  0;  n  [-] 
and  R  [-]  are  effective  values  of  FRPFM  layer  (mesh  plus  compressed  felt)  porosity  and  tracer  / 
contaminant  retardation.  The  factor  2  in  the  denominator  of  Equation  5  accounts  for  the  division 
of  into  two  equal  parts  above  and  below  the  fracture  intersection.  Equation  6  may  also  be 
inverted  to  express  xt{T,y),  i.e.,  particle  location  in  F?  for  a  given  stream  line  and  travel  time. 
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Using  Cs  =  x+iy  in  Equation  2,  resulting  travel  times  or  partiele  loeations  are  mapped  onto  r2, 
whieh  results  in  the  green  isoehrones  in  Figure  5b  given  as  examples.  Isoehrones  are  lines  of  equal 
travel  time  and,  under  the  assumptions  made  above,  may  be  interpreted  as  particle  fronts,  which 
are  pushed  forward  by  water  flow.  In  the  case  of  initially  present  tracers  /  dye,  the  zone  behind  the 
front  is  cleared  of  all  tracer  /  dye  particles,  while  in  the  case  of  contaminants  the  opposite  occurs 
(however,  generally  at  different  velocities  due  to  different  values  of  R).  Experiments  discussed 
later  in  this  report  will  address  the  question  of  agreement  between  the  isochrones  in  Figure  5b  and 
the  shape  of  the  eluded  dye  marks  observed  in  the  laboratory  and  any  agreement  between  the 
temporal  evolution  of  the  isochrones  in  Figure  5b  with  the  experimentally  observed  behavior  of 
increasing  mark  width  near  the  up-gradient  point  C  and  barely  any  advance  of  mark  tip  near  lateral 
point  B.  By  letting  y  approach  zero  in  Equation  6  and  taking  the  limit,  the  respective  coordinate  of 
the  tracer  front  in  A  is  found  as  Xt  =  -ro/(\  +  x),  which  by  Equation  4  gives  a  coordinate  zo  =  rtiln(l 
+  x)  and  a  vertical  dye  mark  width  Az  =  Izo  near  point  C  of 

Az  =  Ir^  ln(l  t)  (8) 


From  Equation  6  the  time  for  a  stream  line  at  y  =  yum  to  be  empty  of  tracer  is  obtained  by  using  Onm 
=  n-6o  and,  hence,  {9o  -  Oi)  =  laxccosiyiiJro). 

Ay 

- 7X 

r  =  2-^arccos^^^  =  -^^^ — - —  (9) 

Vv  f'n  ■ 

Xhm  0  - 

9r 

The  second  equality  in  Equation  9  expresses  x  in  terms  of  the  horizontal  dye  mark  length  As  = 
2(ro7x  -  Slim)  around  the  FRPFM  circumference.  Hereby,  sum  =  roOum  by  Equation  3,  which  denotes 
the  coordinate  of  the  tracer  front  on  the  abscissa  of  Figure  5b  near  point  B  an&yumlro  =  sinAm  is 
used  as  a  geometric  relationship  in  A. 


The  area  A  [E^]  of  the  dye  mark  in  r2  may  be  found  by  integration  in  A  knowing  that  the  local 


areal  scaling  factor  between  A  and  A  is  again  \dC2ldC3\  =  ro  l{x  +}r).  Introducing  niout  =  AIro  [-] 
as  a  relative  measure  of  dye  loss  gives 


=  4 


3^1im 


1  1 

0  -  \r^-x 

V'b  > 


dxdy 

A  2 
-X  +y 


'-0  a/'o-X 

U  1 

J^lim  —-J  rQ  — 
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2  ,  2 
X  +  y 
r  y 


(10) 


where  the  factor  4  accounts  for  symmetry  between  ABC  and  CDA  in  Figure  5a  as  well  as  for 
symmetry  about  the  fracture  plane  (above  and  below).  Note  that  Equation  10  is  equivalently  valid 
for  invisible  tracer  loss,  if  niout  =  Moutl{Ctro^)  is  used,  where  Mout  [M]  and  Ct  [M/E^]  are  the  tracer 
mass  lost  and  initial  tracer  concentration  per  unit  sorbent  area,  respectively.  Using  Xr  from  Equation 
7  the  first  double  integral  reduces  to  xyaJro,  while  the  second  double  integral  requires  series 
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expansion  to  arrive  at  a  rather  lengthy  approximate  solution.  As  a  consequenee,  Equation  10  is 
integrated  numerieally  by  dividing  F 3  into  a  large  number  of  grid  points  and  summing  l/(x^  +  }?■) 
for  all  grid  points  behind  the  dye  /  tracer  front.  The  results  of  this  and  Equations  8  and  9  are 
depicted  in  Eigure  6.  In  practice,  mout  for  invisible  tracers  is  determined  by  laboratory  analysis  for 
sample  strips  of  the  sorbent  of  finite  width  w  [-],  which  is  assumed  to  be  centered  about  the  fracture 
intersection.  Knowing  that  a  sampling  strip  corresponds  to  a  ring  in  A  between  radii  ro  exp[- 
w/(2rti)]  and  ro  (Equation  4)  the  numerical  integration  method  applied  above  may  be  easily  limited 
to  grid  points  within  the  image  of  a  given  sampling  strip  in  F 3.  In  this  case,  mout  is  bounded  by  the 
size  of  the  strip  (initial  amount  of  tracer  on  the  strip),  which  is  reflected  by  the  leveling-off  of  the 
graphs  shown  in  Eigure  7  for  different  relative  strip  widths  wire.  As  long  as  w  >  Jz  tracer  loss  is 
entirely  contained  in  the  sampling  strip  and  w  does  not  affect  mout.  However,  choosing  w  very  large 
may  lead  to  a  reduced  sensitivity  to  the  actual  amount  of  tracer  lost  near  the  fracture.  In  contrast, 
small  values  of  w  correspond  to  the  fiat  portions  of  the  graphs  in  Eigure  7,  where  mout  is  rather 
insensitive  to  r  and,  hence,  cumulative  flow  qit.  The  reason  for  this  is  that  once  the  tracer  front 
leaves  the  strip  (i.e.,  w  <  Jz),  an  increasing  portion  of  the  additional  tracer  loss  occurs  outside  the 
strip  and  is  not  perceived.  Based  on  this,  an  optimal  relative  sample  strip  width  is  proposed  as  Wopt 
-Jz  [E].  Given  a  visually  observed  mark  width  of  a  dye  of  retardation  Fdye,  a  respective  value 
Tdye  may  be  found  by  inversion  of  Equation  8.  By  Equation  5  Tdye  may  be  converted  to  itm  = 
TdyeRdyJ Rtra  for  a  fiaccr  of  retardation  Rtra  [-],  which  may  again  be  used  in  Equation  8  to  find  Wopt 
for  that  tracer  as 


=2roln(l  + 


R 


dye 


R.. 


exp 


Az 


dye 


V  y 


-1 


(11) 


Eigure  6.  Results  of  Equations  8,  9  and  10  {Az/ro  thin  continuous;  As/ro  thin  dashed;  AzAsIr^ 
bold  dashed;  mout  bold  continuous). 
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Figure  7.  niout  as  a  function  of  r  for  different  sample  strip  widths  w/ro.  Continuous  lines  from 
bottom  up  correspond  to  wiro  =  {1,  2,  3,  4,  00} .  Dashed  line  is  for  wiro  =  0.55  from  laboratory 
experiments. 


2.2.3.  FLUX  ESTIMATION 

Figures  6  and  7  provide  the  means  for  estimating  x  by  entering  the  charts  with  observed  values  of 
relative  tracer  loss  or  dye  mark  dimensions.  Dye  mark  length  As  is  seen  to  be  a  relatively 
insensitive  to  x  and,  hence,  not  recommended  for  use.  Dye  mark  width  Az  or  the  product  AsAz, 
however,  may  be  easily  measureable  quantities  in  practice  for  a  first  visual  ad-hoc  estimation  of  x. 
Once  X  is  known  Equations  1  and  5  immediately  yield  an  estimate  of  the  undisturbed  fracture  flux 
qo  as 

^  ^  _  HnR^^^W7x{\-m^) 

at  2at  at 

where  the  approximation  is  valid  for  short  times  as  long  as  yum  ~  ro,  such  that  niout  ~  4t  in  Equation 
10  (i.e.,  the  portion  of  completely  empty  stream  tubes  is  negligible)  and  w  >  Az.  The  short  time 
approximation  is  equivalent  to  using  the  tangent  of  all  graphs  in  Eigure  4  at  the  origin  and  it  leads 
to  an  underestimation  of  qo  of  less  than  10  %  for  niout  <  7.  The  final  expression  in  Equation  12  uses 
the  relative  remaining  tracer  mass  Mr  [-]  with  respect  to  the  initial  tracer  mass  on  the  sampling 
strip,  which  is  related  to  niout  hy  nir  =  \  -  moutro^l{2ro7xw).  In  situations,  where  the  short  time 
approximation  is  not  appropriate  any  more,  but  the  tracer  front  is  still  known  to  be  within  the 
sampling  strip  (w  >  Az),  the  approximation 

^~m^u,(^.3e-4ml^+\.Se-4m^^,+0.25)  (13) 
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may  be  used  as  a  visually  indistinguishable  alternative  to  the  respeetive  graph  in  Figure  6  (bold 
eontinuous).  In  praetiee,  the  eondition  w  >  Az  may  be  verified  by  eonsecutively  sampling  strips 
away  from  the  fraeture  interseetion  and  observing  no  more  traeer  loss  beyond  a  certain  distance 
from  the  intersection  (which  would  be  approximately  equal  to  Az/2). 

Figures  6  and  7  are  also  valid  for  the  accumulation  of  target  contaminants  on  the  sorbent,  if  ntout  = 
Mc/{ro^HnRcCc)  is  used,  where  Me  [M]  is  the  mass  of  contaminant  sorbed  and  the  denominator 
represents  the  sorption  potential  for  the  contaminant  on  a  sorbent  of  area  ro^  (Re  [-]  and  Cc  [M/L^] 
denote  the  contaminant  retardation  factor  and  concentration  in  the  pore  water,  respectively). 
Similarly,  Equation  5  may  be  rewritten  as  r  =  taJI{2HnRcroCc),  where  J  =  qoCc  [M/(LT)]  is  the 
undisturbed  contaminant  fracture  flux  (again  defined  as  mass  flow  per  unit  fracture  length  or 
fracture  width  integrated  flow).  Obtaining  x  from  Figures  6,  7  or  Equation  13  with  an  observed 
value  of  Mout  for  a  specific  contaminant  allows  for  formulating  the  estimate  J  =  2HnRcroCcxl{at). 
However,  the  appropriate  choice  of  a  sorbent  material  should  generally  assure  strong  contaminant 
sorption  (Re  »  1).  This  translates  into  small  values  of  x  and  the  validity  of  the  short  time 
approximation  mout  ~  4t  (no  contaminant  particle  previously  sorbed  is  again  released  from  the 
sorbent).  This  results  in  a  simplified  estimate  of 


2rf^at 


(14) 


2.2.4.  MUETIPEE  EQUIDISTANT  PERPENDICULAR  INTERSECTIONS 


In  practice,  more  than  a  single  fracture  may  intersect  a  ERPEM,  which  affects  the  flow  fields 
inside  the  sorbent  and  the  fractures.  Here  we  consider  the  simplest  case  of  a  large  number  of 
perpendicular  intersections  of  constant  separation  distance  and  of  equal  transmissivities  T i 
exposed  to  a  uniform  gradient.  Thus,  the  center  plane  between  two  fractures  becomes  a  no-flow 
boundary  in  the  sorbent  flow  domain  /  2  of  Eigure  4b.  Denoting  the  distance  between 
neighboring  fractures  by  d  [L]  this  no-flow  boundary  corresponds  to  a  horizontal  line  at  z  =  dl2 
in  Eigure  5b.  By  Equation  4  this  translates  into  a  circular  no-flow  boundary  at  r  =  ro/exp[J/(2ro)] 
ini")  of  Eigure  5a.  Using  Klammler  et  al.  (2007)  this  additional  no-flow  boundary  maybe 
accounted  for  by  converting  Fs  into  a  homogeneous  flow  domain  (i.e.,  eliminating  the  no-flow 
boundary)  of  effective  transmissivity  T2m  given  by 


exp 


■1 


T  =T 

^2m 


exp 


(15) 


+  1 


which  collapses  to  Ty™  =  Ty  for  the  single  intersection  case  where  diro  »  1.  Thus,  T2m  from 
Equation  15  may  be  used  instead  of  Ty  in  Equation  1  to  obtain  a  generalized  flow  convergence 
factor  am  for  multiple  perpendicular  fracture  intersections  of  separation  d  as 
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Other  than  the  use  of  am  instead  of  a  in  Equations  12  and  14,  the  short  time  approximations  for 
estimating  qo  and  J  are  not  affeeted  by  diro.  The  impact  of  diro  on  flow  convergence  in  terms  of 
the  ratio  amla  is  illustrated  by  Figure  8.  It  may  be  seen  that  the  impact  of  diro  decreases  with 
increasing  flow  convergence.  For  an  intermediate  value  of  a  ~  1,  for  example,  the  reduction  in 
flow  convergence  is  less  than  5  %  for  diro  >  3. 


Figure  8.  aja  as  a  function  of  a  for  different  values  of  diro.. 


2.2.5.  SINGFE  NON-PERPENDICUFAR  INTERSECTION 


In  general,  the  intersection  angle  ji  [-]  between  a  fracture  plane  and  a  FRPFM  axis  is  not 
perpendicular,  i.e.,  >  0.  In  such  cases,  the  fracture  intersects  the  sorbent  along  an  ellipse  of  semi¬ 
major  axis  a  =  ro/cos  ji  [E]  and  semi-minor  axis  b  =  ro  [E].  The  intersection  becomes  a  single  period 
of  a  (co)sine  shape  of  amplitude  c  =  roiwafi  after  unrolling.  The  loss  of  rotational  symmetry 
prevailing  at  =  0  further  introduces  the  undisturbed  fracture  flow  direction  yo  [E]  (defined  here 
with  respect  to  the  orientation  of  the  long  axis;  see  Figure  9)  as  an  additional  variable.  Given  these 
complexities  we  investigate  the  usefulness  of  Equation  2  to  generalize  the  results  from  above  in 
an  approximate  way.  For  this  purpose,  similar  to  Figure  4a,  the  elliptical  flow  domain  Fi  within 
the  fracture  is  located  as  shown  in  Figure  8,  where  the  offset  parameter  a;  inx-direction  is  obtained 
from  Equation  4  and  imposing  that  the  difference  in  z-coordinates  between  the  images  of  points  H 
and  J  in  r2  be  equal  to  2c. 


2r„ 


cos  -i-exp(2  tany^)] 


(17) 
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The  image  of  the  (half)  ellipse  HU  after  mapping  onto  r2  is  graphieally  illustrated  by  the 
eontinuous  lines  in  Figure  10  for  two  exemplary  inelination  angles  of  =  15  and  45  degrees.  For 
eomparison,  Figure  10  also  contains  dashed  lines  corresponding  to  the  true  (physical)  cosine  shape 
of  the  sorbent-fracture  intersection  after  rolling  the  FRPFM  sorbent  out  flat.  Besides  the  overall 
shape,  also  the  locations  of  points  along  the  curves  have  to  (approximately)  coincide,  as  illustrated 
by  the  example  of  point  I.  While  for  =  0  the  result  becomes  identical  to  the  exact  mapping  of 
Figure  5  {a  =  ai  =  ro),  the  approximation  for  >  0  is  considered  reasonable,  in  particular  for  the 
range  <  45  degrees  shown.  Consequently,  the  same  (but  now  approximate)  argument  may  be 
applied  as  with  circular  intersections,  namely  that  the  flow  field  in  /2,  obtained  from  conformal 
mapping  of  a  known  flow  field  in  A,  may  be  “cut  out”  of  the  piece  of  paper  it  is  plotted  on,  rolled 
up  and  located  at  an  angle  P  along  HU  in  Figure  8  instead  of  A  without  disturbing  the  flow  field 
in  A. 


T 


Figure  9.  Fracture  flow  domain  A  with  elliptic  flow  domain  A  (continuous)  and  circular  flow 
domain  from  above  (dashed). 
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Figure  10.  Differences  between  the  unrolled  sorbent- fracture  intersection  lines  in  r2  from 
cutting  the  sorbent  (physical  cosine  shape;  dashed)  and  conformal  mapping  by  Equation  2 
(continuous)  for  =  15  and  45  degrees. 


The  flow  field  inside  the  ellipse  F}  is  known  to  be  uniform  of  angle  yi  [L],  magnitude  qi  =  aqo  and 
total  flow  Q  [L^/T]  given  by  (Strack,  1989;  Kacimov  et  ah,  201 1) 

(18) 


=  arctan 


,  ,  tanyo 

i-/i£  ) 


a 


(l-/i)cosyQ 

As)cos/^ 


(19) 


0  =  2^oacosyo 


1-/1  , 
\-As\ 


b{l-As) 
a{\  +  As) 


+  tan^  Yq 


(20) 


where  e  =  {a-  b)l{a  +  b)  and  X  =  {Ti-  2T2)I{  Tj  +  272).  For  perpendicular  intersections  e=0,  such 
that  Equation  18  reduces  to  yi  =  yo  and  Equation  19  (as  well  as  Equation  20  after  division  by  2qoa) 
collapses  to  Equation  1.  With  Equations  18  and  19,  a  numerical  integration  approach  analogous  to 
that  of  Equation  10  appears  viable. 


However,  with  perpendicular  intersections  we  limit  attention  to  the  short  time  approximation, 
which  is  valid  as  long  as  the  portion  of  Q  not  eluding  any  tracer  is  negligible.  For  the  perpendicular 
case,  the  range  of  validity  of  this  approximation  was  found  to  be  quite  large  (less  than  10  %  error 
for  tUout  <  7).  Under  this  premise,  tUout  =  Qt/{HnRtraro^),  which  correctly  reduces  to  the  short  time 
approximation  for  circular  intersetions  {mout  =  4t)  when  combined  with  Equation  5  and  Q  =  2roq]. 
Thus,  Q  may  be  directly  estimated  by 


Q  = 


(21) 


to  find  qo  from  Equation  20,  where  yo  is  obtained  from  Equation  18,  if  yj  is  inferred  from  the  visual 
dye  mark.  Knowing  also  the  mass  Me  of  a  contaminant  sorbed,  the  flux  averaged  contaminant 
concentration  in  the  fracture  Cc  =  McHQf)  leading  to 


j  _  9'o^c 

Qt 


(22) 


By  expressing  qolQ  from  Equation  20  and  using  £  =  0  for  a  perpendicular  intersection.  Equation 
22  reduces  to  Equation  14. 
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2,3  ADVANTAGES  AND  LIMITATIONS  OF  THE  TECHNOLOGY 


The  FRPFM  provides  simultaneous  measurement  of  6  data  types  with  regard  to  actively  flowing 
fractures.  (1)  the  presence  of  flowing  fractures,  (2)  the  location  of  active  or  flowing  fractures;  (3) 
active  fracture  orientation  i.e.,  dip  and  azimuth;  (4)  direction  of  groundwater  flow  in  each 
fracture;  (5)  cumulative  magnitude  of  groundwater  flux  in  each  fracture;  and  (6)  cumulative 
magnitude  of  contaminant  flux  in  each  fracture.  Various  technologies  exist  to  measure  (1),  (2) 
and  (3)  above;  however,  the  FRPFM  is  the  only  technology  that  also  measures  (4),  (5)  and  (6). 

Deploying  the  FRPFM  in  a  borehole  and  exposing  it  to  flowing  groundwater  for  duration  t  [T] 
gradually  leaches  visible  dyes  and  tracers  from  the  internal  and  external  sorbent  layers  and 
produces  residual  dye  and  tracer  distributions.  Visual  inspection  of  the  external  layer  impregnated 
with  a  visible  dye  leads  to  estimates  of  5  types  of  information  for  actively  flowing  fractures:  (1) 
locations  along  the  borehole;  (2)  number;  (3)  individual  fracture  orientations  in  terms  of  strike, 
dip,  and  orientation  of  dip  (direction  of  falling  dip,  e.g.,  SW);  (4)  cumulative  groundwater  flux; 
and  (5)  groundwater  flow  direction.  Fracture  characteristics  (1)  through  (3)  can  be  obtained 
through  existing  borehole  imaging  technologies  as  long  as  those  fractures  possess  apertures  >lmm; 
however,  these  commercially  available  technologies  cannot  distinguish  active  from  inactive 
fractures  or  measure  the  magnitude  or  direction  of  fracture  flow.  Further  analytical  analysis  of  the 
FRPFM  internal  sorbent  layer  at  indicated  locations  of  active  fractures  yields:  (1)  additional 
estimates  of  cumulative  groundwater  flux  in  fractures;  and  (2)  cumulative  contaminant  flux  in 
those  fractures.  Thus,  the  in  situ  measurements  of  direction  and  magnitude  of  water  and 
contaminant  fluxes  in  active  fractures  are  innovations  given  by  the  FRPFM  alone. 

As  currently  designed,  the  FRPFM  provides  high  resolution  measurements  over  a  specified 
interrogation  zone  (typically  1  meter).  Due  to  the  high  resolution  nature  of  the  FRPFM 
technology,  its  optimum  application  would  be  for  characterizing  targeted  borehole  depth 
intervals  and  not  for  screening  conditions  over  an  entire  borehole.  FRPFM  prototypes  tested  in 
this  project  were  used  to  interrogate  1  meter  depth  intervals  in  4-inch  and  6-inch  fractured  rock 
wells. 
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3.0  PERFORMANCE  OBJECTIVES 


Performance  objectives  are  a  critical  component  of  any  demonstration  plan,  as  they  provide  the 
basis  for  evaluating  the  performance  and  costs  of  an  innovative  technology.  Meeting  these 
performance  objectives  is  essential  for  successful  demonstration  and  validation  of  the  FRPFM. 

Table  1  lists  the  Performance  Objectives  evaluated  during  field  demonstration  of  the  FRPFM. 
With  regards  to  the  quantitative  performance  objectives,  it  is  understood  that  future  field 
application  of  the  technology  is  contingent  upon  rigorous  statistical  comparison  of  FRPFM 
measures  (e.g.,  solute  and  groundwater  fluxes,  flow  direction,  active  fracture  location  and 
orientation)  to  those  obtained  using  conventional/comparative  technologies.  Thus,  as  part  of  this 
demonstration,  statistics  are  presented  and  comparisons  made  between  FRPFM  measures  for  each 
qualitative  performance  objective  and  those  obtained  by  alternative  fracture  rock  technologies. 

Table  1.  Performance  Objectives. 


Performance  Objective 

Data  Requirements 

Success  Criteria 

Quantitative  Performance  Objectives 

■ 

Detection  of  Flowing 
Fractures 

Measures  from  visible  and  non-visible 
FRPFM  tracers  and  comparative 
technologies 

Detect  presence  of  flowing  fractures 
within  +!-  10% 

2 

Fracture  location  (depth) 

Measures  from  visible  and  non-visible 
FRPFM  tracers  and  comparative 
technologies 

Detect  fracture  location  (depth) 
within  +/-  10% 

3 

Fracture  orientation 

Visible  dye  measures  and  measures 
from  comparative  technology 

Measurement  validation  to  within 
+/- 15% 

D 

Fracture  Flow  Direction 

Visible  dye  measures  and  measures 
from  competing  technology 

Measurement  validation  to  within 

+/-  25%> 

5 

Accuracy  of  water  flux 
measurements 

Measures  from  FRPFM  and 
comparative  technologies 

Measurement  validation  to  within 
+/-  25% 

6 

Accuracy  of  contaminant 
flux  measurements 

Measures  from  FRPFM  and 
comparative  technologies 

Measurement  validation  to  within 

+/-  25%> 

Qualitative  Performance  Objectives 

7 

Ease  of  use 

Operator  acceptance 

Field  technicians  able  to  effectively 
take  measurements 

8 

Acceptability  of  sample 
analysis 

Sample  analysis  evaluated  by  external 
lab 

Environmental  laboratory 
acceptance 

The  FRPFM  provides  measures  of  discrete  fracture  properties  (e.g.,  dip  and  azimuth)  and  flux  only 
at  the  surface  of  the  borehole  and  not  beyond.  That  is,  the  FRPFM  does  not  provide  measures  of 
fracture  properties  and  fluxes  between  boreholes;  however,  estimates  for  these  properties  can  be 
obtained  using  geostatistical  models  and  FRPFM  data  (Acar  et  al,  2013). 

3.1  PERFORMANCE  OBJECTIVE:  DETECTION  OF  FLOWING  FRACTURES 

The  ability  to  identify  active  flowing  fractures  under  closed-hole  conditions  is  a  critical  tool  for 
characterization  of  fractured  rock  wells.  The  effectiveness  of  the  FRPFM  to  identify  active 
fractures  using  visible  and  non-visible  tracers  depends  on  the  magnitude  of  flow  occurring  in  these 
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fractures.  Laboratory  studies  suggest  effective  flow  detection  was  achieved  for  flows  as  low  as  10 
em/d. 


3.1.1.  DATA  REQUIREMENTS 

FRPFM  identification  of  active  flowing  fractures  is  compared  to  active  flow  zones  identified  using 
high  resolution  temperature  profiles  (HRTP)  (Pehme  et  ah,  2010),  a  closed-hole  teehnique 
exeeuted  in  an  impermeable  flexible  liner  (e.g.,  a  FEUTe™).  The  effeetiveness  of  the  FRPFM  to 
identify  aetive  flowing  fraetures  is  based  upon  analysis  of  two  data  eomparisons.  Data  type  lA 
compares  the  identification  of  flowing  fractures  by  HRTP  and  FRPFM  visual  traeers.  While  data 
type  IB  compares  the  identifieation  of  flowing  fraetures  by  HRTP  and  FRPFM  aleohol  traeers. 
Quantitative  eomparison  for  identification  of  flowing  fractures  is  based  upon  the  depth  at  whieh 
flow  is  quantified  by  eaeh  teehnology.  It  should  be  noted  that  quantitative  statistieal  comparisons 
can  only  be  made  for  cases  where  both  teehnologies  identified  aetive  flow.  Due  to  the  higher 
resolution  of  detection  by  FRPFM  visual  tracers  and  aleohol  tracers  within  the  interrogation  zone, 
there  are  instanees  where  FRPFM  indieations  of  flow  did  not  have  matehing  HRTP  identified  flow. 
But,  all  FRPFM  target  zones  are  initially  selected  based  upon  HRTP  sereening  for  flow. 

3.1.2.  SUCCESS  CRITERIA 

Comparative  analyses  were  performed  to  determine  if  FRPFM  measurements  were  statistieally 
different  from  field  measurements  produeed  by  a  eompeting  teehnology  (Bland  and  Altman, 
1986).  This  objeetive  was  considered  met  if  the  FRPFM  was  capable  of  deteeting  the  presence  of 
aetive  flowing  fraetures  within  ±10em  (within  10%  over  1  meter  interrogation  zone). 

3.2  PERFORMANCE  OBJECTIVE:  FRACTURE  LOCATION 

An  important  elarifieation  between  performance  objeetive  1  (deteetion  of  flowing  fractures)  and 
performanee  objeetive  2  (fraeture  location)  is  the  capability  of  the  teehnologies  eompared.  For 
performanee  objective  1,  eaeh  teehnology  eompared  (HRTP  and  FRPFM)  is  eapable  of 
identifying  flowing  fraetures,  and  as  sueh  is  a  measure  of  how  aceurately  each  technology 
identifies  flow.  Whereas,  for  performanee  objeetive  2,  FRPFM  locations  are  compared  to  ATV 
and  OTV  loeations,  whieh  are  aeoustie  and  optieal  measures  of  the  borehole  roek  faee  with  no 
indieation  of  flow.  As  sueh  performanee  objeetive  2  is  a  comparison  of  the  apparent  loeation 
(depth)  of  features  regardless  of  flow.  An  important  distinetion  and  subsequent  benefit  is  that 
comparison  of  these  technologies  allows  for  identifieation  of  whieh  ATV/OTV  features  are 
aetively  flowing  based  upon  FRPFM  measures. 

3.2.1.  DATA  REQUIREMENTS 

The  effeetiveness  of  the  FRPFM  to  loeate  flowing  fraetures  is  based  upon  analysis  of  two  data 
eomparisons.  Data  type  2 A  eompares  the  depth  of  fraetures  identified  by  ATV/OTV  and  FRPFM 
visual  tracers.  While  data  type  2B  eompares  the  depth  of  fractures  identified  by  ATV/OTV  and 
FRPFM  alcohol  tracers.  It  should  be  noted  that  quantitative  statistical  comparisons  could  only  be 
made  for  oases  where  both  teehnologies  identified  fraetures.  Due  to  the  higher  resolution  of 
fracture  deteetion  by  FRPFM  visual  traeers  and  alcohol  tracers  within  the  interrogation  zone,  there 
were  instanees  where  FRPFM-identified  fractures  did  not  have  matehing  ATV/OTV  fractures. 
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3.2.2.  SUCCESS  CRITERIA 


Comparative  analyses  were  performed  to  determine  if  FRPEM  measurements  were  statistieally 
different  from  field  measurements  produeed  by  ATV/OTV  (Bland  and  Altman,  1986).  The 
objeetive  was  eonsidered  met  when  eompared  to  ATV/OTV  if  the  FRPEM  was  eapable  of 
deteeting  the  loeation  of  fraetures  within  ±10om  (within  10%  over  1  meter). 

3.3  PERFORMANCE  OBJECTIVE:  FRACTURE  ORIENTATION 

Evaluation  of  performance  objective  3  is  based  upon  comparison  of  fracture  orientation 
determined  from  ATV/OTV  logs  and  FRPEM  visual  tracers.  Two  components  of  fracture 
orientation  (azimuth  and  dip)  are  quantitatively  compared. 

3.3.1.  DATA  REQUIREMENTS 

Data  requirements  include  direct  measures  of  fracture  orientations  using  open-hole  optical 
borehole  imaging  tools  ATV/OTV  (Wilson  et  al.  2001)  and  direct  measures  of  flowing  fracture 
orientations  using  visible  tracer  from  reactive  FRPEM  fabrics.  Quantitative  comparison  for 
fracture  orientation  is  based  upon  the  apparent  shape  of  features  identified  by  each  technology.  It 
should  be  noted  that  quantitative  comparisons  can  only  be  made  for  cases  where  both  technologies 
identified  fractures.  Due  to  the  higher  resolution  of  FRPEM  visual  tracers  within  the  interrogation 
zone,  there  were  multiple  instances  where  the  FRPEM  identified  flowing  fractures  that  did  not 
have  matching  ATV/OTV  fractures. 

3.3.2.  SUCCESS  CRITERIA 

Comparative  analyses  were  performed  to  determine  if  FRPEM  measurements  were  statistically 
different  from  field  measurements  produced  by  ATV/OTV  (Bland  and  Altman,  1986).  The 
objective  was  considered  met  if  FRPEM  measured  fracture  orientations  were  within  15%  of 
corresponding  measures  obtained  from  ATV/OTV. 

3.4  PERFORMANCE  OBJECTIVE:  FRACTURE  FLOW  DIRECTION 

Evaluation  of  performance  objective  4  is  based  upon  comparison  of  flow  direction  estimated  by 
TVP  (Pehme  et  ah,  2014)  and  FRPEM  visual  tracers.  All  flow  direction  comparisons  are  based 
upon  reference  to  true  north.  It  is  important  to  note  that  for  fractured  rock  systems  the  hydraulic 
gradients  and  corresponding  flow  directions  are  both  spatially  and  temporally  variable,  which 
makes  high  resolution  measurement  of  flow  direction  considerably  challenging.  It  follows  that 
the  quantitative  comparison  of  flow  direction  estimates  is  strongly  influenced  by  the  relative 
location  and  time  of  observation.  The  only  way  to  guarantee  a  truly  consistent  comparison 
between  two  alternate  technologies  is  for  the  observations  to  be  made  at  the  exact  same  location 
and  time,  which  is  typically  not  possible  within  a  borehole. 

3.4.1.  DATA  REQUIREMENTS 

Data  requirements  include  measures  of  flow  direction  using  TVP  (Pehme,  et  al  2014)  and  measures 
of  flow  direction  indicated  by  visible  tracers  on  FRPEM  fabric.  Pehme  et  al.  (2014)  addresses  the 
spatial  and  temporal  variation  of  flow  measurements  using  TVP.  FRPEM  high  resolution 
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directional  measures  are  based  upon  visual  indication  of  discrete  fracture  flows  within  the  FRPFM 
1 -meter  interrogation  zone,  and  as  such  will  experience  at  least  as  much  if  not  more  spatial 
variation  in  flow  direction  when  compared  to  TVP. 

3.4.2.  SUCCESS  CRITERIA 

Comparative  analyses  were  performed  to  determine  if  ERPEM  measurements  were  statistically 
different  from  field  measurements  produced  by  TVP  (Bland  and  Altman,  1986).  The  objective 
was  considered  met  if  ERPEM  measured  flow  direction  within  25%  of  corresponding  measures 
obtained  from  TVP. 

3.5  PERFORMANCE  OBJECTIVE:  ACCURACY  OF  WATER  FLUX 
MEASUREMENTS 

Evaluation  of  performance  objective  5  is  based  upon  two  data  comparisons.  Data  type  5 A 
compares  water  flux  values  from  BHD  to  those  determined  from  ERPEM  visual  tracers.  While 
data  type  5B  compares  water  flux  values  from  BHD  to  those  determined  from  ERPEM  alcohol 
tracers. 

3.5.1.  DATA  REQUIREMENTS 

ERPEM  measures  of  water  and  contaminant  fluxes  were  compared  to  measured/calculated  fluxes 
from  borehole  dilution  (BHD)  tests  performed  over  the  same  1 -meter  interrogation  zone. 

3.5.2.  SUCCESS  CRITERIA 

Comparative  analyses  were  performed  to  determine  if  ERPEM  measurements  were  statistically 
different  from  field  measurements  produced  by  BHD  (Bland  and  Altman,  1 986).  The  performance 
objective  was  considered  met  if  ERPEM  measurements  were  within  25%  of  measures  obtained 
from  BHD. 

3.6  PERFORMANCE  OBJECTIVE:  ACCURACY  OF  CONTAMINANT  FLUX 
MEASUREMENTS 

Evaluation  of  performance  objective  6  is  based  upon  two  data  comparisons.  Data  type  6 A 
compares  contaminant  flux  values  from  BHD  to  those  determined  from  FRPEM.  While  data  type 
6B  compares  contaminant  flux  average  concentrations  from  BHD  to  those  determined  from 
ERPEM. 

3.6.1.  DATA  REQUIREMENTS 

ERPEM  measures  of  water  and  contaminant  fluxes  were  compared  to  measured/calculated  fluxes 
gathered  from  borehole  dilution  (BHD)  tests. 

3.6.2.  SUCCESS  CRITERIA 

Comparative  analyses  were  performed  to  determine  if  ERPEM  measurements  were  statistically 
different  from  field  measurements  produced  by  BHD  (Bland  and  Altman,  1986).  The  performance 
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objective  was  considered  met  if  FRPFM  measurements  were  within  25%  of  measures  obtained 
from  BHD. 


3.7  PERFORMANCE  OBJECTIVE:  EASE  OF  USE 

Qualitative  approaches  were  used  to  characterize  the  FRPFM  technology  in  term  of  ‘ease  of  use’. 

3.7.1.  DATA  REQUIREMENTS 

Data  evaluated  measured  operator’s  acceptance  of  the  technology.  Data  requirements  include 
comments  on  the  ‘ease  of  use’  and  ‘required  level  of  training’  in  the  context  of  competing 
technologies.  General  assessments  were  made  concerning  the  quality  and  resolution  of  data 
generated.  System  reliability  were  evaluated  (e.g.,  number  of  deployments  that  fail).  Advantages 
and  disadvantages  of  the  FRPFM  were  reported  for  consideration  by  the  potential  users  of  the 
technology. 

3.7.2.  SUCCESS  CRITERIA 

The  objectives  was  considered  met  if  Field  technicians  were  able  to  effectively  take  measurements 
given  a  reasonable  level  of  training. 

3.8  PERFORMANCE  OBJECTIVE:  ACCEPTABILITY  OF  SAMPLE  ANALYSIS 

Qualitative  approaches  were  used  to  characterize  the  FRPFM  technology  in  terms  of ‘acceptability 
of  sample  analysis’. 

3.8.1.  DATA  REQUIREMENTS 

Data  requirements  included  sample  analysis  evaluated  by  an  external  lab 

3.8.2.  SUCCESS  CRITERIA 

The  objectives  were  considered  met  if  samples  received  environmental  laboratory  acceptance. 
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4.0  SITE  DESCRIPTION 


Over  the  duration  of  this  project  a  total  of  18  FRPFM  deployments  were  performed  at  two  sites: 
the  Guelph  Tool  Site  (GTS)  in  Ontario,  Canada  and  the  former  Naval  Air  Warfare  Center  (NAWC) 
in  West  Trenton,  New  Jersey  both  sites  had  previously  existing  networks  of  well  characterized 
fractured  frock  wells. 

4.1  GUELPH  TOOL  SITE  (GTS) 

4.1.1  GTS:  SITE  LOCATION  AND  HISTORY 

Guelph  Tool  Inc.  is  an  automotive  parts  manufacturing  company  in  the  City  of  Guelph.  Since 
1986,  Guelph  Tool  Inc.  has  owned  the  GTS  or  the  land  overlying  the  known  and  expected  TCE 
contamination  in  the  underlying  dolostone  aquifer.  The  GTS  is  situated  near  two  municipal  water- 
supply  wells  owned  by  the  City  of  Guelph  (population  110,000).  These  two  wells  have  not 
operated  since  TCE  contamination  was  found  in  them  and  the  dolostone  aquifer  over  a  decade  ago. 

The  criteria  and  requirements  used  in  selecting  the  Guelph  Tool  Inc.  site  (GTS)  were  the  following: 

a.  It  has  an  excellent  existing  infrastructure  to  support  the  demonstration, 

b.  The  site  is  well-characterized, 

c.  The  site  has  several  well-characterized  shallow  boreholes  in  fracture  rock  of  high 
bulk  conductivity, 

d.  Rock  fractures  range  from  medium  (<1  mm)  to  large  apertures  (>1  mm), 

e.  The  site  has  chlorinated  solvent  contamination,  and 

f.  The  site  has  natural-gradient  flow  conditions. 

The  GTS  is  located  '-I  mile  from  the  G360  Centre  for  Applied  Groundwater  Research  at  the 
University  of  Guelph  in  Guelph,  Ontario.  Dr.  Parker  (one  of  project  Pi’s)  is  the  director  of  G360. 
G360’s  proximity  to  the  GTS  ensured  that  sufficient  infrastructure  existed  to  support  the 
demonstration  of  the  fractured  rock  passive  fluxmeter  (FRPFM).  Guelph  Tool  Inc.  owns  nearly 
all  of  the  land  overlying  the  known  and  expected  contamination.  Dr.  Parker  initiated  research  at 
GTS  in  2004  with  the  approval  of  the  Ontario  Ministry  of  the  Environment  and  the  City  of  Guelph 
and  the  support  of  Guelph  Tool  Inc.  to  drill  multiple  wells. 

Multiple  rock  wells  have  been  drilled  in  the  fractured  dolostone  underlying  the  site.  The  depth  of 
the  boreholes  is  quite  shallow  because  the  water  table  and  potentiometric  surfaces  are  close  to 
ground  surface  (<8m);  these  conditions  served  to  maximize  the  likelihood  of  a  successful  ERPEM 
demonstration.  Several  wells  had  been  visually  and  hydraulically  characterized  at  1.5  m  depth 
intervals.  The  bulk  hydraulic  conductivity  of  the  dolostone  is  high.  The  contaminant  of  concern 
is  TCE  which  currently  migrates  under  natural  gradient  conditions  (i.e.,  no  pumping).  The 
demonstration  efforts  at  GTS  generated  the  first  direct  field  measures  of  both  water  and  TCE  fluxes 
in  fracture  rock  under  ambient  conditions. 

The  GTS  provided  challenges  for  measuring  low  fluxes  in  fractures  which  are  visually 
undetectable  (apertures  <lmm)  to  large  (aperture  >1  mm).  The  site’s  proximity  to  G360  and  on¬ 
site  infrastructure  enabled  the  research  team  to  demonstrate  detailed  characterization  of  fracture 
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flux  variations  in  multiple  well-characterized  boreholes.  In  addition,  Dr.  Parker’s  group  performed 
high  resolution  temperature  profiling  which  enabled  the  team  to  demonstrate  that  the  FRPFM 
detects  flow  in  fractures  that  are  not  detectable  using  optical  or  acoustic  techniques. 

4.1.2  GTS:  SITE  GEOLOGY/HYDROLOGY 

4.1.2.1  GTS:  SUREICIAE  GEOEOGY 

The  GTS  is  located  within  the  physiographic  region  defined  as  the  Guelph  Drumlin  Eield.  It 
comprises  an  area  of  approximately  829  square  kilometres,  and  is  centered  around  the  City  of 
Guelph.  The  overburden  in  the  area  consists  predominantly  of  till  which  is  regionally  on  the  order 
of  10  m  thick.  However,  data  collected  within  the  GTS  indicates  that  the  overburden  thickness  is 
as  little  as  5  m  in  some  places. 

4. 1.2.2  GTS:  BEDROCK 

The  bedrock  in  the  Guelph  area  corresponds  to  Paleozoic  sedimentary  rocks  of  Middle  Silurian 
age.  In  the  vicinity  of  the  GTS,  these  are  the  dolostones  of  the  Guelph  Formation  which  are 
underlain  by  dolostones  of  the  Amabel  Formation  (see  Figure  1 1  for  the  stratigraphy  underlying 
the  GTS). 

Typically,  the  Guelph  Formation  consists  of  buff  brown,  fine  and  medium  crystalline  dolostone 
which  emits  a  distinct  petroliferous  odour  when  broken.  The  upper  part  of  the  strata  is  weathered 
and  brownish,  and  forms  beds  from  5  cm  to  more  than  1.2  m  thick.  The  Guelph  Formation  was 
deposited  under  sub  tidal  and  biothermal  conditions.  The  thickness  of  the  Guelph  Formation  is 
approximately  30  m. 

The  Amabel  Formation  shows  considerable  variation,  and  is  subdivided  into  numerous  members 
which  are  not  always  present.  Generally,  the  Amabel  Formation  is  a  thick  succession  of 
fossiliferous  dolomite,  commonly  light  grey,  bluish  grey  and  buff,  fine  to  coarsely  crystalline,  in 
places  porous,  and  deposited  in  beds  from  0.6  to  1.2  m  thick.  The  thickness  of  the  Amabel 
Formation  is  approximately  60  m  at  GTS.  In  the  vicinity  of  GTS,  the  combined  thickness  of  the 
Guelph  and  Amabel  Formations  is  approximately  90  m. 
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Figure  1 1 .  Stratigraphy  underlying  the  Guelph  Tool  Site. 


The  regional  fracture  pattern  of  the  sedimentary  rock  in  the  Guelph  area  is  relatively  unknown; 
however,  major  rivers,  creeks,  and  one  buried  bedrock  channel  are  all  aligned  northeast  to 
southwest.  In  addition,  segments  of  major  river  channels  run  in  north  to  south  directions.  The 
above  noted  observations  would  indicate  that  the  major  trends  in  vertical  to  subvertical  fracturing 
are  either  aligned  northeast  to  southwest,  or  north  to  south. 


4. 1.2.3  GTS:  HYDROLOGY 


The  four  principal  hydro  stratigraphic  units  that  have  been  interpreted  at  the  GTS  include: 

1 .  Overburden  Aquifer  -  generally  consists  of  sand  and  gravel  deposits  of  limited  extent, 
suitable  only  for  domestic  purposes. 

2.  Overburden  Aquitard  -  areally  and  vertically  extensive  silty  till  deposits  which  separate  the 
overburden  aquifer  (where  it  exists)  from  the  bedrock  aquifer. 

3 .  Bedrock  Aquifer  -  consists  of  the  dolostone  bedrock  of  the  Guelph  and  Amabel  Formations 
(traditionally  referred  to  as  the  Guelph  Amabel  Aquifer). 

4.  Bedrock  Aquitard  -  the  Reynales  Formation  of  the  Clinton  Group  underlies  the  Amabel 
Formation  and  is  considered  to  regionally  function  as  an  aquitard  based  on  the  presence  of 
shale  interbeds  within  the  unit. 
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The  focus  of  the  following  discussion  is  on  the  Guelph  Amabel  (Bedrock)  aquifer,  as  it  is  the 
principal  aquifer  in  the  area. 


4.1.2.4  GTS:  GROUNDWATER  FLOW 

Flow  within  the  bedrock  is  expected  to  be  predominantly  to  the  south  and  east,  based  on  limited 
water  level  data.  The  permeability  of  the  Guelph  Amabel  aquifer  is  due  primarily  to  the  chemical 
dissolution  of  dolostone  along  fractures  and  bedding  planes.  The  permeability  is  variable  due  to 
the  large  differences  in  opening  sizes  and  patterns  caused  by  fracturing.  Due  to  weathering 
processes,  the  upper  5  m  of  the  aquifer  is  generally  the  most  permeable. 

Regional  groundwater  discharge  zones  include  surface  water  bodies  such  as  the  Eramosa  and 
Speed  Rivers.  City  of  Guelph  municipal  wells  tend  to  be  located  in  discharge  areas.  Recharge 
zones  tend  to  be  areas  located  on  topographic  highs  that  have  relatively  thin  overburden  layers.  A 
major  regional  recharge  zone  is  the  Arkell  Springs  Grounds,  located  approximated  10  km  southeast 
of  the  GTS.  The  GTS  is  not  located  within  any  major  regional  discharge  or  recharge  zones. 

4.1 .3  GTS:  CONTAMINANT  DISTRIBUTION 

The  contamination  at  the  GTS  occurs  in  a  small  area  and  at  shallow  depths  and  offers  opportunities 
for  examining  the  internal  source  zone  and  plume  characteristics  in  great  detail.  Transects  defining 
the  general  boundaries  of  the  source  zone  and  plume  are  illustrated  in  Figure  12. 
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Figure  12.  Transects  defining  the  general  boundaries  of  the  source  zone  and  plume. 
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4.2  NAVAL  AIR  WARFARE  CENTER  (NAWC) 

4.2. 1  NAWC:  SITE  LOCATION  AND  HISTORY 

NAWC  is  a  60  acre  facility  located  in  West  Trenton,  NJ.  The  NAWC  served  as  a  Naval  testing 
facility  for  aircraft  jet  engines  from  the  1950’s  to  1994.  During  its  operation,  TCE  was  used  for  its 
properties  of  heat  exchange  in  testing  aircraft  engines  under  various  conditions  of  temperature  and 
pressure.  The  handling  and  disposal  of  TCE  at  the  site  resulted  in  two  source  areas  of  TCE 
contamination;  identified  as  Site  1  and  Site  3.  Site  1  was  the  area  where  TCE  was  stored  and 
handled,  and  where  TCE  was  spilled  or  leaked  onto  the  ground.  Site  1  was  also  the  location  of  a 
network  of  above-ground  TCE  pipelines  and  waste  lines  that  lead  to  the  barometric  well;  and  the 
West  Ditch  where  TCE-laden  wastewater  was  disposed.  Site  3  consists  of  a  former  wastewater 
lagoon,  which  was  a  sludge  disposal  area  and  received  waste  water  containing  dissolved  TCE 
(Shapiro,  2008). 

In  1994,  the  Navy  moved  the  testing  of  aircraft  engines  from  the  NAWC  to  other  facilities  and 
started  the  process  of  decommissioning  the  site.  The  site  was  officially  closed  in  1998  and  has 
been  subsequently  transferred  for  private  development.  In  the  vicinity  of  Site  1,  the  soil  was 
excavated  to  remove  residual  TCE  and  the  area  was  graded  with  fine  gravel.  Monitoring  wells  in 
the  underlying  bedrock  showed  the  presence  of  high  concentrations  of  dissolved  TCE. 

Pumping  from  bedrock  wells  has  been  ongoing  at  the  site  since  1995  to  remove  and  treat 
contaminated  groundwater  and  limit  the  migration  of  TCE  and  degradation  products.  Currently 
there  are  8  pumping  wells.  Not  all  of  these  wells  are  operated  simultaneously,  and  in  general,  the 
combined  pumping  rate  of  the  wells  ranges  from  39  to  56  gallons  per  minute  (gpm)  [Shapiro, 
2008]. 

Currently,  the  site  and  its  buildings  are  vacant  awaiting  decisions  on  redevelopment  by  the  owner. 
The  current  owner  has  performed  limited  demolition  of  the  existing  buildings;  however,  the  Navy 
retains  the  responsibility  for  the  environmental  cleanup  of  the  site,  including  the  right  of  access  for 
the  operations  associated  with  monitoring  and  remediation. 

The  NAWC  site  has  been  the  focus  of  several  studies  including  the  current  SERDP  project  ER1555 
(Shapiro,  2008).  The  focus  of  this  study  is  to  compare  the  effectiveness  of  pump-and-treat,  natural 
attenuation,  and  enhanced  biodegradation  as  competitive  remediation  solutions  to  chlorinated 
ethene-contaminated  fractured  rock. 

The  criteria  and  requirements  used  in  selecting  Eormer  Naval  Air  Warfare  Center  (NAWC)  site 
were  the  following: 

a.  The  site  has  an  excellent  existing  infrastructure  to  support  the  demonstration, 

b.  The  site  is  well-characterized, 

c.  There  are  several  well-characterized  shallow  boreholes  in  fracture  rock  of  very  low  to  high 
bulk  conductivity, 

d.  Rock  fractures  range  from  nonexistent  to  large  apertures  (>1  mm), 

e.  There  exists  fractured  rock  data  on  fracture  frequency  and  fracture  length  distributions 
gathered  from  an  exposed  outcrop, 

f.  The  site  has  ongoing  SERDP  supported  activities  that  can  be  leveraged. 


Demonstration  and  Validation  of  a 
Fractured  Rock  Passive  flux  Meter  (FRPFM) 


30 


September  2014 


g.  The  site  has  ehlorinated  solvent  eontamination,  and 

h.  The  site  has  indueed-gradient  flow  eonditions. 

The  NAWC  site  provided  the  ehallenges  of  demonstrating  the  FRPFM  in  fraetured  bedded 
mudstones  under  indueed  hydraulie  eonditions  (active  pumping).  All  tests  were  performed  in  well 
68BR  where  there  are  multiple  zones  of  TCE  and  DCE  transport.  Some  zones  are  dominated  by 
high  convective  flows  while  deeper  zones  experience  lower  flows.  All  FRPFM  tests  were 
conducted  over  zones  previously  tested  by  the  EISGS  using  competing  technologies.  The  on-site 
infrastructure  and  the  activities  of  project  ER1555  were  leveraged  to  provide  support  for  FRPFM 
demonstration.  The  existence  of  the  ongoing  site  activity  maximized  the  likelihood  of  a  successful 
demonstration. 

4.2.2  NAWC:  SITE  GEOEOGY/HYDROEOGY 

The  NAWC  site  (Eigure  13)  lies  on  the  bedded,  fractured  sedimentary  rocks  of  the  Newark  Basin. 
Soil  and  weathered  rock  cover  the  site  to  a  depth  of  approximately  15  ft.  The  water  table  varies 
from  5  to  15  feet  below  land  surface  over  the  site.  The  underlying  competent  rocks  are  primarily 
mudstones  and  sandstones  of  the  Eockatong  and  Stockton  Eormations.  The  formations  generally 
dip  from  20  to  50  degrees  toward  the  NNW,  and  are  separated  from  each  other  by  a  near-vertical 
fault  zone  (Shapiro,  2008). 

Based  on  data  gathered  from  approximately  100  wells  in  the  soil,  weathered  rock,  and  the 
underlying  competent  bedrock  at  the  NAWC  site,  the  underlying  rocks  north  of  the  fault  are  within 
the  Eockatong  Eormation,  which  is  composed  of  four  facies  -  a  basal  red  massive  mudstone,  a 
black  carbon-rich  mudstone,  a  laminated  dark-gray  mudstone,  and  an  upper  massive  light-gray  to 
red  mudstone. 

Of  the  four  facies,  the  carbon-rich  mudstones  are  fissile  and  extensively  fractured,  and  provide 
permeable  pathways  for  the  movement  of  groundwater  and  contaminants.  Laminated  dark-gray 
mudstones  are  less  prone  to  fracturing  than  the  black  carbon-rich  mudstones,  but  still  can  form 
water-bearing  zones  in  the  shallow  bedrock.  Light  gray  to  red  mudstones  typically  behave  as  semi- 
conlining  units.  Stratabound,  subvertical  fractures  are  observed  in  the  rock,  and  are  likely  to 
transmit  fluid  and  solutes,  but  are  much  less  permeable  than  the  fractures  parallel  to  bedding 
(Shapiro,  2008). 

4.2.3  NAWC:  CONTAMINANT  DISTRIBUTION 

Concentrations  of  TCE,  DCE,  and  VC  have  been  detected  to  depths  of  approximately  200  ft. 
Because  DCE  and  VC  were  not  independently  used  at  the  NAWC,  the  presence  of  DCE  and  VC 
implies  the  presence  of  microbial  degradation  of  TCE  to  its  daughter  products.  Coring  in  the 
bedrock  during  the  first  year  of  activities  under  SERDP  project  ER-1555  detected  the  presence  of 
free-phase  TCE  and  groundwater  at  concentrations  as  high  as  about  100,000  pg  /L.  Samples  from 
rock  cores  collected  showed  that  the  upper  part  of  the  bedrock  (approximately  the  top  10  meters 
of  bedrock)  has  uniform,  high  concentrations  of  TCE  in  the  pore  fluid  of  the  rock  matrix.  At  greater 
depths  in  bedrock,  however,  TCE  concentrations  in  the  pore  fluid  of  the  rock  matrix  are  highest 
near  the  bedding  plane  parting  fractures.  Due  to  the  high  concentrations  of  TCE  in  fractures, 
dissolved-phase  TCE,  DCE,  and  VC  have  diffused  from  fractures  into  the  primary  porosity  of  the 
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sedimentary  rock.  Because  the  permeability  of  the  intact  rock  is  many  orders  of  magnitude  less 
than  the  permeability  of  the  fractures,  groundwater  in  the  primary  porosity  of  the  rock  is  not  readily 
accessible  to  groundwater  flow,  and  diffusion  is  the  primary  process  controlling  the  migration  of 
TCE  from  the  intact  rock  back  into  the  permeable  fractures.  The  back-diffusion  is  believed  to  be 
responsible  for  the  persistently  high  concentrations  of  TCE,  DCE,  and  VC  detected  at  the  pumping 
wells  at  the  NAWC.  Interpreted  concentration  contours  define  the  general  boundaries  of  source 
zones  and  plumes  are  illustrated  in  Figure  14  (Shapiro,  2008). 

One  of  the  most  highly  characterized  wells  at  NAWC  is  monitoring  well  68BR.  Figure  15 
summarizes  the  vertical  distribution  of  TCE  concentrations  as  reported  by  Shapiro,  2008. 


Figure  13.  (a)  Location  of  the  former  Naval  Air  Warfare  Center  (NAWC)  site  in  West  Trenton, 
NJ.  (b)  Plan  view  of  NAWC  site  showing  locations  of  pumping  and  monitoring  wells.  (Tiedeman 
et  al,  2010). 
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Figure  14.  The  loeation  of  Site  1  and  Site  3  TCE  plumes  interpreted  at  a  depth  of  100  feet  below 
land  surface  at  the  Naval  Air  Warfare  Center,  West  Trenton,  NJ  in  May  2004  (Shapiro,  2008). 
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Figure  15.  TCE  concentrations  in  NAWC  well  68BR. 

Bulk  concentration  of  TCE  from  samples  of  rock  core  taken  from  monitoring  well  68BR  as  a 
function  of  depth  are  shown  in  comparison  to  the  concentrations  of  TCE  from  water  samples 
collected  from  the  6  monitoring  intervals  in  68BR  (A,  B,  C,  D,  E,  E).  (Shapiro,  2008). 
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5.0  TEST  DESIGN 


5.1  CONCEPTUAL  EXPERIMENTAL  DESIGN 

In  this  demonstration  the  FRPFM  was  tested  under  ambient  and  induced  flow  conditions  in  well- 
characterized  boreholes  in  both  fractured  mudstone  and  dolostone.  Repeated  flux  measurements 
were  taken  over  regular  depth  intervals  for  comparison  to  competing  technologies.  Borehole 
dilution  (BHD)  tests  were  conducted  over  the  same  depth  intervals  for  validation  of  flux 
measurements.  To  know  in  advance  at  what  depth  intervals  to  conduct  FRPFM  testing,  selected 
boreholes  were  characterized  based  upon  the  extent  to  which  data  existed  on; 

1)  location  and  orientation  of  visible  fractures; 

2)  location  of  flowing  fractures  under  ambient  conditions;  and, 

3)  fractured  rock  transmissivity  at  a  regular  0.3  to  1 .5m  depth  interval. 

Thus,  the  experimental  design  involved  testing  the  FRPFM  performance  over  multiple  1.0  m 
intervals  using  existing  characterization  data  to  guide  testing  and  in  addition  generate  new  data 
from  the  use  of  competitive  technologies.  Given  the  estimated  locations  of  flowing  fractures  from 
high  resolution  temperature  profiling,  it  was  feasible  to  directly  assess  FRPFM  performance  under 
ambient  conditions  with  respect  to: 

1)  Detecting  the  location  of  flowing  fractures  using  visible  tracers  (compared  to  detection 
by  high  resolution  temperature  profiling); 

2)  Measuring  active  fracture  orientation  using  visible  tracers  (compared  to  optical 
detection  methods); 

3)  Measuring  water  flux  at  discrete  intervals  (compared  to  borehole  dilution  tests); 

4)  Measuring  TCE  and  DCE  fluxes  at  discrete  intervals  (compared  to  calculated  fluxes 
from  TCE  and  DCE  concentrations  and  measured  water  flux  by  borehole  dilution  tests); 
and, 

5)  Measuring  active  fracture  flow  direction  as  indicated  by  the  elution  of  a  visible  tracer 
at  locations  of  active  fractures  (compared  to  high  resolution  temperature  profiling 
measurements). 

The  fundamental  virtue  of  this  basic  field  demonstration  design  was  the  repetitive  testing  of  the 
FRPEM  against  competing  technologies  in  one  or  more  well-characterized  boreholes  in  a  fractured 
mudstone  and  dolostone,  thus  producing  data  that  can  be  subjected  to  rigorous  statistical  analysis. 

5.2  BASELINE  CHARACTERIZATION 

It  is  prudent  to  anticipate  that  the  ERPFM  will  typically  be  deployed  in  deep  fractured  rock  wells 
or  in  deep  wells  screened  in  fractured  rock  or  unconsolidated  materials.  To  achieve  cost- 
efficiencies  in  characterizing  rock  wells,  ERPFM  deployments  will  likely  follow  after  other 
characterization  tools  [e.g.,  high  resolution  temperature  logging  (Pehme  et  al.  2007),  contaminant 
profiling  (Sterling  et  ah,  2005),  hydrophysical  logging  (Wilson  et  al.  2001),  K-profiling  or 
hydraulic  conductivity  profiling  using  a  FEUTctm  (Keller  et  al.,  2007),  etc.]  have  been  used  to 
locate  contaminated  fractures  and/or  fractures  believed  to  conduct  flows  under  closed-hole 
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conditions.  Thus,  if  the  FRPFM  demonstration  were  being  eondueted  on  a  new  borehole,  baseline 
eharaeterization  would  inelude  the  following: 

1)  Measuring  groundwater  levels; 

2)  Measuring  contaminant  concentrations; 

3)  Condueting  high  resolution  temperature  logging  in  a  FLUTeTM  (elosed  hole  eonditions) 
to  deteet  loeations  of  flow  fraetures; 

4)  Condueting  a  down  hole  optieal  survey  of  visible  fractures; 

5)  Analyzing  rock  cores  for  fractures  or  zones  of  eontamination;  and  possibly, 

6)  Condueting  targeted  straddle  packer  tests  Fraeture  hydraulic  conductivity  or  hydraulic 
conductivity  profding  using  a  FLUTeTM  (Keller  et  ah,  2007). 

Beeause  baseline  eharaeterization  aetivities  3-6  were  previously  eompleted  at  both  the  Guelph 
Tool  and  NAWC  sites  in  multiple  wells,  measurement  of  water  levels  and  contaminant 
concentrations  were  the  two  eharaeterizations  that  were  neeessary  prior  to  and  during  FRPFM  field 
testing. 

5.2.1.  GROUNDWATER  LEVEL  MEASUREMENTS 

In  this  demonstration  the  FRPEM  was  tested  under  natural  gradient  and  pumping  eonditions  in 
multiple  well-eharaeterized  boreholes  in  fraetured  dolostone  and  mudstone.  Groundwater  levels 
were  measured  in  eaeh  test  borehole  and  in  three  to  four  nearby  wells  before  and  after  testing  the 
ERPEM.  The  intent  was  to  monitor  for  potential  ehanges  in  head  gradients  produeed  by  transient 
hydrologie  conditions  (e.g.,  rainfall  events  and  pumping). 

5.2.2.  CONTAMINANT  CONCENTRATION  MEASUREMENTS 

Multiple  groundwater  samples  were  eollected  from  eaeh  test  well  for  analysis  of  TCE  and  DCE 
eoneentrations.  These  samples  were  colleeted  immediately  before  FRPEM  testing  began.  The 
intent  was  to  assess  ambient  depth-average  TCE  and  DCE  concentrations  under  open-hole 
eonditions  and  over  isolated  depth  intervals. 

5.2.3.  DISPOSAL  OE  INVESTIGATION-DERIVED  WASTE  (IDW) 

It  is  estimated  that  the  demonstration  produced  7  kg  of  IDW;  4  kg  of  spent  aetivated  earbon  felt 
waste,  1  kg  of  spent  eotton  soeks,  and  2  kg  of  plastic  mesh.  The  University  of 
Guelph/Elorida/USGS  disposed  of  all  waste. 

5.3  LABORATORY  STUDY  RESULTS 

This  seetion  provides  a  detailed  deseription  of  laboratory  testing  that  was  eondueted  in  order  to 
address  the  performanee  objeetives  outlined  in  Seetion  3.0.  The  intent  of  this  phase  of  work  was 
to  seleet  1)  resident  traeers  and  sorbent  appropriate  for  the  target  contaminants  and  fracture  flow 
eonditions,  2)  an  appropriate  visual  tracer  (dye)  and  fabric  for  visual  indication  of  flowing 
fractures;  and  3)  to  perform  initial  prototype  design  and  deployment  testing  to  prepare  for  field- 
scale  testing. 
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5.3.1  LABORATORY  EXPERIMENTAL  PLAN 


The  laboratory  experimental  plan  consisted  of  three  distinct  stages  of  work: 

1 .  Component  testing  and  selection  (sorbents  and  tracers) 

2.  Prototype  testing  (fracture  flow  simulator  and  aquifer  box) 

3.  Full-scale  installation  and  deployment  testing  (mock  borehole) 

Each  stage  of  lab  work  had  multiple  tasks,  and  portions  of  each  stage  were  performed  in  parallel 
to  determine  the  best  individual  device  components  for  specific  purposes  (i.e..  the  best 
combination  of  dyes  and  fabric  to  provide  visual  indication  of  flowing  fracture,  and  the  best 
combination  of  sorbents  and  resident  tracers  for  measuring  water  flow/flux  within  fractures).  Once 
tested,  the  individual  components  were  assembled  for  prototype  testing  using  two  different 
physical  flow  simulators  (fracture  flow  simulator  and  large  three-dimensional  aquifer  box).  The 
flow  tests  were  used  to  evaluate  FRPFM  performance  under  controlled  flow  conditions,  and  to 
compare  results  from  competing  open-  and  closed-hole  technologies.  A  third  and  final  stage  of 
lab  testing  was  performed  in  a  full-scale  mock  borehole  (4-mch  diameter  PVC  casing  36  feet  deep) 
to  simulate  field  deployment  conditions  in  order  to  assess  field-scale  installation  issues  and 
develop  optimal  installation  procedures  in  preparation  for  field  tests.  Between  each  stage  of  testing 
the  FRPFM  prototype  was  modified  and  scaled-up  to  prepare  for  field  testing. 

5. 3. 1.1  COMPONENT  TESTING  AND  SEEECTION 

The  objective  of  this  task  was  to  identify  a  range  of  sorptive  media  and  tracers  to  be  used  both 
independently  or  in  combination  to  1)  provide  a  visual  indication  of  the  presence  of  flowing 
fractures  (including  direction  and  orientation)  and  2)  measure  target  surrogate  contaminant  and 
water  flux  within  the  flowing  fractures.  Multiple  conceptual  models  for  ERPEM  were  initially 
considered  in  order  to  provide  the  capability  of  visualizing  flowing  fractures  while 
simultaneously  allowing  for  the  measurement  of  water  and  surrogate  contaminant  mass  flux 
within  the  fractures.  Ideally,  the  system  would  be  constructed  of  one  sorbent  that  allows  for  use 
of  visual  tracers  (fracture  flow  visualization),  resident  alcohol  tracers  (water  flux),  and  sorption 
of  target  contaminants  (contaminant  flux).  But,  research  and  testing  of  currently  existing  sorbent 
materials  indicated  that  the  ideal  sorbent  was  not  readily  available  (i.e.  sorbents  that  provided 
good  visual  indication  did  not  perform  well  with  resident  tracers  and  target  contaminants  -  and 
sorbents  that  performed  well  with  resident  tracers  and  target  contaminants  did  not  provide  good 
visual  indication  of  flow).  Without  an  ideal  one  sorbent  system,  the  most  appropriate  conceptual 
model  was  to  construct  the  device  using  a  two  layer  design.  The  outer  layer  (or  sock)  is  made 
from  an  elastic  fabric  which  is  used  to  provide  a  visual  indication  of  flow  through  the  device,  and 
the  inner  layer  is  composed  of  a  sorbent  material  that  readily  sorbs  and  elutes  resident  tracers 
while  capturing  target  contaminants  (Eigure  3). 

Batch  sorption  tests  were  performed  in  parallel  for  both  tracer/sorbent  systems  (visual  tracers  and 
resident  alcohol  tracers).  Visual  tracer  performance  was  evaluated  qualitatively  by  visual 
inspection  (under  both  visible  and  UV  light),  while  resident  tracer  performance  was  evaluated 
quantitatively  by  chemical  analysis.  Evaluation  of  both  tracer/sorbent  systems  also  included 
flow-through  test  components. 
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As  noted  above,  component  testing  and  selection  consisted  of  two  primary  tasks  which  were 
performed  in  parallel  with  the  objectives  outlined  below. 

Selection  of  visual  tracer  and  outer  fabric  layer:  considered  numerous  fabrics  and  visual  tracers 
(food  grade  dyes)  which  in  combination  had  to  demonstrate 

•  Good  dye/fabric  interaction  and  performance  to  provide  visual  indication  of  water  flow 
through  the  device.  Dye  had  to  uniformly  stain  the  fabric,  while  also  demonstrating  a  site- 
specific  visual  change  once  exposed  to  flow. 

•  Fabric  had  to  be  elastic  in  order  to  expand  and  contract  with  inflatable  core  without 
tearing  or  deforming. 

•  Fabric  had  to  have  relatively  high  permeability  with  respect  to  inner  sorbent  in  order  to 
allow  for  flow  through  the  device  and  avoid  flow  bypassing. 

Selection  of  resident  tracers  and  inner  sorbent  layer:  considered  numerous  sorbent  materials 
(fabrics,  felts,  papers)  and  potential  resident  tracers  (branched  alcohols)  which  in  combination 
had  to  demonstrate 

•  High  fabric  permeability  to  allow  for  flow  through  device 

•  Good  sorption  capacity  for  tracers  on  fabric 

•  Adequate  tracer  elution  during  aqueous  flow  in  order  to  provide  accurate  measure  of 
water  flux 

•  High  extraction  efficiency  of  tracers  from  fabric  for  proper  analysis 

•  Good  sorption  and  extraction  efficiency  of  target  contaminant  with  selected  fabric 

In  addition  to  initial  batch  tests,  multiple  series  of  flow  through  tests  were  performed  for  both 
visual  tracer  and  resident  tracer  selection  in  order  to  evaluate  performance  of  selected 
components  during  aqueous  flow  conditions.  Details  of  all  testing  procedures  are  provided  in 
section  5.3.2. 

5. 3. 1.2  PROTOTYPE  TESTING 

The  primary  objective  of  this  task  was  to  evaluate  ERPEM  prototype  performance  under 
controlled  laboratory  conditions.  The  secondary  objective  of  this  task  was  to  assess  the 
performance  of  competing  technologies  (including  borehole  dilution  tests)  for  characterizing 
flow  in  fractured  systems.  Tests  were  performed  in  two  separate  flow  simulators:  a  planar  single 
fracture  flow  simulator  and  a  large-scale  three-dimensional  aquifer  box  with  layered  high 
contrast  flow  zones.  The  objective  of  these  tests  was  to  compare  results  and  develop  a 
collaborative  standard  operating  procedure  incorporating  the  most  appropriate  tools  for 
accurately  characterizing  flow  and  contaminant  flux  in  fractured  rock  systems.  Details  of  all 
prototype  testing  procedures  are  provided  in  section  5.3.2. 

5. 3. 1.3  EUEE-SCALE  INSTALLATION  AND  DEPLOYMENT  TESTING 

Installation  and  deployment  of  ERPM  is  more  challenging  than  that  of  standard  PEM  due  to  both 
the  increased  complexity  of  the  device  and  because  deployments  will  often  be  performed  in 
exposed-rock  open  boreholes  rather  than  screened  wells,  which  increases  the  likelihood  of  the 
device  getting  caught  on  exposed  rock  and  possibly  lodged  down  hole.  Eor  this  reason,  the 
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objective  of  this  task  was  to  develop  and  test  procedures  for  deployment  of  the  FRPFM  at 
realistic  field  depths  in  both  screened  wells  and  open  boreholes.  Tests  for  this  objective  were 
performed  in  two  separate  systems:  a  large-scale  aquifer  box  and  a  full-scale  mock  borehole. 
Various  strategies  for  deploying  the  device  were  investigated  in  order  to  establish  the  optimal 
procedure  for  installing  and  successfully  recovering  the  FRPFM. 

5.3.2  LABORATORY  PROCEDURES  AND  APPARATUS 

The  following  sections  provide  a  discussion  of  the  laboratory  procedures  and  apparatus  that  were 
used  to  achieve  the  objectives  discussed  in  section  5.3.1. 

5.3.2. 1  COMPONENT  TESTING:  SEEECTION  OE  FABRIC  AND  VISUAL  TRACER 

Initial  research  efforts  for  this  project  focused  on  testing  visible  tracers  (dyes)  and  reactive-fabric 
(sorbent)  systems  for  the  purpose  of  providing  a  visual  indication  of  flowing  fractures.  The  need 
for  visualizing  flowing  fractures  was  threefold:  first,  as  an  overall  project  objective  it  was 
necessary  in  order  to  identify  where  flowing  fractures  exist  within  a  borehole;  second,  to 
estimate  the  cumulative  water  fluxes  from  visible  tracers,  and  third  due  to  the  relative  scale  of 
the  fractures  with  respect  to  the  device  itself,  it  was  a  functional  objective  in  order  to  determine 
where  to  actually  sample  the  device  to  analyze  for  resident  tracer  loss  and  accumulation  of  target 
contaminants  in  order  to  estimate  water  flux  and  contaminant  mass  flux  respectively.  The  later 
task,  identifying  where  to  sample  the  device,  is  extremely  critical  and  requires  a  higher  degree  of 
resolution. 

Visual  Tracers  (Dyes) 

Numerous  nontoxic,  food-grade  dyes  were  considered  as  candidate  visible  tracers  including 
allura  red  (FD&C  Red  #40  and  closely  related  ED&C  Yellow  #6),  scarlet  green  (ED&C  Red  #4), 
and  tartrazine  (ED&C  Yellow  #5  and  closely  related  Orange  B),  blueberries,  beets,  purple  grape 
juice,  tea,  and  turmeric.  Two  synthetic  dyes  were  also  tested,  diammonium  salt  (Acid  Blue  9) 
and  sulforhodamine  B  (Acid  Red  52)  that  are  fluorescent  tracers  and  are  used  readily  in 
groundwater  studies. 

Eabrics 

Initial  tests  with  natural  and  synthetic  fabrics  were  performed  with  wool,  cotton,  lycra,  fleece, 
felt,  two  different  cotton/spandex  blends  (94/6  and  97/3  as  percent)  and  a  nylon/spandex  blend. 
Wool  and  cotton  were  selected  natural  fabrics  because  both  are  readily  available  and  were  easily 
stained  with  most  dyes.  The  cotton/spandex  and  nylon/spandex  blends  were  chosen  because  of 
their  elasticity,  which  is  an  additional  benefit  when  considering  attachment  of  the  material  to 
inflatable  packers  for  deployment.  Important  attributes  of  these  fabrics  that  were  considered  were 
dye  fastness,  durability,  thickness,  hydraulic  conductivity  and  commercial  availability. 

Elow  through  dye  tests 

To  test  the  performance  of  each  dye/fabric  combination  under  aqueous  flow  conditions,  a  flow¬ 
through  test  apparatus  was  constructed  by  cutting  two  concentric  5 -cm  diameter  holes  in  the 
center  of  two  acrylic  sheets.  The  acrylic  sheets  were  bolted  together,  and  the  fabric  swatches 
were  placed  fiat  between  them,  allowing  for  water  to  pass  through  only  the  5 -cm  diameter 
opening.  Water-saturated,  dyed  swatches  were  fastened  between  the  acrylic  sheets  and  exposed 
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to  a  stream  of  water  centered  on  the  5-cm  hole.  A  standard  volume  of  5  gallons  (3.8  liters)  of 
water  was  run  through  each  swatch  for  a  consistent  duration  to  see  which  dyes  and  fabrics 
performed  the  best.  This  test  allowed  for  demonstration  of  the  fastness  of  the  dyes  to  the  fabrics 
and  observation  of  any  color  change  under  both  visible  and  UV  light. 

5. 3. 2.2  COMPONENT  TESTING:  SELECTION  OF  SORBENT  AND  RESIDENT  TRACERS 

Laboratory  batch  experiments  were  performed  to  determine  the  sorption  affinity,  elution 
characteristics,  and  solvent  extraction  efficiency  for  candidate  tracers  and  sorbents.  Sorption  and 
desorption  isotherms  were  developed  in  order  to  assess  the  effectiveness  of  each  candidate 
sorbent  and  tracer  combination.  Sorption  and  extraction  efficiencies  for  target  contaminants 
were  also  evaluated. 

Preliminary  batch  experiments  were  performed  with  10  candidate  activated  carbon  fabrics  using 
a  suite  of  five  alcohol  tracers  to  test  sorbent  (fabric)  affinity  for  each  of  the  tracers.  The  alcohol 
tracers  used  were.  Methanol  (methyl  alcohol).  Ethanol  (ethyl  alcohol),  IPA  (isopropanol),  TBA 
(tert-butyl  alcohol),  and  2,4-DMP  (2,4-dimethyl-3-pentanol).  The  activated  carbon  fabrics  tested 
were  provided  by  multiple  manufacturers  and  had  a  range  of  material  thickness  and  available 
activated  carbon  content.  Descriptions  of  each  fabric  tested  are  provided  in  Table  2.  For 
convenience,  the  labels  listed  in  the  table  for  each  fabric  are  used  throughout  this  report  in  lieu  of 
their  commercial  name. 
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Table  2,  Candidate  activated  carbon  fabrics. 


Fabric  Type 

Commercial 

Name 

Label 

A 

Felt 

Polyorgs 

Activated  Carbon 
Fabric 

Polyorgs 

B 

Felt 

Nirvana  Activated 
Carbon  Blanket 

Nirvana 

C 

Felt 

AmeriAsia  BET 
1000  felt 

AC  Felt  1000 

D 

Felt 

AmeriAsia  BET 
1300  felt 

AC  Felt  1300 

E 

Felt 

AmeriAsia  BET 
1500  felt 

AC  Felt  1500 

F 

Cloth 

Calgon  Carbon 
Zorflex  cloth 

FM  10 

FM  10 

G 

Cloth 

Calgon  Carbon 
Zorflex  cloth 

FM  100 

FM  100 

H 

Cloth 

AmeriAsia  MY  - 
QW-011,BET 
1000  cloth 

BET  1000 

I 

Cloth 

AmeriAsia  MY  - 
QW-013,  BET 
1300  cloth 

BET  1300 

J 

Cloth 

AmeriAsia  MY  - 
QW-015,  BET 
1500  cloth 

BET  1500 

Tests  indicated  favorable  results  with  all  fabrics  except  fabric  B.  With  the  most  favorable 
performance  being  fabrics  C  -  J  based  upon  the  isotherms  for  IP  A,  TBA  and  2,4-DMP.  These 
fabrics  were  used  for  additional  testing  for  selection  of  the  best  material.  During  preliminary 
tests,  the  isotherms  for  methanol  and  ethanol  showed  little  promise  in  all  cases;  as  a  result,  these 
tracers  were  no  longer  considered.  As  sorption  is  typically  proportional  to  molecular  weight,  it 
was  decided  to  replace  methanol  and  ethanol  with  longer  chain  alcohols  (i.e.  higher  molecular 
weights:  such  as  1-hexanol,  1-heptanol,  2-octanol,  2-ethy-l-hexanol,  and  1-octanol). 

Batch  sorption  test  procedure. 

Based  upon  results  from  the  preliminary  round  of  batch  tests,  the  three  fabrics  exhibiting  the  best 
performance  (AC-felt  1300,  FM-100,  and  Polyorgs)  were  selected  for  more  detailed  testing  with 
a  suite  of  8  tracers.  The  second  round  of  sorption  tests  were  conducted  with  higher  detail  (more 
analytical  points  were  considered  for  higher  resolution  isotherms)  to  determine  sorption 
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coefficients  between  resident  tracers  and  fabrics.  Tracers  used  in  the  second  round  of  testing  are 
listed  in  table  3  with  relevant  chemical  properties. 

Table  3.  Chemical  properties  of  tracers. 


Chemical  property  of  tracers 


Formula 

MW 

Density 

mp 

bp 

Solubility 

(g/mol) 

(g/cm3) 

(mg/L) 

1-propanol 

C3H80 

60 

0.803 

-126.5 

97.1 

250538 

2-butanol 

C4H10O 

74.12 

0.808 

-114.7 

94 

150000 

1-butanol 

C4H10O 

74.12 

0.809 

-89.5 

117.7 

79421 

3-pentanol 

C5H120 

88.15 

0.809 

-63.68 

115.3 

54353 

1-pentanol 

C5H120 

88.15 

0.814 

-77.6 

137.9 

22658 

2,4  Dimethyl  3  pentanol 

C7H160 

116.2 

0.829 

-70 

139 

7002 

1-hexanol 

C6H140 

102.2 

0.819 

-52 

156 

6300 

1-heptanol 

C7H160 

116.2 

0.819 

-34.6 

175.8 

1800 

For  batch  sorption  tests,  tracer  concentrations  ranged  from  600  to  800  mg/L.  Tracer  solution  was 
prepared  in  3  L  of  water  and  transferred  in  30ml  aliquots  to  40  ml  EPA  vials  with  Teflon-lined 
screw  caps.  Next,  varying  amounts  of  sorbent  were  added  to  each  vial.  The  vials  were  rotated 
for  48  hrs  and  the  equilibrated  samples  were  analyzed  using  a  gas  chromatograph  (GC)  with 
flame  ionization  detector  (FID).  Resulting  sorption  isotherms  for  select  tracers  and  sorbents  are 
shown  Figure  14.  Illustrated  in  Figure  15  are  the  final  sorption  isotherms  for  all  tracers  on  AC 
Felt  1300.  Sorption  coefficients  from  correlation  of  adsorbed  tracer  amount  (mg  and  g  felt)  and 
equilibrium  concentration  (mg/F)  were  determined  and  shown  in  Table  4. 

The  bulk  density  and  porosity  of  AC  Felt  1300  used  for  retardation  factor  estimation  were  0.075 
(g/cm3)  and  0.92,  respectively. 


Table  4,  Sorption  coefficients  and  retardation  factor  values  measured  from  batch  tests. 


Estimated  Sorption  Coefficients 


Kd) 


2-BUTANOL 

1-BUTANOL 

3-PENTANOL 

1-PENTANOL 

24DMP 

1-HEXANOL 

1-HEPTANOL 

(mg/g)/(mg/L) 

(nig/g)/(mg/L) 

(mg/g)/(mg/L) 

(nig/g)/(mg/L) 

(mg/g)/(mg/L) 

(mg/g)/(mg/L) 

(mg/g)/(mg/L) 

Felt  1300 

0.064 

0.157 

0.3 

0.77 

4 

5 

48 

FMIOO 

0.04 

0.11 

0.19 

0.52 

2.7 

4 

40 

Plyorgs 

0.03 

0.08 

0.15 

0.36 

1.1 

2.9 

34 

Estimated  Retardation  Factor 


2-BUTANOL 

1-BUTANOL 

3-PENTANOL 

1-PENTANOL 

24DMP 

1-HEXANOL 

1-HEPTANOL 

Felt  1300 

6 

14 

25 

64 

327 

409 

3918 
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Figure  16.  Adsorption  isotherm  of  resident  aleohol  traeers  on  AC  FeltlSOO,  FM  100  eloth,  and 
Polyorgs. 
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Procedure  for  generating  a  uniform  tracer  distribution  on  sorbent  material. 

Based  upon  performance  evaluated  with  detailed  batch  sorption  tests,  the  fabric  selected  for 
application  with  FRPFM  was  activated  carbon  felt  (AC  Felt  1300).  Once  the  sorbent  was 
selected,  the  next  critical  step  to  provide  for  proper  performance  of  the  device  was  to  establish  a 
method  for  consistently  generating  a  uniform  tracer  distribution  on  the  sorbent  material.  This  was 
done  by  testing  multiple  tracer  application  methods  and  subsequent  sampling  of  sorbent  to 
determine  the  distribution  of  tracers  on  the  felt.  Two  of  the  methods  tested  are  outlined  here: 
water  based  preparation  and  acetone  based  preparation.  For  both  techniques,  tracer 
concentrations  ranged  from  600  to  800  mg/L.  For  water  based  preparation  tracers  were  prepared 
in  16  liter  of  water  in  a  20  liter  jug,  and  for  acetone  based  preparation  tracers  were  prepared  with 
1.7  L  of  acetone  in  a  2  L  glass  bottle.  For  both  cases  approximately  13  g  (about  60cm  x  13  cm) 
of  AC  Felt  1300  were  added  in  to  each  container  and  each  container  was  rotated  using  a  drum 
rotator  for  48  hrs.  After  rotating,  the  tracer  impregnated  AC  felt  from  each  container  was 
sampled  as  follows: 

1 .  For  AC  felt  prepared  in  water,  the  water-wet  felt  was  drained  for  1  min  and  cut  into  6 
pieces.  Then  each  piece  was  put  in  a  125 -ml  glass  bottle  with  90  ml  of  methylene 
chloride  solvent.  The  bottles  were  rotated  for  48  hrs  and  then  solvent  was  analyzed  for 
tracer  extraction. 

2.  For  AC  felt  prepared  in  acetone,  the  acetone -wet  felt  was  cut  to  6  pieces  of  felt  (each 
piece  with  7.5  cm  length).  Each  piece  of  acetone -wet  felt  was  put  on  a  stainless  rack  and 
placed  in  a  laboratory  exhaust  hood  for  30  min  to  let  acetone  volatilize  off  from  the  felt. 
After  acetone  drying  process  was  complete,  each  piece  of  felt  was  put  in  a  125 -ml  glass 
bottle  with  90  ml  of  methylene  chloride  solvent.  The  bottles  were  rotated  for  48  hrs  and 
then  solvent  was  analyzed  for  tracer  extraction. 

The  extraction  samples  were  collected  in  2-ml  glass  chromatography  vials  and  analyzed  using  a 
gas  chromatograph  (GC)  with  FID.  The  results  are  shown  in  Table  5  and  6  and  Figure  16. 

Table  5.  Water-based  batch  test  result  for  uniform  impregnated  tracer  distribution  on  AC  felt 
1300. 


1-propanol 

2-butanol 

1-butanol 

3-pentanol 

1-pentanol 

2,4DMP 

1-hexanol 

1-heptanol 

(mg/L)/g  felt 

(mg/L)/g  felt 

(mg/L)/g  felt 

(mg/L)/g  felt 

(mg/L)/g  felt 

(mg/L)/g  felt 

(mg/L)/g  felt 

(mg/L)/g  felt 

1 

0.2 

0.4 

0.7 

1.2 

4.4 

52.5 

49.2 

237.4 

2 

0.2 

0.4 

0.7 

1.3 

4.8 

57.6 

54.8 

261.1 

3 

0.1 

0.3 

0.7 

1.2 

4.5 

52.6 

49.4 

235.2 

4 

0.2 

0.3 

0.7 

1.3 

4.5 

52.3 

49.3 

236.2 

5 

0.2 

0.7 

1.3 

4.5 

53.0 

50.1 

237.1 

6 

0.2 

0.7 

1.2 

4.4 

51.5 

48.3 

230.5 

avg 

0.2 

0.4 

0.7 

1.3 

4.5 

53.3 

50.2 

239.6 

stv 

0.0 

0.0 

0.0 

0.0 

0.2 

2.2 

2.3 

10.8 
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Table  6.  Acetone-based  bateh  test  result  for  uniform  impregnated  traeer  distribution  on  AC  felt 
1300. 


1-propanol 

2-butanol 

1-butanol 

3-pentanol 

1-pentanol 

2,4DMP 

1-hexanol 

1-heptanol 

(mg/L)/gfelt 

(mg/L)/g  felt 

(mg/L)/gfelt 

(nng/L)/g  felt 

(mg/L)/gfelt 

(mg/L)/g  felt 

(mg/L)/gfelt 

(mg/L)/gfelt 

1 

47.6 

64.8 

79.8 

85.4 

92.7 

73.1 

73.6 

81.5 

2 

45.8 

61.9 

77.5 

82.3 

90.6 

70.7 

71.2 

75.0 

3 

46.5 

64.5 

82.2 

87.9 

98.6 

76.9 

80.4 

86.9 

4 

44.3 

61.7 

77.4 

83.7 

92.4 

72.5 

73.2 

79.8 

5 

44.4 

61.6 

77.3 

83.3 

90.8 

72.4 

72.3 

83.1 

6 

45.3 

61.7 

77.4 

82.8 

91.1 

71.7 

72.6 

77.0 

avg 

45.6 

62.7 

78.6 

84.2 

92.7 

72.9 

73.9 

80.6 

stv 

1.3 

1.5 

2.0 

2.1 

3.0 

2.1 

3.3 

4.3 
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Figure  17.  Final  Sorption  Isotherms  using  AC  Felt  1300. 
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Figure  18.  Tracer  extraction  isotherms  using  AC  Felt  1300  and  methylene  chloride  as  extraction 
solvent. 
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53.2.3  COMPONENT  TESTING:  TRACER  ELUTION  FUNCTIONS  on  AC-FELT  1300 


Flow-through  column  experiments  were  eondueted  with  AC-Felt  1300  to  eharaeterize  the  elution 
behavior  of  resident  traeers  as  a  funetion  of  eumulative  water  flow.  Elutions  are  shown  Figures 
17  and  18.  Columns  with  1.5  cm  I.D.  and  5  cm  long  were  wet-paeked  with  the  eight  tracers 
preloaded  on  AC -Felt  1300.  The  paeked  columns  were  then  flushed  with  steady  water  flow  at 
0.5-2.5ml/mm  to  effeet  traeer  elution.  After  a  speeifie  period  of  water  flow,  the  AC-Felt  was 
removed  from  the  eolumn  and  earefully  extracted  as  deseribe  above  to  quantify  the  mass  of  all 
resident  traeers  remaining,  m,-.  Results  from  these  elution  tests  are  shown  in  Figure  17.  The 
retardation  factor  R  of  each  tracer  for  the  AC-Felt  1300  was  estimated  from  the  slope  of  the 
linear  portion  of  eaeh  traeer  elution  funetion  (Hatfield  et  al.  2004).  Those  R  values  and  resultant 
sorption  eoeffieients  for  AC  appear  in  Table  7.  Figure  18  illustrates  the  linear  portion  of  eaeh 
elution  funetion  used  to  estimate  a  traeer  retardation  faetor. 


0  200  400  600 

Pore  Volume 


■  2-butanol 
A  1-butanol 
•  3-pentanol 
A  1-pentanol 


800  1000 


Figure  19.  Resident  traeer  elution  tests  on  AC -Felt  1300  showing  relative  traeer  mass  mr 
remaining  as  funetion  of  eumulative  pore  volumes  of  water  eluted. 
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Table  7,  Tracer  retardation  faetors  R  and  sorption  eoeffieients  to  AC  Felt  1300  estimated 
from  tracer  elution  experiments. 


Tracers 

2-butanol 

1 -butanol 

3-pentanol 

1-pentanol 

R 

24 

37 

175 

433 

(cmVg) 

Carbon 

282 

503 

2134 

5300 

Pore  Volume/R 


Figure  20.  Data  from  the  linear  portion  of  eaeh  resident  tracer  elution  eurve  for  AC-Felt  1300 
eluted  with  water.  Where  relative  residual  traeer  mass  m,-  is  plotted  against  eumulative  pore 
volumes  of  water  eluted  normalized  to  the  traeer  retardation  faetor  R  (after  Hatfield  et  al.  2004). 
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53.2.4  PROTOTYPE  TESTING:  ERACTURE  EEOW  SIMULATOR 


Multiple  fracture  flow  simulators  were  constructed  for  laboratory-scale  testing  of  the  FRPFM. 
The  fracture  simulators  were  constructed  using  clear  PVC  pipe  with  4-inch  (10.16  cm)  inside 
diameter  and  14  inch  thick  acrylic  sheets.  The  simulators  were  constructed  so  that  the  PVC  pipes 
are  aligned  with  4-inch  diameter  holes  centered  on  each  sheet.  In  order  to  maintain  a  flush 
fracture  interface  between  sheets,  the  pipes  do  not  pass  completely  through  the  acrylic  sheets 
rather  they  are  sealed  into  place  in  circular  recessions  that  penetrate  14  of  the  sheet  thickness  (hi 
inch).  The  bottom  PVC  pipe  and  acrylic  sheet  were  anchored  to  a  free  standing  base  and  there 
was  an  inlet  port  at  the  base  of  the  PVC  pipe  to  allow  for  the  water  level  within  the  device  to  be 
adjusted  as  needed.  The  top  acrylic  sheet  was  fastened  on  top  of  the  bottom  sheet  so  that  the 
PVC  pipes  were  aligned  and  the  sheets  were  separated  using  incompressible  rubber  spacers  to 
maintain  a  uniform  distance  (fracture  aperture)  between  the  sheets.  The  completed  system 
simulates  a  borehole  intersecting  a  horizontal  planar  fracture.  The  outer  perimeter  of  the  fracture 
plane  was  sealed  using  a  compressible  rubber  gasket.  There  was  one  inlet  and  one  outlet  port 
located  on  the  bottom  sheet  of  acrylic  in  order  to  establish  flow  along  the  longitudinal  length  (53 
cm)  of  the  plane.  Both  the  inlet  (up  gradient)  and  effluent  (down  gradient)  ports  were  connected 
to  a  channel  etched  into  the  inner  face  of  the  acrylic  creating  a  specified  head  boundary  at  either 
end  of  the  flow  system.  A  Marriotte  (aspirator)  bottle  was  connected  to  the  influent  line  and  in 
order  to  maintain  constant  atmospheric  pressure  at  the  up  gradient  (influent)  port.  Flow  through 
the  system  was  controlled  by  adjusting  the  elevation  of  the  effluent  end  of  the  down  gradient 
tube  relative  to  the  Marriotte  bottle,  creating  a  change  in  head  across  the  system  and  inducing 
flow  proportional  to  the  resulting  hydraulic  gradient.  The  Marriotte  bottle  was  filled  with  source 
solution  consisting  of  surrogate  contaminant  (2-octanol)  in  aqueous  solution.  The  laboratory 
configuration  is  shown  in  Figure  19.  Tests  discussed  in  this  report  were  performed  using  a 
horizontal  fracture  orientation  with  an  aperture  of  0.5  mm  (500  pm)  and  planar  dimensions  of  26 
cm  by  53  cm.  Testing  in  the  fracture  simulator  was  used  to  meet  objectives  of  Section  5.3.1. 
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Fracture  Dimensions: 

•  Horizontal  orientation 

•  Aperture  =  500  |im 

•  Width  =  26  em 

•  Length  =  53  cm 

•  Conductivity -0.7  cm/s 
Borehole: 

•  Diameter  10.16  cm 


Figure  21 .  Fracture  Flow  Simulator  with  FRPFM  prototype  deployed. 
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53.2.5  PROTOTYPE  TESTING:  AQUIEER  BOX  MODELS 


A  large  scale  aquifer  box  model  was  used  for  laboratory-scale  testing  of  the  ERPFM  in  full  size 
4-inch  (10.16  cm)  diameter  wells  installed  in  high  contrast  flow  zones  meant  to  simulate 
fractured  media  and  karst  systems  (Figures  20  and  21).  The  aquifer  box  model  was  used  to 
evaluate  the  performance  of  full-scale  prototypes  including  all  components  of  field  deployment 
(deployment  mechanisms,  sorbents,  visual  tracers  (dyes),  and  alcohol  tracers)  under  controlled 
flow  conditions.  The  system  allowed  for  repetitive  testing  and  validation  of  ERPFM  performance 
along  with  the  ability  to  compare  ERPFM  results  with  existing  borehole  technologies  such  as 
borehole  dilution,  and  standard  PFM  (using  granular  activated  carbon).  Testing  in  the  aquifer 
box  was  used  to  meet  objectives  of  Section  5.3.1. 


Large  Aquifer  Box  (High  contrast  flow  zones) 


Box  Dimensions 
(length  x  width  x  height) 
2. Ox  0.5x  1.3  m 


Screened  Wells  (4-inch 
diameter  PVC) 

Alternating  Sand  and 
Gravel  Layers 


Figure  22.  Aquifer  box:  screened- well  high  contrast  flow  simulator. 
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Figure  23.  Aquifer  box:  sereened-well  high  eontrast  flow  simulator  sehematie  showing 
dimensions  of  gravel  and  sand  layers. 


Surface 

Sand  Layer  1 

Sand  Layer2 

Oravel  Layers 

Sand  Layers 

Gravel  Laver  3 

Sand  Layer4 

5. 3. 2.6  INSTALLATION  AND  DEPLOYMENT  TESTING  (MOCK  BOREHOEE) 

A  full-scale  mock  borehole  (4-inch  diameter  PVC  casing  -  36  feet  deep)  was  constructed  in  the 
University  of  Florida  Coastal  Engineering  Laboratory  explicitly  for  the  purpose  of  testing 
ERPFM  prototype.  The  mock  borehole  was  used  to  simulate  field  deployment  conditions  in  order 
to  assess  field-scale  installation  issues  in  preparation  for  field  demonstration.  The  apparatus 
allowed  for  convenient,  repetitive  testing  of  alternative  ERPEM  prototypes  and  various 
deployment  strategies. 

The  borehole  was  constructed  above  ground  using  schedule  40  PVC  pipe  with  a  lower  5 -foot 
section  made  of  clear  pipe.  Access  to  the  top  of  the  borehole  is  provided  by  an  existing  three- 
story  catwalk  within  the  Coastal  Engineering  Eaboratory.  The  clear  PVC  section  is  set  at  eye 
level  on  the  main  floor  of  the  laboratory  which  allows  for  observation  of  device  operation  while 
submerged  at  realistic  field  depths  and  provides  for  close  inspection  of  possible  mechanical 
issues  during  deployment  such  as  faulty  packer  inflation  and  fabric/sorbent  tearing  or  gathering 
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which  could  not  be  readily  observed,  and  subsequently  correeted,  in  the  field.  This  apparatus  was 
used  for  objeetives  of  section  5.3.1. 

5.3.3  LABORATORY  SAMPLING  PROCEDURES 

The  objeetive  of  the  laboratory  experiments  was  to  determine  the  optimal  design  and  neeessary 
deployment  strategies  for  effective  field-scale  application  of  the  teehnology.  As  sueh,  one 
objective  of  the  laboratory  experiments  was  to  determine  the  sampling  plan  that  will  result  in 
suffieient  data  to  validate  the  technology  performance  under  real-world  eonditions  and  allow 
regulatory  agencies  and  managers  to  evaluate  the  innovative  teehnology.  Laboratory  test  results 
were  designed  to  assist  with  optimal  sampling  strategies  that  will  take  into  aecount  spatial  and 
temporal  variations  in  order  to  ensure  a  thorough  evaluation.  The  following  subseetion  outlines 
the  sampling  procedures  for  laboratory  studies,  which  will  be  adapted  for  application  at  the  field 
seale. 

Sample  Collection.  Two  types  of  samples  were  eolleeted  during  this  study,  simulated 
groundwater  samples  (from  aquifer  box  observation  wells),  and  sorbent  samples  from  FRPFM. 
Sampling  methods  and  sample  handling  proeedures  are  briefly  described  here  and  discussed  in 
more  detail  in  Appendices  B-D. 

Water  samples  were  collected  in  EPA  VGA  vials  with  zero  headspace.  Samples  were  analyzed 
for  target  eontaminants  (sueh  as  TCE  and  DCE). 

Sorbent  samples  were  eolleeted  from  the  extraeted  FRPE M.  Regular  intervals  of  the  E RPE M 
sorbent  were  segmented  and  transferred  to  40-ml  VGA  vials  eontaining  an  extraetion  fluid  sueh 
as  isobutanol  or  methylene  chloride.  Approximately  20  grams  of  sorbent  were  extracted  with  20 
ml  of  solvent. 

Sample  Analysis.  All  samples  were  analyzed  at  laboratories  at  the  University  of  Elorida. 

Volatile  organies,  including  alcohol  tracers,  were  analyzed  by  direet  liquid  injeetion  on  Gas 
Chromatographs.  Details  of  analytieal  methods  are  provided  in  Appendix  B-D.  Deteetion  limits 
are  approximately  1  mg/E.  Headspace  analysis  was  used  in  the  event  that  low  eoncentrations 
were  encountered.  Deteetion  limits  for  HS  is  approximately  50  ug/E 

Experimental  Controls.  The  fracture  flow  simulator  and  box  aquifer  experiments  were 
designed  to  provide  known  eontaminant  fluxes  for  subsequent  eomparisons  to  flux  meter 
measurements. 

Data  Quality  Parameters.  Data  quality  was  maintained  and  eheeked  throughout  the  projeet. 
Details  on  approaehes  for  maintaining  data  quality  are  provided  in  the  QA/QC  plan  in  Appendix 

E. 

Calibration  Procedures,  Quality  Control  Checks,  and  Corrective  Action.  Initial  and 
continuing  calibration  procedures  for  analytical  instrumentation,  quality  control  checks,  and 
corrective  actions  are  required  to  maintain  reproducible  experiments.  These  procedures  are  fully 
described  in  the  QA/QC  plan  in  Appendix  E. 
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Data  Quality  Indicators.  Simple  regression  analysis  was  used  to  assess  the  quality  of  data 
eolleeted  at  any  single  loeation.  However,  more  sophistieated  teehniques  of  spatial  analysis  will 
be  performed  with  data  eolleeted  to  assess  the  spatial  mean  and  varianee  of  eontaminant  and  water 
fluxes  evaluated  over  transeets  or  within  a  plume. 
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5.3.4  LABORATORY  RESULTS 


The  discussion  of  results  is  presented  to  correspond  with  the  sequence  of  project  objectives  as 
listed  in  section  5.3.1  (Laboratory  Plan)  and  the  relevant  experimental  apparatus  and  procedures 
are  detailed  in  section  5.3.2  (Laboratory  Apparatus  and  Procedures). 

5.3.4. 1  COMPONENT  TESTING  AND  SEEECTION— PROTOTYPE  DESIGN 

Visual  Tracer  Results 

Test  results  indicated  that  there  were  two  dye/fabric  systems  that  provided  good  visual  indication 
of  flowing  fractures.  Eor  purely  visual  indication,  the  best  combination  of  dye  and  fabric  was 
turmeric  on  94/6  cotton/spandex  blend  fabric.  The  dye  was  vibrant  and  visible  to  the  naked  eye 
on  the  fabric,  and  when  the  proper  staining  method  was  used  a  uniform  distribution  of  color 
could  be  readily  achieved.  When  exposed  to  flow,  there  was  a  noticeable  change  in  color  within 
the  zone  exposed  to  flow  that  was  not  observed  in  the  zones  that  were  unexposed.  Although  this 
system  provided  the  most  vibrant  visual  result,  the  permeability  of  the  fabric  was  very  low  (with 
respect  to  the  inner  sorbent)  which  could  reduce  flow  through  the  device. 

Eor  optimal  performance  regarding  the  detection  of  flowing  fractures  and  the  quantification  of 
water  and  contaminant  flux,  the  best  dye/fabric  system  was  turmeric  on  nylon/spandex  blend. 
This  was  because  the  nylon/spandex  blend  had  a  much  higher  permeability  than  the  94/6 
cotton/spandex  fabric  and  the  inner  sorbent.  Visual  indication  of  flow  was  not  nearly  as  vibrant 
as  the  cotton/spandex  fabric,  but  it  was  sufficient  for  device  application. 

Eor  both  cases,  color  change  was  evident  under  both  visible  and  UV  light,  but  it  was  far  more 
distinct  when  viewed  under  black  light  (UV  spectrum).  Multiple  conditions  affect  dye 
performance  including  pH,  temperature,  and  overall  water  chemistry. 

Thus,  for  high  resolution  visual  indication  of  flowing  fractures,  the  choice  was  turmeric  on  94/6 
cotton  spandex  fabric.  Eor  visual  detection  of  active  fractures  and  the  measurement  of  water  and 
contaminant  mass  flux,  the  best  option  was  turmeric  on  nylon/spandex  blend  fabric. 

Prototype  Design 

Based  upon  results  of  component  testing  and  the  evaluation  of  various  conceptual  models  for 
device  deployment,  the  final  prototype  constructed  using  an  inflatable  core  assembled  with  upper 
and  lower  end  packers  and  designed  smaller  than  the  borehole  diameter  so  that  it  could  move 
freely  up  and  down  inside  the  borehole  past  potentially  sharp  edges  of  fractures  intersecting  a 
rock  hole  (critical  for  moving  to  field  deployments).  The  core  with  two  reactive  fabric  layers 
provides  the  mechanism  for  sealing  the  sorbent  against  the  face  of  the  borehole,  while  the  end 
packers  isolate  the  zone  of  interest  from  vertical  gradients  within  the  borehole.  The  core  inflates 
separately  from  the  two  end  packers. 

The  outer  layer  of  the  FRPEM  core  consisted  of  an  elastic  fabric  (nylon/spandex  blend)  pre¬ 
treated  with  a  water  soluble  visual  dye  which  was  used  to  provide  a  visual  indication  of  flow 
through  the  device.  To  prepare  the  visual  dyed  fabric  (5700  cm^),  60  ml  of  Turmeric  was 
simmered  in  two  liters  of  water  for  l-2hrs  and  then  allowed  to  cool.  The  dissolved  dye  was  then 


56 

Demonstration  and  Validation  of  a  September  2014 

Fractured  Rock  Passive  flux  Meter  (FRPFM) 


transferred  to  a  reservoir  eontaining  the  fabric.  The  reservoir  was  slowly  agitated  for  12  hrs 
before  the  dyed  fabric  material  was  removed,  drained,  and  used  to  construct  the  FRPFM. 

The  inner  layer  of  sorbent  material  was  Activated  Carbon  Felt  1300  (source  information),  that 
was  0.25  cm  thick  and  had  a  respective  porosity  and  dry  bulk  density  of  0.92  and  0.075  g/cm3. 

1 -butanol,  2-butanol,  1-pentanol,  3-pentanol,  2,4-dimethyl-3-pentanol,  1-hexanol,  1-octanol,  and 
1-heptanol  served  as  resident  tracers  pre-equilibrated  on  the  AC  felt.  Pre-equilibration  involved 
the  use  of  acetone  spiked  the  eight  tracers.  Two  pieces  of  AC  felt  (each  30cm  by  15.5  cm)  were 
placed  in  a  2  liter  glass  jar  with  1.7  liter  of  acetone  tracer  solution.  The  jar  was  slowly  shaken 
over  48  hours  to  generate  a  uniform  tracer  distribution  on  the  AC-felt.  The  acetone -wet  felt  was 
placed  on  a  stainless  screen  rack  in  a  laboratory  exhaust  hood  for  Ihour  to  promote  acetone 
volatilization.  After  drying,  the  felt  was  used  for  FRPFM  assembly. 

The  FRPFM  assembly  and  installation  involved  the  following  steps:  First,  the  inflatable  core 
packer  was  wrapped  with  nylon  mesh  (Poly-Net™  Protective  Netting,  HDPE,  Cole  Parmer)  to  a 
thickness  of  0.5  cm.  The  mesh  had  a  porosity  of  0.81  and  was  highly  permeable.  Its  purpose 
was  to  facilitate  flow  through  the  thin  visible  dye  layer  and  the  AC  felt  sorbent  of  0.25  cm 
thickness.  Next,  the  two  pieces  of  tracer  preloaded  AC  felt  were  wetted  with  solute/tracer  free 
water  and  carefully  placed  and  wrapped  over  the  mesh  layer.  Prior  to  assembly,  an  AC  Felt 
sample  (approximate  1  cm  length  and  15.5  cm  width)  was  collected  to  quantify  the  initial 
concentrations  of  each  resident  tracer.  The  final  assembly  procedure  was  to  emplace  the 
Turmeric  dyed  sewn  elastic  fabric  socks  (nylon/spandex)  blend,  30cm  long  and  22cm 
circumference)  over  the  AC  Felt  layer.  The  porosity  and  felt  carbon  density  of  the  combined 
felt+mesh  layer  were  respectively  0.83  and  0.028  g/cm^. 
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Airline  to  packers 
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2.5  mm 
K=  0.2  cm/s 


Sock  with  visual 
tracer 


4-inch  Diameter 
Borehoie 


Figure  24.  FRPFM  Laboratory-Scale  Prototype  (Insert  shows  laboratory-scale  prototype). 


5. 3. 4.2  PROTOTYPE  TESTING 

Experiments  in  the  Fracture  Flow  Simulator 

The  initial  stage  of  lab-scale  prototype  testing  was  performed  in  the  fracture  flow  simulator  as 
outlined  in  section  5. 3. 2.4.  In  order  to  accurately  evaluate  FRPFM  performance  it  was  necessary 
to  characterize  flow  conditions  within  the  fracture  simulator. 

Hydraulics  of  the  Fracture  Flow  Simulator:  Hydraulic  characterization  of  the  simulator  was 
conducted  using  three  methods:  1)  borehole  dilution  to  compare  flows  in  the  fracture  to  flows  in 
an  open  borehole  intersecting  the  fracture;  2)  a  simple  gradient  experiment  to  measure  fracture 
transmissivity  under  steady  flow  conditions;  and  3)  modeling  to  confirm  the  observed  flow 
convergence  under  open  borehole  conditions  and  the  observed  fracture  transmissivity  under 
steady  flow  conditions. 
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Multiple  borehole  dilution  tests  were  conducted  under  a  range  of  controlled  fracture  flow 
conditions  ranging  from  3.2  to  15.8  m/d  in  a  fracture  of  0.05  cm  aperture.  The  test  involves 
packing  off  a  section  of  borehole  intersected  by  a  fracture  and  measuring  the  fracture  flow  within 
the  isolated  section  of  borehole.  The  laboratory-scale  borehole  dilution  apparatus  is  shown  in 
figure  23.  Fracture  flow  is  interpreted  from  a  change  in  the  electrical  conductivity  of  water  in  the 
borehole  as  water  from  the  fracture  displaces  water  originally  in  the  borehole  water.  The  test 
works  if  water  from  the  fracture  has  a  significantly  different  electrical  conductivity  than  water 
originally  in  the  borehole. 


_.  I  I  i-N-i  i-  I  Air  line  to  packers 

Borehole  Dilution  i  , 


Figure  25.  Schematic  and  image  of  laboratory-scale  borehole  dilution  apparatus. 

The  Borehole  dilution  test  is  conducted  under  steady  fracture  flow  conditions  using  a 
conductivity  meter  to  measure  transient  changes  in  borehole  water  conductivity.  The  test  begins 
with  a  pulse  exchange  of  a  salt  solution  with  ambient  borehole  water  to  produce  instantaneous 
increase  in  borehole  salinity;  because  the  storage  volume  of  fractures  is  very  small,  a  new 
technique  was  developed  that  introduces  the  salt  solution  with  no  net  change  in  the  volume  of 
water  originally  in  the  borehole.  This  technique  precludes  the  introduction  of  salt  into  the 
fracture  which  would  complicate  the  interpretation  of  results.  Below  are  typical  results  of 
observed  conductivity  changes  with  respect  to  time. 
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Figure  26.  Dimensionless  eleetrical  eonduetivity  of  borehole  water  versus  time  for  a  borehole 
dilution  test  condueted  in  the  Fraeture  Flow  Simulator. 


To  interpret  fraeture  flows  from  a  borehole  dilution  test,  the  following  relationships  are  required; 


Ln 


kCoJ 


=  Sct 


(23) 


and 


^0  “ 


BHD 

air. 


(24) 


where  Cq  is  the  initial  electrieal  eonduetivity  of  the  borehole  water  at  the  initial  time  of 


monitoring;  C  is  the  electrieal  conductivity  of  borehole  water  at  all  subsequent  times;  is  the 
ratio  of  fracture  flow  into  the  borehole  to  the  borehole  dilution  instrument  mixing  volume 
(including  volume  of  water  between  packers,  volume  of  tubing,  etc.),  [1/T];  t  is  time,  [T]; 
is  the  flow  per  unit  fracture  length,  [L^/T];  is  the  mixing  volume  of  the  borehole  dilution 
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instrument,  [L^];  <2  is  a  flow  convergence  factor  or  the  ratio  of  flow  measured  by  the  borehole 
dilution  test  to  ambient  fracture  flow,  [-];  and  is  the  borehole  radius,  [L],  The  value  of 

parameter  is  obtained  from  the  slope  of  the  borehole  dilution  curve  (See  Figure  24). 

In  theory,  a  ^  =  2  when  the  lateral  extend  of  the  fracture  flow  field  is  large  compared  to  the 

dimensions  of  the  borehole.  In  our  case,  the  borehole  dilution  tests  produces  values  of  Ct  ranging 
from  1.72  -  1.76.  This  is  illustrate  in  Figure  25,  where  fracture  flows  measured  by  borehole 
dilution  are  plotted  against  true  flows  and  the  best  fit  slope  of  that  plot  is  1 .76.  The  apparent 
reduction  inCt  is  a  consequence  of  the  limited  physical  dimensions  of  the  simulator.  Figure  25 
also  suggests  measured  fracture  water  flux  by  borehole  dilution  can  be  quite  accurate. 


Measured  Flow 
[  cm/min  ] 
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0.20  0.40  0.60  0.80  1.00  1.20 


Actual  Flow  [cm/min] 


Figure  27.  Measured  fracture  flows  by  borehole  dilution  versus  actual  fracture  flows. 


To  further  investigate  the  experimental  artifact  resulting  from  the  finite  dimension  of  the 
simulator,  a  series  of  numerical  flow  simulations  were  conducted  using  MODFLOW  for  a 
quarter  of  the  fracture  flow  domain  (53  cm  in  flow  direction  and  26  cm  across)  with  a  cell 
resolution  of  130  x  265.  The  diameter  of  the  borehole  in  the  fracture  simulation  is  10.16  cm,  and 
its  Transmissivity  Ti  for  these  simulations  was  varied  through  the  following  values;  0.0 1,  O.I, 
0.2,  0.5,  I,  2,  5,  10,  100  and  1000.  The  fracture  Transmissivity  To  was  maintained  as  I. 
Simulated  fractured  flow  streamlines  are  illustrated  from  a  single  simulation  in  Figure  26. 

Simulation  results  in  terms  of  a  are  represented  by  the  black  circles  in  the  Figure  27.  The 
maximum  assumed  value  for  Ti  =  1000  produces  an  a  =  1.766,  which  is  smaller  than  the 
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theoretical  value  of  2  from  the  convergence  equation  for  an  infinite  flow  domain  (aoo  = 
2/(1+Ti/T2)).  ttoo  is  shown  as  the  continuous  line  and  the  relative  difference  aJa  by  the  red 
circles,  which  reflect  the  fact  that  the  nearby  boundaries  reduce  both  flow  divergence  around 
(ttoo/a  <  1  for  T2/T1  <  1)  and  flow  convergence  towards  {aJa  >  1  for  T2/T1  >  1)  the  well. 
Maximum  differences  are  approximately  15  %  and  the  similar  shape  of  the  relative  error  to  the 
ttoo-graph  itself  suggests  an  approximation  a  ~  aooac,  where  Uc  =  A  +  B/(1+Ti/T2).  This  is  a 
vertically  scaled  and  shifted  version  of  a®.  By  imposing  a  =  1  for  T2/T1  =  1  and  a  =  1.766  for 
T2/T1  =  00  we  get  A  =  1.117  and  B  =  -0.234,  with  which  we  can  write  a  corrected  a-equation 
valid  for  the  boundary  conditions  of  the  laboratory  fracture  simulator  as 


2.234 


0.468 


1  + 


Tr 


'2  y 


(25) 


This  is  represented  by  the  black  stars  and  the  relative  approximation  error  by  the  red  stars.  In  the 
case  of  a  rock  PFM  installed  we  can  calculate  its  effective  T2  (from  felt/mesh  transmissivity)  and 
use  this  equation. 


26  cm 


< - > 

53  cm 

Figure  28.  Simulated  flow  streamlines  from  the  fracture  flow  simulator  under  open  borehole 
conditions. 
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Figure  29.  Results  of  numerical  flow  simulations  showing  variations  in  the  flow 
convergence  factor,  a  in  the  fracture  simulator,  as  a  function  of  fracture  transmissivity. 


Steady  flow  tests  were  also  conducted  to  measure  the  transmissivity  of  the  fracture  in  the 
laboratory  fracture  simulator.  These  tests  were  conducted  with  a  packer  inflated  in  the  borehole 
to  isolate  the  fracture  from  the  borehole.  For  three  different  flow  rates,  the  drop  in  energy  head 
across  the  simulator  was  measured.  From  these  flow  experiments  and  Darcy’s  law,  the  estimated 
fracture  transmissivity  was  0.49  m^/d;  this  estimate  is  low,  because  the  inflated  packer  used  to 
isolate  the  borehole  from  this  fracture  represented  an  obstacle  to  flow  (for  an  open  borehole  it 
would  be  the  opposite).  To  demonstrate  this,  numerical  flow  simulations  were  again  conducted, 
using  same  physical  dimensions  as  the  laboratory  fracture  simulator.  These  simulations 
produced  a  ratio  of  1.13  between  fracture  discharges  for  a  uniform  fracture  (no  hole)  and  a 
fracture  with  a  packer.  Hence,  the  estimated  fracture  hydraulic  conductivity  should  be  13  % 
larger  or  0.55  mVd. 

FRPFM  Measurements  of  Water  and  Contaminant  Fluxes  in  the  Fracture  Simulator: 

Once  flow  within  the  fracture  simulator  was  characterized  using  borehole  dilution  tests,  the  lab- 
scale  FRPFM  prototype  was  used  to  measure  water  and  contaminant  fluxes  using  experimental 
procedures  outlined  in  section  4.2.4. 
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Equations  for  interpretins  water  and  contaminant  fluxes  in  fractures  from  FRPFMs: 

To  interpret  fraeture  flows  from  aleohol  resident  traeers  lost  from  the  FRPFM’s  AC  Felt, 
equation  is  (12)  used: 


HnR,^^w7i{\-m^) 

at 


(12) 


where  is  the  flow  per  unit  length  of  fraeture,  [L^/T];  t  is  the  duration  to  FRPFM  installation 
in  the  borehole,  [T];  H  is  the  thickness  of  the  combined  felt+mesh  layer,  [L];  n  is  the  effective 
void  volume  of  the  combine  felt-mesh  layer  0.83,  [-];  is  the  effective  retardation  factor  for 
the  resident  tracer  on  the  felt-mesh  layer,  [-];  w  is  the  width  of  the  sorptive  felt  sample  in  the 
direction  of  the  long  axis  of  the  FRPFM,  [L];  is  the  relative  mass  of  resident  tracer  remaining 
on  the  FRPFM  felt  after  time  t,  [-];  and  a  the  fracture  flow  convergence  factor,  which  is  normally 
estimated  using  Equation  (1),  but  for  the  fracture  flow  simulator  is  calculated  using  Equation 
(25),  [-].  The  tracer  alcohol  tracer  retardation  factor  is  obtained  from 

^™=l  +  —  (26) 

n 


where  Kp  is  the  tracer  partition  coefficient  for  the  activated-carbon-felt-water  system  listed  in 
Table  8.,  [1/Kg];  and  Pq  is  activated  carbon  density  of  the  felt-mesh  layer  when  the  ERPEM  is 
deployed  0.028  g/cm^,  [M/E^]. 

To  interpret  fracture  flows  from  visible  tracers.  Equations  (5)  and  (8)  are  combined  to  give: 


^0  = 


at 


(27) 


where  AZ  is  maximum  thickness  a  trace  visible  on  the  turmeric  dyed  fabric  layer  which  was 
produced  by  water  flowing  from  the  fracture  and  into  FRPEM,  and  in  the  process  eluting 
turmeric  dye  from  the  external  nylon/spandex  sock,  [E].  is  the  retardation  factor  of  the 
turmeric  dye  on  the  nylon/spandex  blend,  [-]. 

In  addition  to  groundwater  flow,  it  is  of  interest  to  know  the  contaminant  flux  in  the  fracture 
which  is  given  from  Equation  (13): 


Mp 

J  = - ^ 

alrp 


(13) 


where  J  is  the  contaminant  mass  flux  per  unit  fracture  length,  [M/E];  andM^,  is  the  mass  of 
contaminant  intercepted  from  fracture  and  captured  on  the  sorptive  felt,  [M].  Values  of 


Demonstration  and  Validation  of  a 
Fractured  Rock  Passive  flux  Meter  (FRPFM) 


64 


September  2014 


parameter  used  in  the  above  equations  to  deseribe  FRPFM  measurements  in  the  laboratory 
appear  in  Table  7  and  Table  8. 


Table  8.  Model  Parameters  Used  to  Interpret  FRPFM  Measurements  in  the  Fraeture  Simulator. 


Parameter 

Value 

n 

0.83 

a 

0.28 

^0 

5.08  cm 

T, 

0.55  mVd 

T2 

0.082  mVd 

w 

0.5  cm 

H 

0.66  cm 

^dye 

330 

Table  9.  Aleohol  Tracer  Partition  Coefficients  Kp  and  Retardation  Factors  . 


Aleohol  Tracers 

2-butanol 

1-butanol 

3-pentanol 

1-pentanol 

Kp 

[cmVg] 

282 

503 

2134 

5300 

Ka 

11 

16 

74 

182 
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Results — Visual  Tracer  Performance:  Turmeric  was  used  as  a  visible  tracer  to  provide 
indications  active  fracture  location,  orientation  and  flow  direction.  Figure  28  below  presents 
photographs  of  active  fracture  traces  captured  as  discolorations  on  the  external  nylon/spandex 
blend  sock  of  the  FRPFM.  The  discoloration  appears  on  the  up-gradient  side  of  the  FRPFM 
indicating  the  direction  of  flow.  In  addition,  the  location  and  orientation  of  discoloration 
corresponds  to  the  location  and  the  orientation  of  the  active  fracture.  In  Figure  29  a  comparison 
is  show  between  water  flux  estimated  using  the  visual  tracer  elution  pattern  on  nylon/spandex 
blend  sock  and  Equation  (29). 


Visual  Tracer  Reveals  Fracture  Location  and  Orientation  and  Flow  Direction 


Front 

Up  Gradient 


Left 


Right 


Back 

Down  Gradient 


Visual  indication  — — 


Left 


'  0.5  mm  fracture  aperture  Flo' 
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'  Duration  1  day 

Visual  fracture  zone  (max)  aperture  4  mm 
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Figure  30.  FRPFM  performance:  Visual  tracer  results  on  the  external  FRPFM  sock. 
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True  Cumulative  Discharge  qot  [  cm^  ] 

Figure  3 1 .  Measured  eumulative  water  fluxes  by  FRPFM  visible  tracers  versus  controlled 
cumulative  discharge  in  fracture  simulator. 


Results — FRPFM  Measures  of  Water  and  Contaminant  Fluxes:  FRPFM  test  results  are 
illustrated  in  Figures  30  and  31  for  respective  measurements  of  cumulative  water  and 
contaminant  fluxes  in  the  fracture  simulator.  The  average  relative  error  on  measured 
contaminant  fluxes  was  -2  ±  16%.  And  for  water  fluxes,  the  average  relative  measurement  error 
was  2  ±  25%.  The  convergence  factor  Ct  giving  the  minimum  biased  estimate  of  both  water  and 
contaminant  fluxes  was  0.28.  Based  upon  this  estimate  of  (X  and  the  above  estimate  of  0.55 
m^/d  for  the  fracture  transmissivity,  ;  the  felt-mesh  transmissivity,  J'2  was  estimated  to  be  0.82 
mVd.  This  value  for  is  used  for  FRPFM  field  applications. 
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Figure  32.  Measured  eumulative  water  diseharge  by  FRPFM  aleohol  traeers  versus  eontrolled 
cumulative  discharge  in  the  fracture  simulator. 
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Figure  33.  Measured  eumulative  eontaminant  diseharge  by  FRPFM  versus  eontrolled 
eumulative  eontaminant  discharge  in  the  fracture  simulator. 
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Experiments  in  the  screened-well  high-contrast  flow  simulator 

The  new  FRPFM  is  designed  to  funetion  in  sereened-wells  as  well  as  in  roek  wells.  This  seetion 
of  the  report  presents  theory  for  applieation  of  the  FRPFM  in  sereened-wells  and  ineludes 
laboratory  test  results  from  experiments  performed  in  a  pilot-seale  screened-well  flow  simulator 
configured  to  simulate  high  contrast  flow  zones  as  outlined  in  section  4.2.5. 

Hydraulics  of  the  Screened-well  Flow  Simulator:  Hydraulic  characterization  of  all  components 
of  the  simulator  was  conducted  to  facilitate  the  interpretation  FRPFM  results.  The  components 
of  interest  include  the  hydraulic  conductivity  of  the  sand  and  gravel  flow  layers  as  well  as  well 
screen  permeability.  Three  methods  of  characterization  were  used:  1)  simple  falling-head 
permeameter  tests  to  measure  the  hydraulic  conductivities  of  gravel  and  sand  materials;  2) 
porous  media  flow  modeling  coupled  with  multiple  borehole  dilution  tests;  and  3)  down-hole 
testing  using  hydrophysical  logging.  For  the  latter  two  methods,  a  flow  rate  of  2,954  cm^/min 
was  maintained  in  the  simulator  under  a  hydraulic  gradient  of  0.0182. 

Under  the  first  hydraulic  characterization  method,  simple  falling-head  permeameter  experiments 
were  conducted  to  measure  the  hydraulic  conductivities  of  gravel  and  sand  materials  under 
steady  flow  conditions.  The  relevant  equation  is: 


f 

Ln 

V 


-K 


(28) 


where  /Zq  the  initial  head,  [L];  h  is  the  hydraulic  head  at  time  t,  [L];  is  the  thickness  of  the 
porous  medium  tested,  [L];  K  is  the  hydraulic  conductivity,  [L/T];  and  t  is  time,  [T].  The 
thickness  of  samples  tested  wasf^„  =30  cm.  Figure  32  is  a  plot  of  test  results  for  gravel. 

Measured  hydraulic  conductivities  for  gravel  and  sand  were  3376  m/d  and  30  m/d  respectively. 
Using  these  measured  conductivities,  the  width  of  simulator  (50  cm),  the  measured  thicknesses 
of  sand  and  gravel  layers  (77.75  cm  of  sand  and  9.35  of  cm  gravel),  and  the  above  stated 
gradient,  the  total  discharge  though  the  simulator  was  calculated  and  found  to  be  27%  less  than 
the  measured  discharge.  This  finding  was  not  unexpected.  The  falling-head  permeameter  tends 
to  generate  measures  that  are  somewhat  more  representative  of  vertical  hydraulic  conductivity 
which  are  typically  lower  than  the  horizontal  conductivity  that  governs  flow  through  the 
simulator. 
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Figure  34.  Results  from  a  falling  head  permeameter  test  eonducted  on  gravel  used  in  the 
simulator. 


Hydraulic  characterization  of  the  flow  simulator  under  the  second  approach  requires  a  coupled 
Darcy-Borehole  Dilution  and  Model  (CBDM).  This  hybrid  model  generates  estimates  the 
effective  flow  convergence  in  the  screened-well  (Uw)  of  the  simulator  from  which  sand  and 
gravel  hydraulic  conductivities  can  be  estimated  that  are  consistent  with  observed  flows  from 
multiple  borehole  dilution  tests  conducted  over  isolated  intervals  of  the  well. 

A  Borehole  dilution  test  is  typically  conducted  over  an  isolated  depth  interval  and  under  steady 
flow  conditions  using  a  conductivity  meter  to  measure  transient  changes  in  well-screen  water 
electrical  conductivity.  The  test  begins  with  a  pulse  exchange  of  a  salt  solution  with  ambient 
well  water  to  produce  instantaneous  increase  in  well  water  salinity.  Because  the  storage  volume 
within  the  isolated  section  of  the  well-screen  is  very  small,  a  new  technique  was  developed  that 
introduces  the  salt  solution  with  no  net  change  in  the  volume  of  water  originally  in  the  well 
screen.  This  technique  precludes  the  introduction  of  salt  into  the  model  aquifer  which  would 
complicate  the  interpretation  of  results.  Flow  is  interpreted  from  a  change  in  the  measured 
electrical  conductivity  of  water  in  the  isolated  section  of  screened  well.  The  change  occurs  as 
water  from  the  granular  porous  media  displaces  saline  water  in  the  well.  The  test  works  if  water 
from  the  model-aquifer  (or  true  aquifer)  has  a  significantly  different  electrical  conductivity  than 
water  originally  in  the  well  screen. 
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Multiple  borehole  dilution  tests  were  conducted  in  the  simulator,  under  a  constant  hydraulic 
gradient  of  0.01823  which  produced  a  steady  depth-average  specific  discharge  of  9.8  m/d.  Each 
borehole  dilution  test  involved  packing  off  a  section  of  well-screen  intersecting  layers  of  gravel 
or  sand  and  measuring  flow  within  the  isolated  section  of  the  well-screen.  Presented  below 
(Figure  33)  are  typical  results  gathered  from  the  gravel  zone  which  show  observed  conductivity 
changes  with  respect  to  time. 


Figure  35.  Dimensionless  electrical  conductivity  of  well-screen  water  versus  time  for  a 
borehole  dilution  test  conducted  in  the  gravel  zone  of  Well-screen  Flow  Simulator. 


To  interpret  groundwater  flows  from  a  borehole  dilution  test  conducted  over  an  isolated  section 
of  well-screen,  the  following  relationships  are  required; 


and 


and 
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q  =  K(p 


(31) 


^sw 

a 

where  Cq  is  the  initial  eleetrieal  eonduetivity  of  the  borehole  water  at  the  initial  time  of 

monitoring;  C  is  the  eleetrieal  conductivity  of  borehole  water  at  all  subsequent  times;  is  the 
ratio  of  ambient  groundwater  flow  into  the  borehole  to  the  mixing  volume  of  the  borehole 
dilution  instrument  (including  volume  of  water  between  packers,  volume  of  tubing,  etc.),  [1/T]; 

is  the  specific  discharge  through  a  cross  section  of  well  screen,  [L/T];  is  the  mixing 

volume  of  the  borehole  dilution  instrument,  [L^]  or  597.5  cm^;  is  the  inside  well  screen 

diameter,  [L]  or  10.16  cm;  length  of  isolated  section  of  well  screen  where  flows  are  being 

measured,  [L]  6  cm;  a  is  a  flow  convergence  factor  or  the  ratio  of  flow  measured  by  the 
borehole  dilution  test  to  the  ambient  aquifer  specific  discharge,  [-];  K  is  the  hydraulic 
conductivity  of  the  porous  media,  [L/T];  cp  is  the  hydraulic  gradient  in  the  simulator  or  0.0182; 

and  q  is  the  ambient  aquifer  specific  discharge,  [L/T].  The  value  of  parameter  is  obtained 

from  the  slope  of  the  borehole  dilution  curve  (See  above  Figure  33). 

In  an  open  screened  well  with  no  filter  pack,  the  appropriate  equation  for  determining  Ct^  is  the 
following  (Hatfield  et  al.  2004): 


1  +  ^ 
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where  is  the  well  screen  hydraulic  conductivity,  [L/T];  kg  is  the  aquifer  conductivity,  [L/T]; 

rg  is  the  outside  radius  of  the  well  screen,  [L];  and  is  the  inside  radius  of  the  well  screen,  [L]. 

In  an  open  screened  well;  however,  the  screen  permeability  tends  to  be  less  than  the  contiguous 
aquifer  media  such  that  it  constrains  flow.  Klammler  et  al.  (2007)  suggest  the  screen  hydraulic 

conductivity  can  be  estimated  from:  ,  where  L  =  2  ;  and /q  is  the  fraction  screen  open 

area,  [-].  Thus,  the  above  equation  can  then  be  simplified  to: 
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8/o 


(2/o+l)  +  (2/o-l) 


y^oj 


(33) 


For  the  well-screen  used  in  the  simulator, /q  equals  0.0457.  Using  the  above  equation,  the 
convergence  factor  was  estimated  to  be  0.98. 
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Using  an  independent  approaeh,  the  effeetive  eonvergenee  faetorct^  ean  be  estimated  for  the 

simulator  using  data  on  simulator  eomponents  and  borehole  dilution  test  data.  For  this  approaeh, 
the  CBDM  is  used: 


a„ 


Q^WS^w 


(b,s. 


g^C_g  +^s^C_s, 


(34) 


in  whieh  Q  is  the  total  flow  through  the  simulator,  [L^/T]:  2954  em^/min;  Wg  is  the  width  of  the 
simulator,  [L]:  50  em;  is  the  total  thiekness  of  all  gravel  layers,  [L]:  9.35  em;  is  the  total 
thiekness  of  all  sand  layers,  [L]:  77.75  em;  ^  is  the  average  slope  of  the  borehole  dilution 
eleetrieal  eonduetivity  elution  eurves  generated  from  gravel  layers,  [1/T]:  0.341  min'^  ;  and 
^  is  the  average  slope  of  the  borehole  dilution  eleetrieal  eonduetivity  elution  eurves 

generated  from  sand  layers,  [1/T]:  0.009  min'^  .  From  the  CBDM,  the  effeetive  CC^  was  0.95, 

whieh  eorresponds  to  a  sereen  open  area  of  4.3%.  Under  ideal  eondition  their  elose 

eorrespondenee  hear  appears  to  support  the  theory  presented  in  Klammler  et  al.  (2007). 

Assuming  cc^  is  the  best  estimate  of  the  aetual  eonverge  the  eonvergenee  faetor  for  an  open  well, 

,  it  was  then  feasible  to  use  the  above  equations  to  estimate  the  in  situ  eonduetivities  of  sand 

and  gravel  layers  at  those  loeation  where  borehole  dilution  tests  were  eondueted.  For  gravel 
layers  2  and  3  the  eorresponding  estimated  eonduetivities  were  4006  m/d  and  4789  m/d. 

Borehole  dilution  tests  from  sand  layers  3  and  4  produeed  respeetive  eonduetivity  estimates  of  98 
m/d  and  40  m/d.  Average  eonduetivities  of  all  measurements  were  4398  m/d  for  gravel  and  69.5 
m/d  for  sand.  Using  these  averages,  measured  thiekness  of  sand  and  gravel  layers,  and  the 
above  stated  gradient,  it  ean  be  shown  the  ealeulated  diseharge  must  mateh  the  measured 
diseharge  through  the  simulator. 

Down-hole  hydrophysieal  logging  was  used  as  method  to  independently  identify  the 
loeation/transition  of  high  eontrast  flow  zones.  RAS  Ine.,  performed  hydrophysieal  logging 
(HPL)  within  the  aquifer  box  wells  using  the  same  flow  eonditions  for  whieh  borehole  dilution 
and  FRPFM  tests  were  performed.  HPL  provided  aeeurate  estimates  of  the  loeation  of  high 
eontrast  flow  zones  whieh  eompared  well  with  FRPFM  suggesting  HPL  eould  be  useful  for 
identifying  zones  of  interest  for  FRPFM  deployment. 


FRPFM  Measurements  of  Water  and  Contaminant  Fluxes  in  the  Screened-well  Flow 
Simulator 

Equations  for  interpretins  water  and  contaminant  fluxes  in  screened  wells  from  FRPFMs: 
To  interpret  groundwater  flows  from  resident  traeers  lost  from  the  FRPFM  deployed  in  a 
sereened  well,  the  following  equation  is  used: 
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^OS  “ 


(36) 


at 


where,  is  the  speeific  discharge,  [L/T];  and  all  parameters  have  been  previously  define. 

In  addition  to  groundwater  flow,  it  is  of  interest  to  know  the  contaminant  flux  in  the  aquifer  J  , 
[M/L^/T].  This  is  calculated  from  the  mass  of  contaminant  captured  by  the  FRPFM  sorbent: 


_1.67M, 

J  ^  — 

alr^wt 


(37) 


from  which  all  parameters  have  been  previously  deflne. 


The  flow  convergence  factors  is  given  from  an  equation  presented  by  Klammler  et  al.  (2007. 
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where  is  the  well  screen  hydraulic  conductivity  which  varies  as  described  above  if  the 
contiguous  media  is  sand  or  gravel,  [L/T];  is  the  aquifer  hydraulic  conductivity  (sand  or 
gravel),  [L/T];  ,  the  effective  hydraulic  conductivity  of  the  felt-mesh,  [L/T];  ,  the  outside 

radius  of  the  well  screen,  [L];  ,  the  inside  radius  of  the  screened  well,  [L];  and  ^2  is  the  inside 

radius  of  the  felt-mesh  layer.  The  value  of  a  must  be  known  to  assess  the  ambient  groundwater 
flux^g^ .  In  general,  prior  estimates  of  hydraulic  conductivity  parameters  and  kjare  needed. 

Values  of  parameter  used  in  the  above  equations  to  describe  FRPFM  measurements  in  the 
laboratory  appear  in  Table  9  and  Table  10. 
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Table  10.  Model  Parameters  Used  to  Interpret  FRPFM  Measurements  in  high  eontrast  flow 
zones. 


Parameter 

Mean 

Value 

^  gravel 

0.025 

^  sand 

0.465 

h 

5.72 

5.08  cm 

h 

4.42  cm 

Lw 

6.0  cm 

w 

1.0  cm 

ko  gravel 

4398  m/d 

ko  sand 

69.5  m/d 

^fm 

12.4  m/d. 

k 

^  Sand  layer 

6.0  m/d 

k 

^  Gravel  layer 

402  m/d 

BHD 

597.5 

cm^ 

Results: 

FRPFM  test  results  are  illustrated  in  the  Figures  34  and  35  for  respective  measurements  of  water 
fluxes  in  gravel  and  sand  layers.  In  addition,  these  figures  indicate  (with  an  arrow)  fluxes 
measured  by  borehole  dilution  (BHD).  Mean  fluxes  and  measurement  standard  deviations  are 
given  for  both  the  FRPFM  and  borehole  dilution  in  Table  1 1 .  Relative  differences  in 
measurements  given  by  both  technologies  for  different  sand  and  gravel  layers  are  listed  in  Table 
12.  In  general,  relative  differences  in  water  flux  measurements  given  by  the  two  technologies 
ranged  from  -7%  to  38%  but  average  7%.  The  standard  deviation  on  those  relative  differences 
were  also  of  the  same  order.  Results  suggests  the  two  technologies  produce  comparable  water 
flux  measurements  in  the  laboratory. 
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Figure  36.  FRPFM  and  borehole  dilution  measures  for  water  flux  in  gravel  layers. 

Symbols  indieate  FRPFM  measured  water  fluxes  in  gravel  zones  of  the  laboratory  sereened-well 
flow  simulator.  The  horizontal  displacement  of  the  black  arrows  indicates  the  magnitude  of  the 
measured  water  flux  by  BHD  in  gravel  layers  1  and  3. 
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Figure  37.  FRPFM  and  borehole  dilution  measures  for  water  flux  in  sand  layers. 

Symbols  indicate  FRPFM  measured  water  fluxes  in  sand  zones  of  the  laboratory  screened-well 
flow  simulator.  The  horizontal  displacement  of  the  black  arrows  indicates  the  magnitude  of  the 
measured  water  flux  by  BHD  in  sand  layers  3  and  4. 
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Table  11.  Comparison  of  Water  Flux  Measurement  by  Two  Competing  Technologies. 


FRPFM 

Borehole  Dilution 

Layer 

Mean  Flux 

Standard  deviation 

Mean  Flux 

Standard  deviation 

[  cm/d  ] 

[  cm/d  ] 

[  cm/d  ] 

[  cm/d  ] 

Gravel  Layer  1 

7469 

287 

7302 

165 

Gravel  Layer  3 

8243 

440 

8731 

226 

Sand  Layer  3 

167 

18 

178 

- 

Sand  Layer  4 

113 

36 

73 

- 

Table  12.  Relative  Measurement  Differences  between  FRPFM  and  Borehole  Dilution. 


Layer 

Gravel  Layer  1 
Gravel  Layer  3 
Sand  Layer  3 
Sand  Layer  4 


Mean  Measurement  Difference 

% 

2.2 

-7.0 

-6.8 

38.4 


Standard  Deviation  of  Measurement 
Difference 
% 

3.9 

4.0 

11.0 

29.3 
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53.4.3  FULL-SCALE  INSTALLATION  AND  DEPLOYMENT  TESTING 


The  final  series  of  laboratory  tests  included  full-scale  experiments  to  evaluate  alternative 
deployment  strategies  as  outlined  in  section  4.2.6.  As  part  of  this  process  one  objective  was  to 
develop  a  protective  shield  for  the  ERPEM.  The  shield  was  designed  to  serve  two  purposes:  1)  to 
keep  ERPEM  components  from  getting  caught  on  exposed  rock  and  possibly  lodged  down  hole 
and  2)  to  minimize  the  loss  of  resident  tracers  during  insertion  and  retrieval.  The  shield  was 
constructed  using  a  6-foot  length  of  thin-walled  stainless  steel  pipe  with  a  dedicated  shield- 
packer  attached  to  the  top  of  the  stainless  steel  pipe. 

The  deployment  procedure  consists  of  inserting  the  ERPEM  into  the  base  of  the  shield  and 
inflating  the  ERPEM  packers  to  hold  the  device  securely  in  place  within  the  shield.  The  shielded 
device  is  then  inserted  into  a  well  and  lowered  to  the  desired  depth.  Once  at  depth,  the  shield- 
packer  is  inflated  to  hold  the  shield  in  place  and  the  ERPEM  packers  are  deflated  allowing 
gravity  to  draw  the  ERPEM  down  out  of  the  sheath.  Once  in  place  the  ERPEM  core  and  packers 
are  inflated  and  the  device  is  deployed — flux  measurement  is  initiated.  To  retrieve  the  ERPEM, 
the  core  and  packers  are  deflated,  the  device  is  drawn  back  up  into  the  protective  shield,  and  the 
ERPEM  packers  are  re-inflated  to  secure  the  device.  The  entire  assembly  is  then  retrieved  from 
the  well.  Once  at  land  surface,  the  ERPEM  packers  are  deflated  to  release  the  device  from  the 
shield  for  sampling  as  outlined  in  section  4.3. 
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5.4  DESIGN  AND  LAYOUT  OF  TECHNOLOGY  COMPONENTS 


Field  demonstration  of  the  FRPFM  required  three  major  sets  of  equipment,  the  FRPFM,  a  eustom 
designed  deviee  built  for  eondueting  modified  borehole  dilution  (BHD)  tests  over  an  isolated 
interrogation  interval  that  matehes  the  1 -meter  FRPFM  interrogation  interval,  and  high  resolution 
temperature  profiling  (HRTP)  equipment  with  temperature  veetor  probe  (TVP). 

5.4.1.  FRPFM 

The  FRPFM  interrogates  an  isolated  1 -meter  seetion  of  the  roek  hole  with  the  intent  of  providing 
high  resolution  evaluation  of  the  loeation  and  orientation  of  aetive  flowing  fraetures,  water  and 
contaminant  fluxes  in  those  fractures,  and  the  direction  of  fracture  flow.  Figures  36  and  37  provide 
a  schematic  and  images  of  the  FRPFM  as  tested  in  the  field.  Major  instrument  components  include 
three  inflatable  packers,  a  common  air  line  to  the  terminal  packer,  and  another  airline  to  the  central 
packer.  In  addition,  there  is  an  expandable  plastic  mesh  material  that  covers  the  inflatable  central 
core  (a  long  small  diameter  packer),  the  core  mesh  is  wrapped  with  an  activated  carbon  felt  sorbent 
equilibrated  with  non-toxic  alcohols  tracers.  Finally,  there  is  an  external  cotton  sock  with  visible 
tracers  extruded  onto  the  central  core. 
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Figure  38.  Schematic  of  FRPFM. 
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Figure  39.  FRPFM  for  4-inch  diameter  well  with  dimensions  shown.  Image  a)  shows  the  FRPFM 
with  core  extended  out  of  the  shield.  Image  B)  shows  the  FRPFM  in  deployment  and  retrieval 
mode  (withdrawn  into  the  shield). 


5.4.2.  BOREHOLE  DILUTION  TESTS 

Borehole  dilution  tests  were  used  to  measure  water  fluxes  over  isolated  sections  of  the  rock  hole 
(Guitierrez  et  al.  1977;  Xu  et  al.  1997;  and  Novakowski  et  al.  2006).  During  borehole  dilution 
tests,  water  samples  were  collected  over  the  isolated  section  of  rock  hole  and  analyzed  for  target 
contaminants.  The  contaminant  concentrations  were  used  to  calculate  contaminant  flux.  Figure  38 
shows  the  field-scale  borehole  dilution  apparatus  that  was  designed  and  custom  built  for 
comparative  testing  with  the  FRPFM.  Major  instrument  components  “in  the  well”  include  two 
inflatable  packers,  an  air  line  to  the  packers,  a  submersible  pump  and  fluid  recirculation  lines. 
Above,  ground  there  is  a  recirculation  manifold,  a  source  of  compressed  nitrogen  (or  air)  for 
inflating  packers,  an  in-line  electrical  conductivity  meter,  a  mixing  chamber  and  sampling  port. 
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Variable  Speed  Submersible  Pump 


Bottom  Packer 


Figure  40.  Field-scale  borehole  dilution  apparatus  for  fractured  rock  boreholes. 


5.3.3.  HIGH  RESOLUTION  TEMPERATURE  PROFILES 

Recent  developments  have  led  to  revitalization  of  the  use  of  temperature  logging  for  characterizing 
flow  through  fractured  rock.  The  sealing  of  boreholes  using  water-filled,  flexible  impermeable 
liners  prevents  vertical  cross  connection  between  fractures  intersecting  the  hole  and  establishes  a 
static  water  column  with  a  temperature  stratification  that  mimics  that  in  the  surrounding  formation 
(Pehme  et  al,  2014).  Measurement  of  the  temperature  profile  of  the  lined-hole,  water  column 
provides  a  tool  for  identifying  fractures  with  active  flow  under  ambient  groundwater  conditions 
(without  cross  connecting  flow  along  the  borehole).  Detection  of  flow  in  fractures  is  improved 
with  the  use  of  a  heater  to  create  thermal  disequilibrium  in  the  active  line  source  (AES)  technique 
and  eliminate  normal  depth  limitations  in  the  process. 

HRTP  methods  (Pehme  et  al,  2010)  provide  indication  of  actively  flowing  fractures  while  TVP 
(Pehme  et  al,  2014)  provides  indication  of  flow  direction.  An  image  of  the  TVP  probe  along  with 
a  schematic  of  the  thermistor  distribution  are  provided  in  figure  41.  The  results  from  HRTP  and 
TVP  measurements  were  used  for  comparison  to  FRPFM  measures  for  the  location  (depth)  of 
active  flowing  fractures  and  the  inferred  direction  of  groundwater  flow. 
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(a)  (b) 


Figure  41.  (a)  Image  of  temperature  veetor  probe  (TVP)  with  4  thermistors  and  (b)  schematic 
showing  distribution  of  thermistors  as  viewed  from  below  (Adapted  from  Pehme  et  al,  2014). 


5.5  FIELD  TESTING 

Over  the  duration  of  the  project  22  FRPFM  deployments  and  35  modified  borehole  dilution  tests 
were  performed  at  two  sites:  the  Guelph  Tool  Site  (GTS)  in  Ontario,  Canada  and  the  former 
Naval  Air  Warfare  Center  (NAWC)  in  West  Trenton,  New  Jersey  both  of  which  had  previously 
existing  networks  of  well  characterized  fractured  frock  wells.  The  field  demonstration  tests  were 
performed  in  a  sequential  fashion,  progressively  testing  individual  components  of  the  FRPFM 
technology  while  incrementally  incorporating  newer  components  and  evaluating  field 
deployment  challenges  in  order  to  determine  optimal  deployment  mechanisms  and  strategies. 
Gantt  charts  showing  the  schedule  of  field  activities  performed  at  GTS  and  NAWC  are  provided 
in  Tables  13  and  14  respectively. 

In  parallel  with  laboratory  testing  and  development,  during  2008  and  2009,  collaborators  at  the 
University  of  Guelph  performed  directional  flow  surveys  at  the  Guelph  Tool  site  and  provided 
high  resolution  temperature  profiles  for  all  potential  wells.  Then  the  initial  4  FRPFM  field 
deployments  were  performed  with  the  primary  intent  of  evaluating  the  challenges  of  field-scale 
deployment.  These  early  tests  only  incorporated  the  visual  tracer  component  of  the  FRPFM 
technology  suite.  These  early  field  tests  experienced  limited  success  with  visual  tracers  on  a 
cotton  visual  indication  sock.  Visual  indication  of  potential  fractures  were  observed  and 
confirmed  with  acoustic  and  optical  televiewer  (ATV  and  OTV).  More  importantly,  these  tests 
provided  invaluable  information  with  regard  to  deployment  mechanisms  that  were  directly 
implemented  in  the  design  of  the  next  stage  of  FRPFM  field  prototypes  tested  in  2010. 

All  field  tests  with  quantifiable  results  are  summarized  in  the  matrix  of  results  (table  15)  which 
provides  a  general  outline  of  all  data  collected  by  FRPFM  and  comparative  technologies.  As 
mentioned  above,  the  initial  four  field  deployments  were  used  to  evaluate  field-scale  deployment 
challenges  and  are  not  included  in  table  15.  There  were  also  two  tests  performed  to  completion 
(Tests  E  and  M)  that  are  not  listed  in  the  table.  These  tests  did  not  provide  quantifiable  results 
due  to  vandalism  and  damaged  equipment.  As  such,  there  are  16  tests  listed  in  the  table  that 
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provide  comparison  between  FRPFM  and  three  comparative  technologies — acoustic  and  optical 
televiewer  (ATV/OTV),  high  resolution  temperature  profiles  with  temperature  vector  probe 
(HRTP/TVP),  and  borehole  dilution  tests  (BHD). 

During  2010  live  FRPFM  field  deployments  were  performed  at  the  Guelph  Tool  site.  The  target 
zones  for  FRPFM  interrogation  were  determined  based  upon  pre-existing  geophysics  data 
(ATV/OTV)  and  closed-hole  HRTP/TVP  profiles  used  to  indicate  the  presence  of  flow  within 
the  borehole.  The  first  FRPFM  test  of  2010  incorporated  two  components  of  the  FRPFM 
technology  suite:  1)  internal  alcohol  tracers  on  a  new  sorbent  media  (activated  carbon  felt)  that 
was  selected  specifically  for  fracture  rock  applications  based  upon  extensive  laboratory  testing 
and  2)  improved  visual  tracer  sock  now  composed  of  a  nylon-spandex  blend  (again  specifically 
selected  for  fracture  rock  applications  based  upon  extensive  laboratory  testing).  The  internal 
tracers  provide  a  direct  measure  of  volumetric  water  flux  (specific  discharge)  through  the 
FRPFM,  while  the  visual  tracer  provides  indication  of  the  presence,  spatial  distribution,  and 
orientation  of  flowing  fractures  along  with  the  direction  of  groundwater  flow  and  an  independent 
measure  of  water  flux.  Subsequent  field  tests  during  2010  incrementally  added  new  components 
to  each  subsequent  FRPFM  field  prototype.  Tests  were  performed  incorporating  a  stainless  steel 
shield  used  to  encapsulate  the  FRPFM  during  downward  deployment  and  upward  retrieval  within 
the  borehole.  The  shield  serves  two  purposes:  1)  it  physically  protects  the  integrity  of  the  visual 
tracer  sock  and  underlying  activated  carbon  felt  by  preventing  contact  with  fracture  rock  face  of 
borehole  and  2)  it  precludes  internal  tracer  loss  due  to  vertical  flow  of  water  through  the  device 
during  deployment  and  retrieval.  The  final  phase  of  testing  during  2010  incorporated  an 
accelerometer  on  the  base  of  the  FRPFM  assembly  in  order  to  record  the  orientation  of  the 
device  with  regard  to  magnetic  north  during  deployment.  This  allows  for  evaluation  of  the 
direction  of  flow  within  the  FRPFM  interrogation  zone.  With  the  inclusion  of  the  accelerometer, 
the  complete  suite  of  FRPFM  technologies  had  been  assembled  and  tested  at  the  field  scale. 

During  2011  three  FRPFM  field  deployments  were  performed  along  with  three  modified 
borehole  dilution  tests  at  Guelph  Tool  site.  The  intent  for  this  phase  of  testing  was  to  evaluate  the 
FRPFM  capabilities  for  quantifying  contaminant  flux,  and  to  validate  the  FRPFM  values  for 
water  flux  and  contaminant  flux  with  independent  measures  obtained  using  modified  borehole 
dilution  tests. 

During  2012  field  demonstration  efforts  were  expanded  to  include  tests  running  in  parallel  at 
both  the  Guelph  Tool  site  and  the  NAWC  site  in  New  Jersey.  A  total  of  5  FRPFM  deployments 
were  performed,  along  with  one  FRPFM  push-pull  test  and  16  borehole  dilution  tests. 

The  final  phase  of  field  testing  was  performed  during  2013  at  the  NAWC  site.  A  total  of  5 
FRPFM  deployments  were  performed  along  with  16  modified  borehole  dilution  tests. 

The  outcome  of  the  combined  results  from  all  of  the  field  tests  is  to  demonstrate  that  the  FRPFM 
provides  direct,  high-resolution,  simultaneous  measure  of  6  data  types  with  regard  to  actively 
flowing  fractures.  The  data  type  correspond  to  the  quantitative  performance  objectives  outlined 
in  Table  1:  1)  detection  of  flowing  fractures,  2)  fracture  location  (depth),  3)  fracture  orientation, 
4)  fracture  flow  direction,  5)  groundwater  flux  (specific  discharge),  and  6)  contaminant  mass 
flux. 
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Table  13.  Scheduled  aetivities  for  FRPFM  demonstration  at  the  Guelph  Tool  Site 


Field  Testing:  Guelph  Tool  Site 

Aetivity 

Year  2008-2012 

2008 

2009 

2010 

2011 

2012 

Startup 

X 

Direetional  Flow  Survey  (HRTP/TVP) 

X 

X 

FRPFM  deployment,  extraetion,  and  sampling 

X 

X 

X 

X 

X 

Borehole  Dilution  Testing 

X 

X 

X 

Demobilization 

X 

Table  14,  Seheduled  aetivities  for  FRPFM  demonstration  at  the  NAWC  site 


Field  Testing:  NAWC 

Aetivity 

Year  201 
2012 

2-2013 

2013 

Startup — mobilization 

X 

Direetional  Flow  Survey  (HRTP/TVP) 

X 

FRPFM  deployment,  extraetion,  and  sampling 

X 

X 

Borehole  Dilution  Testing 

X 

X 

Demobilization 

X 
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Table  15,  Matrix  of  test  results — ^provides  general  summary  of  data  collected  by  FRPFM  and  comparative  technology  for  all  field 
tests. 


Comparative  Technology 

FRPFM 

Test 

ATV/OTV 

HRTP 

BHD 

Visual  Tracer 

Alcohol  Tracer 

FRPFM  Sorbent 

Fracture 

Depth 

Fracture 

Orient 

Fracture 

Flow  Depth 

Flow 

Direction 

Specific 

Discharge 

Contaminant 

Flux 

Contaminant 

Flux  cone 

Fracture 

Depth 

Fracture 

Orient 

Specific 

Discharge 

Flow 

Direction 

Specific 

Discharge 

Contaminant 

Flux 

Contaminant 

Flux  cone 

A 

X 

X 

X 

X 

NA 

NA 

NA 

X 

X 

X 

NA 

X 

NA 

NA 

B 

X 

X 

X 

X 

NA 

NA 

NA 

X 

X 

X 

X 

X 

NA 

NA 

C 

X 

X 

X 

X 

NA 

NA 

NA 

NA 

NA 

X 

NA 

X 

NA 

NA 

D 

X 

X 

X 

X 

NA 

NA 

NA 

X 

X 

X 

X 

X 

NA 

NA 

F 

X 

X 

X 

X 

NA 

NA 

NA 

X 

X 

X 

X 

NA 

NA 

NA 

G 

X 

X 

X 

X 

NA 

NA 

NA 

X 

X 

X 

X 

X 

X 

X 

p 

H 

X 

X 

X 

X 

NA 

NA 

NA 

NA 

NA 

NA 

NA 

X 

X 

X 

1 

X 

X 

X 

X 

X 

X 

X 

NA 

NA 

NA 

NA 

X 

X 

X 

L 

X 

X 

X 

X 

X 

X 

X 

NA 

NA 

NA 

NA 

X 

X 

X 

J 

X 

X 

X 

X 

X 

X 

X 

X 

X 

X 

X 

X 

X 

X 

K 

X 

X 

X 

X 

X 

X 

X 

X 

X 

X 

X 

X 

X 

X 

N 

X 

X 

X 

X 

X 

X 

X 

X 

X 

NA 

NA 

X 

X 

X 

0 

X 

X 

X 

X 

X 

X 

X 

X 

X 

X 

X 

X 

X 

X 

P 

X 

X 

X 

X 

X 

NA 

NA 

X 

X 

NA 

NA 

X 

X 

X 

Q 

X 

X 

X 

X 

X 

NA 

NA 

X 

X 

NA 

NA 

X 

X 

X 

R 

X 

X 

X 

X 

X 

X 

X 

X 

X 

NA 

X 

X 

X 

X 

X— Quantifiabe  results 
NA-Not  Available 
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5.5.1.  STARTUP 


Because  much  of  the  desired  baseline  characterization  data  existed  for  all  of  the  test  wells;  the 
primary  start  up  activity,  included  a  thorough  review  of  existing  data  and  the  measurement  of 
water  levels  and  contaminant  concentrations  prior  to  FRPFM  field  testing.  Groundwater  levels 
were  measured  in  each  test  borehole  and  in  nearby  wells  before  and  after  testing  the  FRPFM  at 
each  depth  interval.  The  intent  was  to  monitor  potential  changes  in  head  and  gradients  produced 
by  changes  in  local  hydrologic  conditions  (e.g.,  rainfall  events)  during  the  field  demonstration 
period.  In  addition,  contaminant  concentrations  were  evaluated  in  each  test  well  prior  to  FRPFM 
testing  in  order  to  assess  ambient  depth-average  contaminant  concentrations. 


5.5.2.  DIRECTIONAL  FLOW  SURVEY 

One  of  the  principal  investigators.  University  of  Guelph,  used  high  resolution  temperature 
profiling  (HRTP)  (Pehme  et  al,  2010)  to  identify  active  flowing  fractures  along  with  a  temperature 
vector  probe  (TVP)  (Pehme  et  al,  2014)  to  measure  the  direction  of  fracture  flow  over  isolated 
sections  of  the  borehole.  These  tools  provide  a  vertical  distribution  of  horizontal  groundwater  flow 
direction  throughout  the  entire  length  of  lined  borehole.  It  typically  takes  three  days  to  survey  all 
the  fractures  within  a  well.  The  directional  flow  survey  was  conducted  in  its  entirety  before 
FRPFM  deployment  began  and  portions  of  the  results  are  presented  in  Pehme  et  al,  2014. 


5.5.3.  BOREHOLE  DILUTION  TESTING 

Borehole  dilution  tests  were  conducted  to  measure  water  and  contaminant  fluxes  over  the  same 
isolated  sections  of  the  rock  hole  interrogated  by  the  FRPFM.  These  tests  were  conducted 
immediately  before  and/or  after  the  FRPFM  were  deployed.  A  submersible  pump  is  used  to 
circulate  water  from  an  isolated  borehole  test  section  through  an  above-ground  recirculation 
manifold  that  incorporates  an  in-line  electrical  conductivity  meter,  along  with  a  mixing  chamber 
and  sampling  port.  Changes  in  electrical  conductivity  were  monitored  continuously  to  quantify 
water  fluxes.  Water  samples  were  collected  over  the  same  isolated  section  of  rock  hole  during 
each  borehole  dilution  test  and  analyzed  for  target  contaminants.  Measured  contaminant 
concentrations  were  used  to  calculate  contaminant  flux.  Depending  on  flow  conditions,  borehole 
dilution  tests  took  anywhere  between  4  hours  to  7  days. 


5.5.4.  FRPFM  DEPLOYMENT;  RETRIEVAL,  AND  SAMPLING 

Based  on  high-resolution  temperature  logs  for  all  wells,  FRPFM  were  deployed  strategically  to 
measure  fluxes  in  zones  with  expected  active  fractures.  Each  FRPFM  deployment  interrogated  a 
1.0-m  depth  interval.  Depending  on  flow  conditions,  FRPFM  deployments  ranged  from  18  hours 
to  30  days. 

At  the  end  of  each  deployment  period,  the  FRPFM  was  extracted  for  visual  inspection,  imaging, 
documentation,  and  sampling.  Visual  inspection  of  the  external  FRPFM  fabric  under  UV  light 
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provides  evidence  of  visible  tracer  loss  that  indicates  active  fracture  locations,  orientations,  and 
directions  of  flow.  Pictures  were  taken  to  document  the  location  of  active  tracers,  their  orientation, 
and  direction  of  fracture  flow.  Locations  of  active  fractures  and  direction  of  flow  are  then 
compared  to  fracture  locations  indicated  by  HRTP  (Pehme  et  al,  2010).  Fracture  orientation  are 
compared  to  available  optical  and  acoustic  surveys,  and  flow  direction  is  compared  to  TVP  results 
(Pehme  et  al,  2014)  and  previous  published  measures  for  each  site. 

Once  the  external  visible  tracer  data  were  recorded,  the  FRPFM  sorbent  fabric  was  removed  and 
sampled  and  preserved  as  described  in  section  5.6.  The  samples  were  shipped  on  ice  to  the 
University  of  Florida  and/or  the  University  of  Guelph  for  analysis.  Sample  analysis  produces 
measures  of  residual  alcohol  tracer  masses  and  the  intercepted  TCE  (and  DCE)  mass  from  each 
fracture.  Tracer  masses  are  used  to  quantify  cumulative  fracture  flows  in  accordance  with  equation 
(12).  TCE  mass  intercepted  from  fractures  is  used  with  equation  (14)  to  quantify  contaminant 
fluxes. 

5.5.5.  DEMOBIEIZATION 

It  is  estimated  that  the  demonstration  produced  7  kg  of  IDW;  4  kg  of  spent  activated  carbon  felt 
waste,  1  kg  of  spent  cotton  socks,  and  2  kg  of  plastic  mesh.  The  University  of 
Guelph/Elorida/USGS  disposed  of  all  waste.  No  equipment  was  left  on  site  and  no  wells  were 
decommissioned. 

5.6  SAMPLING  METHODS 

The  objective  of  the  sampling  plan  for  this  study  was  to  acquire  sufficient  data  to  validate  FRPEM 
technology  performance  in  the  field  and  allow  regulatory  agencies  and  managers  to  evaluate  the 
innovative  nature  of  the  technology.  Because  the  ERPEM  provides  time  integrated  measures  of 
both  water  and  contaminant  fluxes,  temporal  variations  in  flux  are  not  a  concern.  However,  spatial 
variations  in  flux  can  be  significant.  The  visible  tracers  used  on  the  FRPEM  provide  an  indication 
of  where  sorbent  sampling  is  needed  to  quantify  water  and  contaminant  fluxes  in  active  fractures. 
Using  visual  tracer  results  to  inform  sorbent  sampling  allows  for  proper  evaluation  of  spatial 
variations  in  both  water  and  contaminant  fluxes. 

Sample  Collection.  Two  types  of  samples  were  collected  during  this  study,  ground  water 
samples  and  sorbent  samples  from  FRPEM.  Tables  16  and  17  respectively  provide  details  on  the 
number  and  type  of  samples  collected  and  analytical  methods  of  analysis.  Sampling  methods 
and  sample  handling  procedures  are  briefly  described  here  and  discussed  in  more  detail  in 
Appendices  B-D. 

Water  samples  were  collected  in  EPA  VGA  vials  with  zero  headspace.  Samples  were  drawn 
from  tested  rock  wells  before  ERPEM  testing  and  they  were  collected  periodically  during 
borehole  dilution  tests.  The  contaminant  concentrations  measured  during  the  borehole  dilution 
tests  were  used  with  borehole  dilution  flow  data  to  calculate  contaminant  flux  and  flux  average 
concentrations  over  isolated  depth  intervals.  Samples  were  analyzed  for  target  contaminants 
(TCE  and  DCE). 
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Sorbent  samples  were  eollected  from  the  extracted  FRPFM  from  a  depth  interval  typically  30-40 
times  the  fracture  aperture.  Regular  intervals  of  the  FRPFM  sorbent  were  segmented  and 
transferred  to  40-ml  VOA  vials  containing  an  extraction  fluid  such  as  isobutanol.  Approximately 
20  grams  of  sorbent  were  extracted  with  20  ml  of  solvent. 

Sample  Analysis.  All  samples  were  analyzed  at  laboratories  at  the  University  of  Florida  and/or 
University  of  Guelph.  Volatile  organics,  including  alcohol  tracers,  were  analyzed  by  direct 
liquid  injection  on  Gas  Chromatographs.  Details  of  analytical  methods  are  provided  in  Appendix 
B-D.  Detection  limits  are  approximately  1  mg/L.  Headspace  analysis  (HS)  is  used  in  the  event 
that  low  concentrations  are  encountered.  Detection  limits  for  HS  is  approximately  50  ug/L 

Data  Quality  Parameters.  Data  quality  was  maintained  and  checked  throughout  the  project. 
Details  on  approaches  for  maintaining  data  quality  are  provided  in  the  QA/QC  plan  in  Appendix 

E. 

Quality  Assurance  Sampling.  A  description  of  the  quality  assurance  (QA)  samples  that  were 
collected,  such  as  field  duplicates,  equipment  blanks,  trip  blanks,  and  field  blanks  are  provided  in 
the  QA/QC  plan  in  Appendix  E. 

Calibration  Procedures,  Quality  Control  Checks,  and  Corrective  Action.  Initial  and  continuing 
calibration  procedures  for  analytical  instrumentation,  quality  control  checks,  and  corrective 
actions  are  required  to  maintain  reproducible  experiments.  These  procedures  are  fully  described 
in  the  QA/QC  plan  in  Appendix  E. 

Data  Quality  Indicators.  Simple  regression  analysis  was  used  to  assess  the  quality  of  data 
collected  at  any  single  well.  However,  more  sophisticated  techniques  of  spatial  analysis  were 
performed  with  data  collected  to  assess  the  spatial  mean  and  variance  of  contaminant  and  water 
fluxes  evaluated  over  transects  or  within  a  plume. 
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Table  16,  Total  Number  and  Types  of  Samples  to  Be  Collected 


Component 

Matrix 

Analyte 

Location 

Pre- 

demonstration 

sampling 

Groundwater 

5 

TCE 

One  from  each  rock 
well. 

Technology 

performance 

sampling 

AC  Sorbent 

20  or  4  per 
active  fracture 

TCE 

Alcohol  tracers: 

2 - butanol 

1 -butanol 

3- pentanol 

1-pentanol 

2,4dimethyl  pentanol 
1-hexanol 

1  -octanol 

At  5  active  fracture 
locations  4  samples 
taken 

Groundwater 

20  or  4  per 
Borehole 
dilutions  test 

TCE 

At  5  active  fracture 
locations  4  samples 
taken 

Table  17.  Analytical  Methods  for  Sample  Analysis 


Matrix 

Analyte 

Method 

Container 

Preservative* 

Holding 

Time 

Groundwater 

TCE 

Appendices 

B-D 

EPA  VOA 
Vials 

None 

14  days 

AC  sorbent 

Alcohol  tracers: 

2 - butanol 

1  -butanol 

3- pentanol 

1  -pentanol 

2,4dimethyl 

pentanol 

1-hexanol 

1 -octanol 

Appendices 

B-D 

EPA  VOA 
Vials 

Isobutyl 

Alcohol 

14  days 

AC  sorbent 

TCE 

Appendices 
B-D  A 

EPA  VOA 
Vials 

Isobutyl 

Alcohol 

14  days 
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5.7  SAMPLING  RESULTS 


During  2010  five  FRPFM  field  deployments  were  performed  at  the  Guelph  Tool  site  (Tests  A,  B, 
C,  D,  and  E).  The  target  zones  for  FRPFM  interrogation  were  determined  based  upon  pre¬ 
existing  geophysics  data  and  closed-hole  high  resolution  temperature  profiles  used  to  indicate  the 
presence  of  flow  within  the  borehole.  The  objectives  of  these  early  tests  were  to  1)  test  the 
capability  of  the  FRPFM  to  identify  flowing  features  within  fractured  rock  systems  and  2) 
provide  estimates  for  flow  direction.  It  should  be  noted  that  the  deployment  depth  for  all  tests  is 
referenced  to  the  center  of  the  1-meter  FRPFM  interrogation  zone.  As  such,  there  is  0.5  m  (1.64 
ft)  of  interrogation  above  and  below  the  listed  deployment  depth. 

The  first  FRPFM  test  (Test  A)  was  performed  in  well  MW-26  with  deployment  duration  of  4 
days  at  a  depth  of  13.30  m-bgs  (43.64  ft-bgs).  This  phase  of  field  tests  incorporated  two 
components  of  the  FRPFM  technology  suite:  1)  internal  alcohol  tracers  on  a  new  sorbent  media 
(activated  carbon  felt)  that  was  selected  specifically  for  fractured  rock  applications  based  upon 
extensive  laboratory  testing  and  2)  improved  visual  tracer  sock  now  composed  of  a  nylon- 
spandex  blend  (again  specifically  selected  for  fracture  rock  applications  based  upon  extensive 
laboratory  testing).  The  elution  of  internal  tracers  provide  a  direct  measure  of  volumetric  water 
flux  (specific  discharge)  through  the  FRPFM,  while  the  visual  tracer  provides  indication  of  the 
presence,  spatial  distribution,  and  orientation  of  flowing  fractures  along  with  the  direction  of 
groundwater  flow  and  an  independent  measure  of  water  flux.  When  the  initial  FRPFM  prototype 
was  retrieved,  imaged,  and  sampled  there  were  faint  visual  indications  of  a  three  potential 
flowing  vertical  and  diagonal  fractures  with  centroids  at  13.29,  13.35  and  13.41  m-bgs.  ATV- 
OTV  logs  indicated  horizontal  features  at  13.43  and  13.72  m-bgs,  and  HRTP  had  indicated  flow 
at  13.3  m-bgs.  Analysis  of  the  FRPFM  internal  alcohol  tracers  indicated  a  flow  per  unit  width  of 
60  cmVday,  while  evaluation  of  the  apparent  aperture  and  length  of  the  individual  visual  dye 
features  indicated  a  flow  per  unit  width  of  76  cm^/day.  There  was  no  quantifiable  contaminant 
flux  at  this  depth.  Flux  data  for  all  tests  are  summarized  in  Tables  18  and  19.  Table  18 
summarizes  results  for  comparative  technologies  (HRTP/TVP  and  BHD)  while  table  19 
summarizes  results  for  FRPFM  technologies  (visual  tracers,  alcohol  tracers  and  sorbent). 

Subsequent  field  tests  during  2010  incrementally  added  new  components  to  each  FRPFM  field 
prototype  that  was  deployed.  The  next  component  that  was  incorporated  was  an  accelerometer  on 
the  base  of  the  FRPFM  assembly  in  order  to  record  the  orientation  of  the  device  with  regard  to 
magnetic  north  during  deployment.  This  allows  for  evaluation  of  the  direction  of  flow  within  the 
FRPFM  interrogation  zone.  Test  B  was  the  first  phase  of  testing  that  incorporated  the 
accelerometer  and  was  performed  in  well  MW-26  with  deployment  duration  of  4  days  at  a  depth 
of  13.40  m-bgs  (43.96  ft-bgs).  When  the  FRPFM  was  retrieved,  imaged,  and  sampled  there  were 
visual  indications  of  two  vertical  flowing  features.  The  upper  feature  was  21  cm  long  with  a 
centroid  at  13.23  m-bgs  (43.41  ft-bgs)  and  an  apparent  aperture  of  0.33  cm,  while  the  lower 
feature  was  10  cm  long  with  a  centroid  at  13.92  m-bgs  (45.67  ft-bgs)  and  an  apparent  aperture  of 
0.93  cm.  The  location  of  the  upper  feature  corresponded  with  a  potential  vertical  fracture  noted 
in  the  acoustic  televiewer  data  log  possibly  connecting  two  apparent  horizontal  fractures. 

FRPFM  alcohol  tracers  indicated  an  average  flow  per  unit  width  of  56  cm^/day  while  evaluation 
of  visual  dye  features  indicated  an  average  flow  per  unit  width  of  49  cm^/day  (table  19).  There 
was  no  quantifiable  contaminant  flux  at  this  depth.  Both  of  the  visual  features  were  on  the  same 
face  of  the  FRPFM  and  were  essentially  collinear  at  approximately  106°  from  north  (with  a 
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reported  accuraey  of  0.5  to  2.0  degrees  root  mean  squared  error  for  the  aceelerometer).  As 
diseussed  in  seetion  5.3.4,  the  visual  features  on  the  FRPFM  soek  indieate  where  flow  has 
entered  the  device.  As  such,  the  inferred  flow  direction  is  offset  by  180”,  and  the  estimated 
groundwater  flow  direction  within  the  FRPFM  interrogation  zone  during  Test  B  was  286”  (W). 

Test  C  was  the  first  test  performed  that  incorporated  a  stainless  steel  shield  that  was  designed  to 
encapsulate  the  FRPFM  during  deployment  and  retrieval  within  the  borehole.  The  shield  serves 
two  purposes:  1)  it  physically  protects  the  integrity  of  the  visual  tracer  sock  and  underlying 
activated  carbon  felt  by  preventing  contact  with  the  fracture  rock  face  of  the  borehole  and  2)  it 
precludes  internal  tracer  loss  due  to  vertical  flow  of  water  through  the  device  during  deployment 
and  retrieval.  Test  C  was  performed  in  the  highly  weathered  upper  portion  of  MW26  with 
deployment  duration  of  5  days  at  a  depth  of  6.48  m-bgs  (21.25  ft-bgs).  The  rock  in  this  zone  is 
unconsolidated  with  large  voids  and  sharp  edges.  Preliminary  FRPFM  tests  during  2009  in  this 
zone  had  experienced  both  packer  and  visual  sock  failure  due  to  contact  with  the  sharp  rock  face. 
Once  the  shield  was  incorporated  for  Test  C,  FRPFM  deployment,  retrieval,  and  sampling  all 
went  well  with  no  complications.  Imagery  of  the  visual  indication  sock  showed  significant 
washout  on  one  face  of  the  FRPFM  with  little  to  no  dye  remaining  in  the  active  flow  zone.  But, 
above  and  below  the  flow  zone  there  was  still  tracer  visible  on  the  sock  and  more  importantly,  on 
the  back  (down  gradient)  side  of  the  FRPFM  there  was  still  visual  tracer  present  on  the  sock.  All 
of  these  conditions  correspond  with  expected  results  previously  validated  using  the  large  scale 
aquifer  box  with  high  contrast  flow  zones  at  the  University  of  Florida  Coastal  Laboratory  (as 
discussed  in  section  5.3.4).  Based  upon  analysis  of  internal  alcohol  tracers,  the  specific  discharge 
within  the  washout  zone  was  33  cm/day  (table  19).  There  was  no  quantifiable  contaminant  flux 
at  this  depth.  Test  B  and  C  were  performed  in  parallel  with  two  separate  FRPFM  prototypes.  The 
prototype  used  for  test  C  did  not  incorporate  an  accelerometer  and  as  such  the  flow  direction  was 
not  estimated. 

Test  D  was  performed  in  well  MW25  with  a  deployment  duration  of  5  days  at  a  depth  of  7.93  m- 
bgs  (26  ft-bgs).  When  retrieved  there  were  visual  indications  of  three  vertical  flowing  features 
with  centroids  located  at  7.63  m-bgs  (25.05  ft-bgs),  7.88  m-bgs  (25.85  ft-bgs),  and  8.04  m-bgs 
(22.39  ft-bgs).  The  upper  feature  was  20  cm  long  with  an  apparent  aperture  of  0.17  cm,  the 
middle  feature  was  4.5  cm  long  with  an  apparent  aperture  of  0.05  cm,  and  the  bottom  feature  was 
10  cm  long  with  an  apparent  aperture  of  0.35  cm.  FRPFM  alcohol  tracers  indicated  an  average 
flow  per  unit  width  of  10.8  cmVday  while  evaluation  of  visual  dye  features  indicated  an  average 
flow  per  unit  width  of  8.3  cmVday  (table  19).  There  was  no  quantifiable  contaminant  flux  at  this 
depth.  The  three  centroids  of  the  visual  features  were  located  at  35.6°,  66.3”  and  84.4”  from 
north  with  inferred  flow  directions  of  215.6”,  246.3°,  and  264.4”  respectively.  As  such,  the 
estimated  general  direction  of  groundwater  flow  within  the  FRPFM  interrogation  zone  during 
Test  D  was  242°  (SW). 

Test  E  was  run  to  completion,  and  the  FRPFM  was  successfully  retrieved.  However,  it  was 
determined  that  the  packer  assembly  had  developed  a  leak  during  the  deployment  and  the 
interrogation  zone  had  not  been  vertically  sealed  for  the  duration  of  the  test  compromising  the 
FRPFM  results.  As  such,  no  data  is  reported  but  the  test  E  designation  is  still  recorded  for 
continuity  of  discussion. 
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During  2011  three  FRPFM  field  deployments  were  completed.  The  intent  for  this  phase  of 
testing  was  to  evaluate  the  FRPFM  capabilities  for  quantifying  contaminant  flux.  A  new  well 
was  selected  for  this  phase  of  testing  (MW-367-8)  as  it  was  anticipated  to  be  along  the  periphery 
of  the  longitudinal  axis  of  the  contaminant  plume. 

Test  F  was  performed  in  well  MW-367-8  with  a  deployment  duration  of  10  days  at  a  depth  of 
10.32  m-bgs  (33.86  ft-bgs).  When  retrieved  there  were  visual  indications  of  56  discrete 
horizontal  flowing  features  distributed  along  the  device  (Figure  42).  Evaluation  of  the  visual 
features  indicated  a  flow  per  unit  width  of  101  cmVday  corresponding  to  a  specific  discharge  of 
1.28  cm/day  over  the  interrogation  zone  (table  19).  Unfortunately,  all  samples  of  the  FRPFM 
sorbent  were  destroyed  during  shipping  from  Canada  to  the  US  and  no  analytical  analysis  of  flux 
was  possible.  Evaluation  of  the  location  of  centroids  for  each  of  the  discrete  horizontal  features 
was  used  to  estimate  an  average  groundwater  flow  direction  of  177°  (S)  (Table  19). 

Test  G  was  performed  in  well  MW-367-8  at  the  same  depth  as  test  E  (10.32  m-bgs)  with  a 
deployment  duration  of  7  days.  When  retrieved,  imagery  indicated  significant  vertical  washout 
of  visual  tracers  at  both  the  top  and  bottom  of  the  interrogation  zone.  It  was  confirmed  that  the 
packers  had  maintained  pressured  for  the  duration  of  the  test  and  the  interrogation  zone  had  been 
sealed.  However,  there  was  significant  rainfall  prior  to  and  during  the  test.  The  visual  dye 
washout  zones  were  all  predominantly  on  the  same  face  of  the  ERPEM  corresponding  to  an 
inferred  groundwater  flow  direction  of  184°  (S).  ERPEM  alcohol  tracers  indicated  a  flow  per 
unit  width  of  834  cmVday  with  a  specific  discharge  of  10.3  cm/day  over  the  interrogation  zone 
(table  19  and  figure  42).  Analysis  of  the  ERPEM  sorbent  indicated  a  TCE  mass  flux  of  1,514 
pg/mVday  with  flux  averaged  TCE  concentration  of  16.5  pg/E  (table  19  and  figure  42). 

Test  H  was  performed  in  well  MW-367-8  with  the  deployment  depth  shifted  down  0.1  m  to 
10.42  m-bgs  (34.19  ft-bgs)  to  avoid  a  large  fracture  that  had  been  intercepted  by  the  upper  shield 
packer  during  tests  E  and  G.  Although  the  packer  had  not  failed  during  tests  E  and  G,  it  had 
shown  significant  signs  of  fatigue  after  test  G.  The  packer  was  replaced  and  a  deployment  was 
attempted  at  the  same  depth  (10.32  m-bgs),  but  the  packer  ruptured  almost  immediately.  The 
packer  was  again  replaced  and  again  ruptured  during  another  attempted  deployment  at  10.32  m- 
bgs.  It  was  then  that  the  decision  was  made  to  shift  the  deployment  depth  down  by  0.1  m  to 
10.42  m-bgs  (34.19  ft-bgs).  At  this  depth  the  ERPEM  packers  held  pressure,  and  maintained 
integrity  for  a  deployment  duration  of  4  days.  The  4-day  duration  was  selected  due  to  the 
relatively  high  fluxes  that  had  been  observed  during  test  G.  However,  when  the  ERPEM  was 
retrieved  there  were  minimal  visual  indications  of  flow.  ERPEM  alcohol  tracers  indicated  a  flow 
per  unit  width  of  123  cmVday  with  a  specific  discharge  of  1.5  cm/day  over  the  interrogation  zone 
(table  19  and  figure  42).  Analysis  of  the  ERPEM  sorbent  indicated  a  TCE  mass  flux  of  172 
pg/mVday  with  flux  averaged  TCE  concentration  of  1 1.2  pg/E  (table  19  and  figure  42). 

Eigure  42  summarizes  results  for  tests  E,  G  and  H  comparing  the  vertical  distribution  of  water 
flux  (specific  discharge)  from  ERPFM  alcohol  tracers,  contaminant  flux  from  ERPEM  sorbent, 
and  ERPEM  visual  indication  of  flowing  fractures.  There  was  an  order  of  magnitude  increase  in 
water  and  contaminant  flux  during  test  G,  which  can  likely  be  attributed  to  significant  rainfall 
prior  to  and  during  test  G. 
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During  2012  field  demonstration  efforts  were  expanded  to  inelude  tests  running  in  parallel  at 
both  GTS  and  the  NAWC  site  in  New  Jersey.  A  total  of  5  FRPFM  deployments  were  performed 
(two  at  GTS  and  three  at  NAWC),  along  with  one  FRPFM  push-pull  test  and  16  borehole 
dilution  tests.  The  intent  of  this  phase  of  testing  was  to  evaluate  all  eomponents  of  the  FRPFM 
teehnology  suite.  The  eonditions  between  the  two  test  sites  provide  a  drastie  eontrast  for  FRPFM 
testing.  The  Guelph  site  has  relatively  low  aqueous  eontaminant  eoncentrations  (mean  flux 
average  TCE  eoneentration  =8.15  p/L)  and  experienees  relatively  low  ambient  groundwater 
veloeities.  NAWC  is  an  aetive  pump  and  treat  site  with  indueed  gradient  eonditions  (higher 
groundwater  veloeities)  and  signifieantly  higher  eontaminant  eoncentrations  (mean  flux  average 
TCE  concentration  =  3,319  p/E). 

At  GTS  all  final  tests  were  performed  in  a  newly  selected  well  (MW-367-9)  which  was  expected 
to  be  along  the  primary  longitudinal  axis  of  the  contaminant  plume  resulting  in  higher 
contaminant  concentrations.  The  selection  of  MW-367-9  presented  a  new  challenge,  as  all 
previous  ERPEM  wells  had  been  4-inch  diameter.  MW-367-9  is  a  6-inch  diameter  well, 
requiring  construction  of  new  larger  diameter  ERPEM  prototypes.  Two  new  6-inch  ERPFM 
prototypes  were  constructed,  one  for  GTS  and  one  for  NAWC. 

Test  1  was  performed  at  GTS  in  MW-367-9.  Prior  to  deployment  a  series  of  low  flow  sampling 
and  borehole  dilution  (BHD)  tests  were  performed  to  select  a  target  ERPEM  deployment  depth 
with  both  quantifiable  flow  and  contaminant  flux.  The  results  indicated  that  there  was  only  one 
zone  that  had  consistently  quantifiable  contaminant  concentrations  (both  TCE  and  DCE)  and  a 
target  deployment  depth  of  27.73  m-bgs  (90.99  ft-bgs)  was  selected  within  this  zone.  At  this 
depth,  BHD  results  indicated  a  specific  discharge  of  0.44  cm/day  with  TCE  and  DCE  mass  flux 
values  of  9.5  pg/mVday  and  9.9  pg/mVday  respectively  (Table  18)  within  the  1-meter 
interrogation  zone.  As  mentioned  previously,  the  BHD  probe  was  constructed  to  interrogate  a  1- 
meter  zone  identical  to  that  of  the  FRPEM.  Eollowing  BHD  tests,  ERPEM  Test  1  was  completed 
with  a  deployment  duration  of  39  days  at  the  target  depth  of  27.73  m-bgs.  The  39-day  duration 
was  selected  due  to  the  low  specific  discharge  values  observed  during  BHD  testing.  When 
retrieved,  imagery  showed  little  to  no  visual  indications  of  flow.  ERPEM  alcohol  tracers 
indicated  a  specific  discharge  of  0.4  cm/day  over  the  interrogation  zone  (table  19).  Analysis  of 
the  ERPEM  sorbent  indicated  TCE  and  DCE  mass  flux  values  of  16.1  pg/mVday  and  18.0 
pg/mVday  respectively  (table  19). 

Note:  Test  E  was  performed  in  parallel  with  test  J  and  K,  with  test  E  at  GTS  and  tests  J  and  K  at 
NAWC.  Eor  continuity  of  discussion  Test  E  is  discussed  next  before  Tests  J  and  K. 

Test  E  was  the  final  test  performed  at  GTS  and  was  also  performed  in  in  MW-367-9  at  the  same 
deployment  depth  as  Test  1.  Prior  to  deployment  another  borehole  dilution  (BHD)  test  was 
performed  for  comparison  to  and  validation  of  ERPEM  flux  measurements.  BHD  results 
indicated  a  specific  discharge  of  0.91  cm/day  with  TCE  and  DCE  mass  flux  values  of  19.4 
pg/mVday  and  20.6  pg/mVday  respectively  (Table  18).  ERPEM  Test  E  was  then  completed  with 
a  deployment  duration  of  32  days  at  the  target  depth  of  27.73  m-bgs.  When  retrieved,  imagery 
again  showed  little  to  no  change  in  visual  tracers  (similar  to  Test  1).  ERPEM  alcohol  tracers 
indicated  a  specific  discharge  of  0.9  cm/day  over  the  interrogation  zone  (table  19).  Analysis  of 
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the  FRPFM  sorbent  indieated  TCE  and  DCE  mass  flux  values  of  8.5  )j,g/mVday  and  13.6 
)j,g/mVday  respeetively  (table  19). 

All  tests  at  NAWC  were  performed  in  a  well  characterized  6-inch  diameter  well  (68-BR).  Prior 
to  ERPEM  deployment  by  the  University  of  Elorida,  the  University  of  Guelph  with  assistance 
from  USGS  and  EEUTe  completed  ATV/OTV  logs  of  the  open  hole  along  with  a  transmissivity 
log  and  HRTP/TVP  profiles  of  the  lined  hole  (closed-hole  conditions).  The  HRTP/TVP  results 
were  used  to  identify  five  target  zones  with  active  flow  for  potential  investigation  with  FRPEM. 
The  University  of  Elorida  then  performed  a  series  of  low  flow  sampling  and  borehole  dilution 
tests  to  evaluate  each  of  the  five  HRTP/TVP-identified  target  zone  for  quantifiable  flow  and 
contaminant  flux. 

Test  J  was  the  first  ERPEM  test  performed  at  the  NAWC  site  in  West  Trenton,  NJ.  Based  upon 
HRTP/TVP  logs  and  BHD  results  a  target  depth  of  95  ft-bgs  was  selected  for  ERPEM  deployment. 
BHD  results  at  this  depth  had  indicated  a  specific  discharge  of  2.9  cm/day  over  the  interrogation 
zone  with  TCE  and  DCE  mass  flux  values  of  116,870  pg/mVday  and  48,343  pg/mVday 
respectively  (Table  18).  Test  J  was  performed  with  a  deployment  duration  of  9  days  at  a  depth  of 
95  ft-bgs.  When  retrieved  there  were  visual  indications  of  56  discrete  horizontal  flowing  features 
distributed  along  the  device.  The  most  striking  of  these  features  was  a  large  diagonal  feature  at  the 
bottom  of  the  ERPEM  interrogation  zone  that  appeared  to  correspond  precisely  with  USGS  ATV 
logs  at  this  depth  (Eigure  43).  As  discussed  in  section  5.3.4,  visual  features  on  the  ERPEM  sock 
indicate  where  flow  has  entered  the  device.  As  such,  the  inferred  flow  direction  is  offset  by  180°. 
Eor  the  case  of  the  visual  features  shown  in  Eigure  43,  flow  enters  along  the  eastern  face  of  the 
ERPEM  and  exits  along  the  western  face.  Based  upon  the  location  of  centroids  for  all  visual 
features,  referenced  to  the  ERPEM  accelerometer  directional  orientation,  the  inferred  general  flow 
direction  for  Test  J  was  245°  (WSW).  Evaluation  of  the  visual  features  indicated  a  specific 
discharge  of  2.1  cm/day  over  the  interrogation  zone  (table  19).  ERPEM  alcohol  tracers  indicated 
an  average  specific  discharge  of  2.5  cm/day  over  the  interrogation  zone  (table  19).  Analysis  of  the 
ERPEM  sorbent  indicated  TCE  and  DCE  mass  flux  values  of  105,116  pg/mVday  and  57,116 
pg/mVday  respectively  (table  19). 

Test  K  was  performed  at  NAWC  in  well  68BR  with  a  deployment  duration  of  18  hours  at  a  depth 
of  96.64  ft-bgs.  The  short  deployment  duration  was  selected  due  to  relatively  high  discharges 
observed  during  BHD  tests  at  this  depth.  BHD  results  indicated  a  specific  discharge  of  21.6 
cm/day  over  the  interrogation  zone  with  TCE  and  DCE  mass  flux  values  of  171,720  pg/mVday 
and  86,832  pg/mVday  respectively  (Table  18).  When  retrieved  there  were  visual  indications  of  80 
discrete  horizontal  flowing  features  distributed  along  the  device.  As  part  of  Test  K,  improved 
image  analysis  techniques  were  incorporated  in  order  to  better  evaluate  visual  features  on  the 
ERPEM  sock.  As  part  of  the  new  protocol,  the  ERPEM  sock  was  returned  to  the  laboratory,  cut 
open  and  lain  flat  for  image  processing.  Eigure  44  shows  a  black  and  white  image  of  a  portion  of 
the  ERPEM  sock  with  centroids  for  each  individual  feature  referenced  to  the  FRPFM  accelerometer 
directional  orientation.  The  inferred  general  flow  direction  for  Test  K  was  248°  (WSW).  Evaluation 
of  the  visual  features  indicated  a  specific  discharge  of  24  cm/day  over  the  interrogation  zone  (table 
19).  ERPEM  alcohol  tracers  indicated  a  specific  discharge  of  21.6  cm/day  over  the  interrogation 
zone  (table  19).  Analysis  of  the  ERPEM  sorbent  indicated  TCE  and  DCE  mass  flux  values  of 
161,646  pg/mVday  and  83,503  pg/mVday  respectively  (table  19). 
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Test  M  was  performed  to  eompletion  at  NAWC  but  the  results  were  eompromised  by  vandalism 
and  theft  of  equipment  maintained  at  land  surface  during  deployment.  The  FRPFM  packers  were 
damaged  as  a  result,  but  the  FRPFM  prototype  was  recovered  and  repaired.  There  are  no  results 
available  for  report. 

The  final  phase  of  field  testing  was  performed  during  2013  at  the  NAWC  site.  A  total  of  5 
FRPFM  deployments  were  performed  (Tests  N-R)  along  with  16  modified  borehole  dilution 
tests.  Tests  N-Q  were  performed  sequentially  within  zone  D  of  68BR  (Figure  15),  which  is 
known  to  be  a  zone  with  higher  flow  and  contaminant  concentrations  based  upon  previous 
studies  by  USGS  (Shapiro,  2008;  Tiedeman  et  al,  2010;  and  Lacombe,  201 1).  The  initial  depth 
of  95.12  ft-bgs  within  this  zone  was  selected  as  a  priority  target  based  upon  HRTP/TVP  data 
collected  by  the  University  of  Guelph  that  confirmed  quantifiable  flow  at  this  depth.  Test  R  was 
performed  within  zone  F  of  68BR  (Figure  15)  which  also  was  expected  to  be  a  zone  with 
quantifiable  flow  and  contaminant  concentrations  based  upon  previous  studies  (Shapiro,  2008; 
Tiedeman  et  al,  2010;  and  Lacombe,  2011)  HRTP/TVP  measurements  indicated  flow  at  a  target 
depth  of  133  ft-bgs  within  zone  F. 

Because  NAWC  is  an  active  pump  and  treat  site,  the  flow  conditions  can  be  altered  through  use 
of  the  pump  and  treat  extraction  wells.  Previously  published  work  by  the  USGS  demonstrated 
the  benefit  of  such  tests  (Tiedeman  et  al,  2010).  Results  of  the  Tiedeman  et  al,  2010  study 
indicated  a  direct  hydraulic  connection  between  zones  D  and  F  in  monitoring  well  68BR  (Figure 
15)  and  extraction  well  15BR.  Well  locations  are  provided  in  Figure  13. 

Tests  N  and  O  were  performed  at  the  same  deployment  depth  (95.12  ft-bgs)  but  with  different 
pumping  conditions  at  extraction  well  15BR.  The  objective  was  to  evaluate  how  the  FRPFM 
performed  under  varied  flow  conditions.  Test  N  was  performed  with  a  deployment  duration  of  8 
days  and  a  reduced  extraction  rate  of  6.4  GPM  at  15BR.  This  was  the  minimum  rate  at  which 
15BR  could  be  operated  while  still  maintaining  permitted  contaminant  extraction  levels  at  the 
pump  and  treat  boundary.  BHD  tests  under  these  conditions  indicated  a  specific  discharge  of  3.2 
cm/day  over  the  interrogation  zone,  with  TCE  and  DCE  mass  flux  values  of  40,545  pg/mVday 
and  24,486  pg/mVday  respectively  (Table  18).  When  the  ERPEM  was  retrieved  there  were 
minimal  to  no  visual  indications  of  flow.  ERPEM  alcohol  tracers  indicated  a  specific  discharge 
of  3.2  cm/day  over  the  interrogation  zone  (table  19).  Analysis  of  the  ERPEM  sorbent  indicated 
TCE  and  DCE  mass  flux  values  of  50,091  pg/mVday  and  27,558  pg/mVday  respectively  (table 
19). 

Test  O  was  performed  with  a  deployment  duration  of  6  days  and  increased  extraction  rate  of  13.7 
GPM  at  15BR.  This  is  the  typical  extraction  rate  maintained  at  15BR  during  regular  operation  of 
the  pump  and  treat  system.  BHD  tests  under  these  conditions  indicated  only  a  slight  increase  in 
specific  discharge  to  3.4  cm/day  over  the  interrogation  zone  when  compared  to  Test  N.  TCE  and 
DCE  mass  flux  values  also  showed  slight  increases  to  42,712  pg/mVday  and  25,795  pg/mVday 
respectively  (Table  18).  In  stark  contrast  to  Test  N  however,  when  the  ERPFM  was  retrieved 
there  were  visual  indications  of  68  discrete  flowing  features  (Eigures  47  and  48).  Evaluation  of 
the  visual  features  indicated  a  specific  discharge  of  5.5  cm/day  over  the  interrogation  zone  (table 
19).  ERPEM  alcohol  tracers  indicated  a  specific  discharge  of  3.8  cm/day  over  the  interrogation 
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zone  (table  19).  Analysis  of  the  FRPFM  sorbent  indicated  TCE  and  DCE  mass  flux  values  of 
148,849  )j,g/mVday  and  55,647  )j,g/mVday  respectively  (table  19). 

Test  O  provides  a  complete  demonstration  of  the  full  ERPEM  technology  suite  with  the  results 
summarized  in  Eigures  47  and  48.  The  ERPEM  visual  tracer  sock  provides  a  high-resolution 
distribution  of  the  location  and  orientation  of  actively  flowing  fractures  within  the  interrogation 
zone,  which  are  compared  to  ATV  and  OTV  images  in  figure  47.  The  centroids  of  the  visual 
features  were  used  with  the  ERPEM  accelerometer  orientation  to  estimate  a  general  groundwater 
flow  direction  of  199°  (SSW)  figure  47.  The  vertical  distribution  of  ERPEM  water  and 
contaminant  fluxes  are  also  compared  to  ATV,  OTV  and  ERPEM  visual  features  in  figure  48.  It 
can  be  seen  that  there  are  considerable  variations  in  specific  discharge  and  TCE  flux  within  the 
interrogation  zone,  and  the  ERPFM  data  collected  allows  for  evaluation  of  the  relative 
contribution  to  flow  and  contaminant  flux  on  a  per  feature  basis.  More  in  depth  analysis  and 
comparison  of  results  is  provided  in  section  6.3. 

Tests  P  and  Q  were  performed  with  same  extraction  rate  as  Test  O  (13.7  GPM  at  15BR),  with 
Test  P  overlapping  the  upper  half  of  the  interrogation  zone  of  Test  O,  and  Test  Q  overlapping  the 
lower  half  of  the  interrogation  zone  of  Test  O.  The  intent  was  to  evaluate  how  results  vary  based 
upon  placement  of  the  ERPEM  within  a  larger  zone  of  interest. 

Test  P  was  performed  with  a  deployment  duration  of  7  days  at  a  deployment  depth  of  93.62  ft- 
bgs.  BHD  tests  indicated  a  specific  discharge  of  3.8  cm/day  over  the  interrogation  zone,  with 
TCE  and  DCE  mass  flux  values  of  147,524  pg/mVday  and  48,679  pg/mVday  respectively  (Table 

18) .  When  the  ERPEM  was  retrieved  there  extremely  faint  variations  in  visual  tracers,  but  no 
conclusive  visual  indications  of  flow.  ERPEM  alcohol  tracers  indicated  a  specific  discharge  of 
3.3  cm/day  over  the  interrogation  zone  (table  19).  Analysis  of  the  FRPEM  sorbent  indicated 
TCE  and  DCE  mass  flux  values  of  144,475  pg/mVday  and  52,865  pg/mVday  respectively  (table 

19) . 

Test  Q  was  performed  with  a  deployment  duration  of  8  days  at  a  depth  of  96.62  ft-bgs.  BHD 
tests  indicated  a  specific  discharge  of  2.3  cm/day  over  the  interrogation  zone,  with  TCE  and 
DCE  mass  flux  values  of  155,791  pg/mVday  and  40,803  pg/mVday  respectively  (Table  18). 
When  the  ERPEM  was  retrieved  there  were  faint  visual  indications  of  two  discrete  features  along 
the  same  horizontal  arc  on  the  ERPEM  at  approximately  96.15  ft-bgs.  The  inferred  flow 
direction  from  the  faint  visual  features  was  ESE  (113°)  (figure  49).  FRPEM  alcohol  tracers 
indicated  a  specific  discharge  of  2.1  cm/day  over  the  interrogation  zone  (table  19).  Analysis  of 
the  ERPEM  sorbent  indicated  TCE  and  DCE  mass  flux  values  of  145,523  pg/mVday  and  51,888 
pg/mVday  respectively  (table  19). 

Test  R  was  the  final  ERPEM  deployment  and  was  performed  68BR  at  a  depth  of  133.62  ft-bgs. 
The  pump  and  treat  extraction  rates  were  maintained  similar  to  Tests  O,  P  and  Q  (13.7  GPM  at 
15BR).  BHD  results  indicated  a  specific  discharge  of  1.3  cm/day  over  the  interrogation  zone 
with  TCE  and  DCE  mass  flux  values  of  28,473  pg/mVday  and  6,680  pg/mVday  respectively 
(Table  18).  Based  upon  the  lower  BHD  specific  discharge,  a  longer  ERPEM  deployment  duration 
(15  days)  was  selected.  When  retrieved  there  were  faint  but  distinct  visual  indications  of  a 
circular  feature  (centroid  at  134.75  ft-bgs)  intersected  by  two  high-angle  fractures.  Eigure  50 
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provides  a  comparison  of  ATV/OTV  images  with  FRPFM  visual  indications  of  the  flowing 
circular  feature  and  two  high-angle  fractures.  The  FRPFM  images  were  processed  using 
multiple  filters  to  enhance  the  circular  and  high  angle  features.  One  negative  side  effect  of 
image  filtering  was  enhanced  appearance  of  the  weave  pattern  within  the  visual  indication  sock 
material  which  could  provide  a  false  positive  for  flowing  fractures  when  seen  by  an  untrained 
observer.  Evaluation  of  the  visual  features  with  the  FRPFM  accelerometer  orientation  provided 
a  general  groundwater  flow  direction  of  288”  (WNW)  figures  50  and  5 1 .  FRPFM  alcohol  tracers 
indicated  a  specific  discharge  of  1.0  cm/day  over  the  interrogation  zone  (table  19).  Analysis  of 
the  FRPFM  sorbent  indicated  TCE  and  DCE  mass  flux  values  of  23,279  pg/mVday  and  33,072 
pg/mVday  respectively  (figure  52  and  table  19). 

Discussion  of  analysis  methods  and  comparison  of  results  is  provided  in  section  6. 
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Table  18,  Matrix  of  flux  results  for  comparative  technologies  (HRTP/TVP  and  BHD). 


Comparative  Technology 

Test 

Well  ID 

Deployment 

Depth 

(m-bgs) 

Deployment 

Depth 

(ft-bgs) 

HRTP/TVP 

BHD 

Flow 

Direction 

Specific 

Discharge 

(cm/day) 

Flow  per 
unit  width 
(cmVday) 

TCE 

Flux 

(ug/mVday) 

DCE 

Flux 

(ug/mVday) 

TCE  mass  discharge 
pe  r  1  e  ngth  of  f ractu  re 
(ug/m/day) 

DCE  mass  discharge 
per  length  of  fracture 
(ug/m/day) 

TCE  flux-average 

concentration 

(ug/L) 

DCE  flux-average 

concentration 

(ug/L) 

A 

MW- 26 

13.30 

43.64 

SSE 

NA 

NA 

NA 

NA 

NA 

NA 

NA 

NA 

B 

MW- 26 

13.40 

43.96 

SSE 

NA 

NA 

NA 

NA 

NA 

NA 

NA 

NA 

C 

MW- 26 

6.48 

21.25 

SSE 

NA 

NA 

NA 

NA 

NA 

NA 

NA 

NA 

D 

MW- 25 

7.93 

26.00 

SSE 

NA 

NA 

NA 

NA 

NA 

NA 

NA 

NA 

F 

MW-367-8 

10.32 

33.86 

SSE 

NA 

NA 

NA 

NA 

NA 

NA 

NA 

NA 

G 

MW-367-8 

10.32 

33.86 

SSE 

NA 

NA 

NA 

NA 

NA 

NA 

NA 

NA 

H 

MW-367-8 

10.42 

34.19 

SSE 

NA 

NA 

106.2 

NA 

NA 

NA 

11.805 

NA 

1 

MW-367-9 

27.73 

90.99 

SSE 

0.44 

47.5 

9.5 

9.944 

10.3 

10.8 

2.16 

2.26 

L 

MW-367-9 

27.73 

90.99 

SSE 

0.91 

93.7 

19.656 

20.566 

21 

22.2 

2.16 

2.26 

J 

68- BR 

28.96 

95.00 

WNW 

2.9 

292 

116,870 

48,343 

116,870 

48,343 

4,030 

1,667 

K 

68- BR 

29.46 

96.64 

WNW 

NA 

NA 

NA 

NA 

171,720 

86,832 

795 

402 

N 

68- BR 

28.99 

95.12 

WNW 

3.2 

318 

38,400 

23,968 

40,545 

24,486 

1,200 

749 

0 

68- BR 

28.99 

95.12 

WNW 

3.4 

318 

148,802 

63,086 

40,576 

24,505 

4,442 

1,883 

P 

68- BR 

28.53 

93.62 

WNW 

3.8 

NA 

147,524 

48,679 

NA 

NA 

4,610 

1,521 

Q 

68- BR 

29.45 

96.62 

WNW 

2.3 

NA 

155,791 

40,803 

NA 

NA 

8,200 

2,148 

R 

68- BR 

40.73 

133.62 

WSW 

1.3 

NA 

69,634 

43,773 

NA 

NA 

5,483 

3,447 

X— Quantifiabe  results 
NA--Not  Available 
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Table  19,  Matrix  of  flux  results  for  FRPFM  technologies  (visual  tracer,  alcohol  tracer,  and  sorbent) 


FRPFM 

Test 

Well  ID 

Deployment 

Depth 

(m-bgs) 

Deployment 

Depth 

(ft-bgs) 

Visual  Tracer 

Alcohol  Tracer 

FRPFM  Sorbent 

Specific 

Discharge 

(cm/day) 

Flow  per 

unit  width 
(cmVday) 

Flow 

Direction 

Specific 

Discharge 

(cm/day) 

Flow  per 

unit  width 
(cmVday) 

TCE 

Flux 

(ug/mVday) 

DCE 

Flux 

(ug/mVday) 

TCE  mass  discharge 
perlength  of  fracture 

(ug/m/day) 

DCE  mass  discharge 
per  length  of  fracture 

(ug/m/day) 

TCE  flux-average 

concentration 

(ug/L) 

DCE  flux-average 

concentration 

(ug/L) 

A 

MW-26 

13.30 

43.64 

NA 

76 

NA 

NA 

60 

NA 

NA 

NA 

NA 

NA 

NA 

B 

MW-26 

13.40 

43.96 

NA 

49 

W(286o) 

NA 

56 

NA 

NA 

NA 

NA 

NA 

NA 

C 

MW-26 

6.48 

21.25 

NA 

NA 

NA 

33 

NA 

NA 

NA 

NA 

NA 

NA 

NA 

D 

MW-25 

7.93 

26.00 

NA 

8.3 

SW  (242o) 

NA 

10.8 

NA 

NA 

NA 

NA 

NA 

NA 

F 

MW-367-8 

10.32 

33.86 

1.28 

101 

S{177o) 

NA 

NA 

NA 

NA 

NA 

NA 

NA 

NA 

G 

MW-367-8 

10.32 

33.86 

NA 

NA 

S(184o) 

10.3 

1432 

1514 

NA 

1378 

NA 

16.5 

NA 

H 

MW-367-8 

10.42 

34.19 

NA 

NA 

NA 

1.5 

123 

172 

NA 

137 

NA 

11.2 

NA 

1 

MW-367-9 

27.73 

90.99 

NA 

NA 

NA 

0.4 

41 

16.1 

18.0 

16.6 

18.5 

4 

4.5 

L 

MW-367-9 

27.73 

90.99 

NA 

NA 

NA 

0.9 

92 

8.5 

13.6 

8.7 

14.0 

0.9 

1.4 

J 

68- BR 

28.96 

95.00 

2.1 

206 

WSW(245o) 

2.5 

252 

105,116 

57,116 

105,116 

57,116 

4,179 

2,287 

K 

68- BR 

29.46 

96.64 

24 

2,400 

WSW(248o) 

21.6 

2,159 

161,646 

83,503 

161,646 

83,503 

751 

386 

N 

68- BR 

28.99 

95.12 

NA 

NA 

NA 

3.2 

323 

50,091 

27,558 

50,091 

27,558 

1,466 

807 

0 

68- BR 

28.99 

95.12 

3.9 

390 

SSW(199o) 

3.8 

360 

148,849 

55,647 

141,407 

52,865 

3,771 

1,410 

P 

68-BR 

28.53 

93.62 

NA 

NA 

NA 

3.3 

317 

144,475 

52,865 

137,251 

50,222 

4,247 

1,554 

Q 

68-BR 

29.45 

96.62 

NA 

NA 

ESE(113o) 

2.1 

199 

145,523 

51,888 

138,247 

49,293 

6,639 

2,367 

R 

68-BR 

40.73 

133.62 

NA 

NA 

WNW  (288o) 

1.0 

98 

23,279 

33,072 

22,115 

31,418 

2,182 

3,100 

x—Quantifiabe  results 
NA— Not  Available 
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UV  image  of  visual  dye 
sock  from  Test  F 


Image  overlap 


Sock  seam 


AC-felt  (sorbent) 
overlap  beneath 
visual  sock. 


Note:  Image  is  of  uninflated  FRPFM  after 
retrieval  with  width  (diameter)  =  3.2 
inches.  When  deployed,  the  device  was 
inflated  with  a  diameter  of  3.8  inches.  As 
such,  the  visual  features  in  the  image  have 
exaggerated  curvature  with  respect  to 
actual  conditions. 


Figure  42.  Summary  of  flux  measurements  and  visual  results  for  Tests  F,  G,  and  FI  eomparing 
vertieal  distribution  of  water  flux  (specifie  discharge),  contaminant  flux  and  presence  of  flowing 
fractures. 
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NOTE:  Visual  features  on  the 
FRPFM  sock  indicate  where 
flow  has  entered  the  device. 
As  such,  the  inferred  flow 
direction  is  offset  by  180°. 


Figure  43.  Test  J  imagery  of  visual  flow  indieations  compared  to  ATV  log  at  same  depth.  NOTE: 
Imagery  is  of  FRPFM  visual  indication  sock  on  uninflated  device  after  deployment.  In  this  form 
the  visual  features  are  mirror  images  of  features  in  ATV/OTV  logs. 
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Figure  44.  Test  K;  (A)  black  and  white  image  of  visual  features  from  a  portion  of  the  FRPFM 
sock.  (B)  Centroids  of  individual  features  referenced  to  the  FRPFM  accelerometer  directional 
orientation. 
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Figure  45.  Test  K;  (A)  Black  and  white  image  of  visual  features  from  a  portion  of  the  FRPFM 
sock.  (B)  Visual  features  with  fitted  sine  function  traces,  which  are  used  to  estimate  fracture  depth, 
azimuth  and  dip. 
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Figure  46.  Test  K;  histograms  of  fracture  depth,  dip,  orientation  (azimuth)  and  centroid  angles. 
Note;  depth  is  the  local  depth  along  the  100-cm  FRPFM  interrogation  zone. 
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Figure  47.  Test  O  eomparison  of  ATV,  OTV,  and  FRPFM  visual  traeer  with  inferred  flow  direetion. 
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Figure  48.  Test  O  eomparison  of  ATV,  OTV,  FRPFM  visual  traeer  and  FRPFM  fluxes. 
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Visual  traces  indicate  where  flow  enters  the 
FRPFM— flow  direction  is  offset  by  180  degrees 

General  Direction  of  Flow  =  113°  =  (ESE) 

Figure  49.  Test  Q  inferred  general  flow  direetion  from  faint  visual  features  on  FRPFM  soek. 
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Figure  50.  Test  R  Comparison  of  ATV/OTV  with  FRPFM  visual  indieations  of  flowing  eireular  feature  interseeting  two  high-angle 
fraetures.  The  FRPFM  images  were  processed  using  multiple  filters  to  enhance  the  circular  feature  and  high  angle  fractures.  Note:  one 
side  effect  of  image  filtering  was  the  enhanced  appearance  of  weave  pattern  within  the  visual  indication  sock  material. 
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Figure  51.  Test  R  inferred  general  flow  direction  from  visual  features  on  FRPFM  sock  (Figure 
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Figure  52.  Test  R  vertical  distribution  of  water  and  contaminant  fluxes  within  FRPFM 
interrogation  zone. 
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6.0 


PERFORMANCE  ASSESSMENT 


6.1  SUMMARY  OF  DATA  TYPES  AND  PERFORMANCE  OBJECTIVES 


The  FRPFM  provides  independent  measures  of  6  data  types  with  regard  to  aetively  flowing 
fraetures.  Data  types  correspond  to  the  quantitative  performance  objectives  outlined  in  Table  1: 

1)  detection  of  flowing  fractures,  2)  fracture  location  (depth),  3)  fracture  orientation,  4)  fracture 
flow  direction,  5)  groundwater  flux  (specific  discharge),  and  6)  contaminant  mass  flux. 

It  is  important  to  note  that  the  FRPFM  technology  suite  provides  redundancy  for  data  types  1,  2, 
and  5  as  they  are  each  simultaneously  and  independently  measured  by  two  different  technology 
components  of  the  FRPFM — the  visual  tracer  and  the  alcohol  tracers.  Imagery  of  the  visual 
indication  sock  provides  high  resolution  measures  for  data  types  1,  2,  and  5.  The  alcohol  tracers 
also  provide  measures  of  data  types  1,  2,  and  5  with  the  resolution  of  these  measures  defined  by 
the  size  of  the  sampling  interval  of  the  FRPFM  sorbent — smaller  samples  with  higher  frequency 
provide  higher  resolution. 

Data  type  3  and  4  are  determined  through  evaluation  of  a  visual  tracer.  Evaluation  of  the 
individual  features  provides  information  relative  to  fracture  orientation  (e.g.  azimuth  and  dip), 
while  referencing  centroids  for  all  individual  features  to  magnetic  north  (based  upon  FRPFM 
accelerometer  directional  orientation)  provides  flow  direction  information. 

Data  types  5  and  6  are  obtained  independently  from  the  elution  of  internal  alcohol  tracers  from 
and  the  sorption  of  contaminant  mass  to  the  FRPFM  sorbent.  It  should  be  noted  that  the  ratio  of 
FRPFM  measures  of  contaminant  mass  flux  and  groundwater  flux  can  be  used  to  estimate  flux 
average  contaminant  concentrations,  which  can  be  compared  to  current  and  previous  measures  of 
aqueous  contaminant  concentrations  obtained  from  standard  groundwater  sampling  and 
comparative  technologies. 

When  including  the  functional  redundancy  for  data  types  1,  2,  5  and  6  as  discussed  above,  the 
FRPFM  effectively  provides  independent  measures  of  10  data  types  as  outlined  in  Table  20.  The 
data  type  IDs  listed  in  Table  20  were  established  to  indicate  which  quantitative  performance 
objective  each  data  type  corresponds  to.  These  10  data  types  are  the  basis  for  discussion  of  results, 
as  each  data  type  is  evaluated  through  comparisons  of  FRPFM  results  to  measures  from  at  least 
one  other  competing  technology.  These  comparisons  are  then  used  to  evaluate  FRPFM 
performance. 
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Table  20,  Summary  of  data  type  comparisons  for  all  technologies  used  to  evaluate  FRPFM 
performance.  Each  data  type  is  referenced  to  the  appropriate  performance  objective  (Table  1). 


Data  Type 
ID 

Comparative  Technologies 

Performance  Objective 

Techl 

Tech  2 

lA 

HRTP 

FRPFM  Visual  tracer 

1 

Detection  of  flowing  fracture 

IB 

HRTP 

FRPFM  Alcohol  tracers 

1 

Detection  of  flowing  fracture 

2A 

ATV/OTV 

FRPFM  Visual  tracer 

2 

Fracture  location  (depth) 

2B 

ATV/OTV 

FRPFM  Alcohol  tracers 

2 

Fracture  location  (depth) 

3 

ATV/OTV 

FRPFM  Visual  tracer 

3 

Fracture  orientation 

4 

TVP 

FRPFM  Visual  tracer 

4 

Fracture  flow  direction 

5A 

BHD 

FRPFM  Visual  tracer 

5 

Water  flux 

5B 

BHD 

FRPFM  Alcohol  tracers 

5 

Water  flux 

6A 

BHD 

FRPFM  sorbent 

6 

Contaminant  flux 

6B 

BHD 

FRPFM  sorbent 

6 

Contaminant  flux  average  concentration 

6.2  DATA  ANALYSIS  METHODS 

With  regards  to  quantitative  performance  objectives,  it  is  understood  that  future  field  application 
of  this  technology  is  contingent  upon  rigorous  statistical  comparison  of  FRPFM  measures  (e.g., 
solute  and  groundwater  fluxes,  flow  direction,  active  fracture  location  and  orientation)  to  those 
obtained  using  conventional/competitive  technologies.  For  this  purpose,  classic  regression 
analyses  are  conducted,  but  these  are  not  sufficient  on  their  own.  To  augment  analysis,  statistical 
methods  from  Bland  and  Altman  (1986)  were  applied.  These  methods  are  briefly  described  in  the 
following  paragraphs. 

When  comparing  two  technologies  or  methods  (e.g.,  A  and  B)  for  measuring  a  parameter  of  interest 
(i.e.,  groundwater  flux).  Bland  and  Altman  (1986)  recommend  first  plotting  the  difference 
A  —  a  —  b  between  measurements  of  the  same  parameter  given  by  two  methods  against  their  mean 

(«  +  6)/2  ;  where  d  and  b  are  actual  measurements  of  same  parameter  using  methods  A  and  B 
respectively.  The  plot  allows  one  to  investigate  lack  of  agreement  between  methods  A  and  B  and 
to  investigate  any  possible  relationship  between  the  measurement  error  and  the  mean  of  the  two 
measurements  (which  is  the  best  estimate  of  the  unknown  true  value).  Sometimes,  the  distribution 
measurement  errors  vary  proportionately  with  the  mean  (as  with  log  normally  distributed  random 
variables  like  concentration). 

Assuming  no  relation  between  the  difference  (A)  and  the  mean,  the  lack  of  agreement  between 
methods  or  the  bias  is  estimated  from  the  mean  difference  (A)  and  the  standard  deviation  of  the 
differences  (S).  If  differences  are  normally  distributed  (Gaussian),  95%  of  differences  will  lie 
between  these  limits  of  agreement: 
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A±1.96»^ 


If  the  distribution  of  difference  is  not  normal  but  skewed,  other  methods  exist  for  determining 
asymmetric  confidence  intervals  (Willink  2005). 

Because  the  above  limits  of  agreement  are  estimates  for  the  population,  standard  errors  and 
confidence  intervals  are  used  to  assess  the  precision  of  the  above  estimated  limits  of  agreement. 

Again,  assuming  normality  the  standard  error  (Sg)  of  the  mean  difference  (A)  is: 

Se 

where  n  is  the  number  of  samples.  For  the  limits  of  agreement,  the  standard  error  ( )  of 
A  - 1 .96  •  A  and  A  - 1 .96  •  A  is  approximately: 


Confidence  intervals  (e.g.  the  95%  confidence  interval)  are  calculated  using  an  appropriate  value 
of  t  (e.g.  for  a  =0.05)  obtained  from  t-distribution  tables  and  assuming  n  -1  degrees  of  freedom. 
The  confidence  interval  on  the  mean  difference  is: 


A  ±  ?  • 


Whereas  confidence  intervals  on  the  lower  and  upper  limit  of  agreement  are: 


A-\.91s±t  •Se 


A  +  \.91s±fSE 


Since  true  water  and  contaminant  flux  cannot  be  known  for  most  fractured  flow  systems,  an 
alternative  means  of  assessing  performance  is  measurement  agreement  to  a  competing 
technology  (Bland  and  Altman,  1986).  The  above  approach  is  used  to  assess  FRPFM 
performance  with  comparative  technologies  for  each  of  the  data  type  outlined  in  Table  20  based 
upon  the  quantitative  performance  objectives  appearing  in  Table  1 . 


6.3  FIELD  DEMONSTRATION  RESULTS 

In  this  section,  the  statistical  analysis  methods  presented  in  section  6.2  are  used  to  evaluate 
quantitative  results  for  all  field  tests  summarized  in  section  5.7.  The  discussion  of  results  is 
organized  based  upon  the  performance  objectives  (Table  1)  and  corresponding  quantitative  data 
types  (Table  20)  used  to  evaluate  each  objective. 
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6.3.1.  PERFORMANCE  OBJECTIVE  1 :  IDENTIFICATION  OF  FEOWING  FRACTURES 


Evaluation  of  performance  objective  1  is  based  upon  analysis  of  two  data  type  comparisons 
(Table  20).  Data  type  lA  compares  the  identification  of  flowing  fractures  by  HRTP  and  FRPFM 
visual  tracers.  While  data  type  IB  compares  the  identification  of  flowing  fractures  by  HRTP  and 
FRPFM  alcohol  tracers.  Quantitative  comparison  for  identification  of  flowing  fractures  is  based 
upon  the  depth  at  which  flow  was  quantified  by  each  technology.  It  should  be  noted  that 
quantitative  statistical  comparisons  can  only  be  made  for  cases  where  both  technologies 
identified  active  flow.  Due  to  the  higher  resolution  of  detection  by  FRPFM  visual  tracers  and 
alcohol  tracers  within  the  1 -meter  interrogation  zone,  there  were  multiple  instances  where 
FRPFM  indications  of  flow  did  not  have  a  matching  HRTP  identified  flow.  But,  all  FRPFM 
target  zones  were  initially  selected  based  upon  HRTP  screening  for  flow. 

For  data  type  1 A  there  were  59  discrete  flowing  fractures  identified  by  both  HRTP  and  FRPFM 
visual  tracers  across  all  tests  (A-R).  The  identified  flow  depths  for  both  technologies  are 
compared  in  figure  53.  Statistical  analysis  of  the  results  is  summarized  in  figure  54  which 
compares  the  average  depth  of  flow  for  each  technology  to  the  difference  between  measured 
depths.  The  mean  difference  is  -0.24  ft  with  a  standard  error  of  0. 1 1  ft  and  limits  of  agreement 
between  0.78  and  -1.26  ft  corresponding  to  a  95%  confidence  interval  (Bland  and  Altman,  1986). 
Results  indicate  good  agreement  between  the  two  technologies  with  an  average  percent 
difference  of -0.40%  and  the  FRPFM  estimating  flow  depths  on  average  0.24  ft  (2.9  inches) 
higher  than  HRTP. 

For  data  type  IB  there  were  26  discrete  flowing  fractures  identified  by  both  HRTP  and  FRPFM 
visual  tracers  across  all  tests  (A-R).  The  identified  flow  depths  for  both  technologies  are 
compared  in  figure  55.  Statistical  analysis  of  results  is  summarized  in  figure  56  which  compares 
the  average  depth  of  flow  for  each  technology  to  the  difference  between  measured  depths.  The 
mean  difference  is  -0.14  ft  with  a  standard  error  of  0.14  ft  and  limits  of  agreement  between  0.69 
and  -0.96  ft  corresponding  to  a  95%  confidence  interval  (Bland  and  Altman,  1986).  Results 
indicate  good  agreement  between  the  two  technologies  with  an  average  percent  difference  of  - 
0.42%  and  the  FRPFM  estimating  flow  depths  on  average  0.14  ft  (1.7  inches)  higher  than  HRTP. 

6.3.2.  PERFORMANCE  OBJECTIVE  2:  FRACTURE  FOCATION 

Evaluation  of  performance  objective  2  is  based  upon  analysis  of  two  data  type  comparisons 
(Table  20).  Data  type  2A  compares  the  depth  of  fractures  identified  by  ATV/OTV  and  FRPFM 
visual  tracers.  While  data  type  2B  compares  the  depth  of  fractures  identified  by  ATV/OTV  and 
FRPFM  alcohol  tracers.  An  important  clarification  between  data  type  1  (identification  of 
flowing  fractures)  and  data  type  2  (fracture  location)  is  the  capabilities  of  the  technologies 
compared.  For  data  type  1,  each  technology  compared  is  capable  of  identifying  flowing 
fractures,  and  as  such  is  a  measure  of  how  accurately  each  technology  identifies  flow.  Whereas, 
for  data  type  2,  ATV  and  OTV  are  acoustic  and  optical  measures  of  the  borehole  rock  face  with 
no  indication  of  flow,  and  as  such  data  type  2  is  a  comparison  of  the  apparent  location  (depth)  of 
features  regardless  of  flow.  An  important  distinction  and  benefit  is  that  comparison  of  results  for 
data  type  2  allows  for  identification  of  which  ATV/OTV  features  are  actively  flowing  based 
upon  FRPFM  measures. 
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Evaluation  of  data  type  2  consistently  demonstrated  that  the  FRPFM  provides  results  at  much 
higher  resolution  than  existing  optical  and  acoustic  technologies  (ATV/OTV);  quantitative 
comparisons  ATV/OTV  for  each  field  test  typically  indicated  between  2  to  1 1  discrete  fractures 
over  the  FRPFM  interrogation  interval,  while  the  FRPFM  typically  identified  from  3  to  63 
discrete  flowing  fractures.  Fab  tests  showed  that  the  FRPFM  is  capable  of  identifying  flowing 
fractures  with  aperture  of  0.5  mm  (Figure  28),  which  is  below  the  detection  limit  of  existing 
acoustic  and  optical  devices. 

Quantitative  comparisons  for  fracture  location  are  based  upon  fracture  centroid  depths  identified 
by  each  technology.  It  should  be  noted  that  quantitative  statistical  comparisons  can  only  be  made 
for  cases  where  both  technologies  identified  fractures.  Due  to  the  higher  resolution  of  FRPFM 
visual  tracers  and  alcohol  tracers  within  the  1 -meter  interrogation  zone,  there  were  multiple 
instances  where  FRPFM  indications  of  flow  did  not  have  a  matching  ATV/OTV  identified 
fracture. 

For  data  type  2A  there  were  59  discrete  fractures  identified  by  both  ATV/OTV  and  FRPFM 
visual  tracers  across  all  tests  (A-R).  The  identified  depths  for  both  technologies  are  compared  in 
figure  57.  Statistical  analysis  of  the  results  is  summarized  in  figure  58  which  compares  the 
average  fracture  depth  for  each  technology  to  the  difference  between  measured  depths.  The 
mean  difference  is  -0.0046  ft  with  a  standard  error  of  0.04  ft  and  limits  of  agreement  between 
0.34  and  -0.35  ft  corresponding  to  a  95%  confidence  interval  (Bland  and  Altman,  1986).  Results 
indicate  good  agreement  between  the  two  technologies  with  an  average  percent  difference  of 
0.01%  and  the  FRPFM  estimating  flow  depths  on  average  0.0046  ft  (0.05  inches)  higher  than 
ATV/OTV. 

For  data  type  2B  there  were  53  discrete  flowing  fractures  identified  by  both  ATV/OTV  and 
FRPFM  alcohol  tracers  across  all  tests  (A-R).  The  identified  flow  depths  for  both  technologies 
are  compared  in  figure  59.  Statistical  analysis  of  the  results  is  summarized  in  figure  60  which 
compares  the  average  fracture  depth  for  each  technology  to  the  difference  between  measured 
depths.  The  mean  difference  is  0.0042  ft  with  a  standard  error  of  0.02  ft  and  limits  of  agreement 
between  0.17  and  -0.16  ft  corresponding  to  a  95%  confidence  interval  (Bland  and  Altman,  1986). 
Results  indicate  good  agreement  between  the  two  technologies  with  an  average  percent 
difference  of  0.04%  and  the  FRPFM  estimating  flow  depths  on  average  0.0042  ft  (0.05  inches) 
lower  than  ATV/OTV. 

6.3.3.  PERFORMANCE  OBJECTF/E  3:  FRACTURE  ORIENTATION 

Evaluation  of  performance  objective  3  is  based  upon  analysis  of  one  data  type  comparison  (Table 
20).  Data  type  3  compares  fracture  orientation  determined  from  ATV/OTV  logs  and  FRPFM 
visual  tracers.  Two  components  of  fracture  orientation  (azimuth  and  dip)  are  compared. 

Quantitative  comparison  for  fracture  orientation  is  based  upon  the  apparent  shape  of  features 
identified  by  each  technology.  It  should  be  noted  that  quantitative  comparisons  can  only  be  made 
for  cases  where  both  technologies  identified  fractures.  Due  to  the  higher  resolution  of  FRPFM 
visual  tracers  within  the  1 -meter  interrogation  zone,  there  were  multiple  instances  where  the 
FRPFM  identified  flowing  fractures  that  did  not  have  matching  ATV/OTV  fractures.  An 
additional  constraint  for  comparison  is  that  ATV/OTV  evaluation  of  azimuth  and  dip  is  usually 
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only  determined  for  signifieant  fraetures  interseeting  a  major  portion  of  the  borehole  perimeter. 
This  further  reduees  the  number  of  fraetures  for  one  to  one  eomparison  of  fraeture  orientation. 

In  order  to  provide  the  most  eonsistent  eomparison  possible,  Test  O  was  seleeted  for  detailed 
analysis  of  FRPFM  visual  traeer  features  using  the  same  methods  typieally  applied  to  ATV/OTV 
logs.  Test  O  was  seleeted  beeause  it  provides  a  eomplete  demonstration  of  the  full  suite  of 
FRPFM  teehnologies. 

Using  data  from  Test  O  as  the  basis  for  data  type  3  eomparisons,  there  were  10  diserete  flowing 
fraetures  identified  by  both  ATV/OTV  and  FRPFM  visual  traeers  that  were  eonsistently 
evaluated  using  typieal  ATV/OTV  proeedures.  For  fraeture  azimuth,  the  mean  differenee  was 
37.27  degrees  with  a  standard  error  of  12.01  degrees.  For  fracture  dip,  the  mean  difference  was 
19.13  degrees  with  a  standard  error  of  6.91  degrees.  Results  indicate  good  agreement  between 
the  two  technologies  with  average  percent  differences  of  3.34%  and  1.92%  respectively  and  the 
FRPFM  estimating  fracture  azimuth  and  dip  lower  than  ATV/OTV  by  an  average  19.13  degrees 
and  6.91  degrees  respectively. 
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Figure  53.  Comparison  of  results  for  data  type  lA — identifieation  of  flowing  fraetures  by  HRTP 
and  FRPFM  visual  tracers. 
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Figure  54.  Summary  of  statistical  analysis  for  data  type  lA — identification  of  flowing  fractures 
by  HRTP  and  FRPFM  visual  tracers. 
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Figure  55.  Comparison  of  results  for  data  type  IB — identifieation  of  flowing  fractures  by  HRTP 
and  FRPFM  alcohol  tracers. 
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Figure  56.  Summary  of  statistical  analysis  for  data  type  IB — identification  of  flowing  fractures 
by  HRTP  and  FRPFM  alcohol  tracers. 
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Figure  57.  Comparison  of  results  for  data  type  2A — fraeture  loeation  by  ATV/OTV  and  FRPFM 
visual  tracers. 
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Figure  58.  Summary  of  statistical  analysis  for  data  type  2A — fracture  location  by  ATV/OTV 
and  FRPFM  visual  tracers. 
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Figure  59.  Comparison  of  results  for  data  type  2B — fraeture  loeation  by  ATV/OTV  and  FRPFM 
visual  traeers. 
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Figure  60.  Summary  of  statistieal  analysis  for  data  type  2B — fraeture  loeation  by  ATV/OTV  and 
FRPFM  visual  traeers. 
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6.3.4.  PERFORMANCE  OBJECTIVE  4:  FEOW  DIRECTION 


Evaluation  of  performance  objective  4  is  based  upon  analysis  of  one  data  type  comparison  (Table 
20).  Data  type  4  compares  flow  direction  estimated  by  TVP  and  FRPFM  visual  tracers.  All  flow 
direction  comparisons  are  based  upon  reference  to  true  north  as  summarized  in  figure  61.  It  is 
important  to  note  that  for  fractured  rock  systems  the  hydraulic  gradients  and  corresponding  flow 
directions  are  both  spatially  and  temporally  variable,  which  makes  high  resolution  measurement 
of  flow  direction  considerably  challenging.  It  follows  that  the  quantitative  comparison  of  flow 
direction  estimates  is  strongly  influenced  by  the  relative  location  and  time  of  observation.  The 
only  way  to  guarantee  a  truly  consistent  comparison  between  two  alternate  technologies  is  for  the 
observations  to  be  made  at  the  exact  same  location  and  time,  which  is  typically  not  possible 
within  a  borehole. 

Pehme  et  al.  (2014)  addresses  the  spatial  and  temporal  variation  of  flow  measurements  using 
TVP  for  the  Guelph  Tool  Site.  Figure  62  summarizes  TVP  data  collected  at  GTS  with  column  f 
providing  a  vertical  (spatial)  distribution  of  the  horizontal  thermal  vector  relative  to  true  north.  It 
can  be  seen  that  between  elevations  320-330  masl  the  general  horizontal  direction  SE,  but  there 
is  observable  spatial  variation  within  this  zone,  and  considerable  variation  in  overlying  and 
underling  zones. 

FRPFM  high  resolution  directional  measures  are  based  upon  visual  indication  of  discrete  fracture 
flows  within  the  FRPFM  1 -meter  interrogation  zone,  and  as  such  will  experience  at  least  as  much 
if  not  more  spatial  variation  in  flow  direction  when  compared  to  TVP. 

Bearing  in  mind  the  considerable  spatial  and  temporal  variations  in  fracture  flow  direction, 
comparisons  of  general  flow  direction  based  upon  TVP  and  FRPFM  technologies  are 
summarized  in  Table  21.  FRPFM  directional  measures  can  only  be  obtained  when  sufficient 
visual  features  are  present  on  the  visual  indication  sock — as  such  flow  direction  estimates  were 
only  possible  for  the  9  Tests  included  in  Table  21  with  an  average  percent  difference  of  19.13%. 
It  is  important  to  note  that  for  Tests  B,  D,  and  G  the  flowing  features  identified  by  FRPFM  were 
vertical  not  horizontal  which  may  affect  how  their  flow  contribution  is  interpreted  when 
compared  to  TVP. 

For  GTS  the  overall  general  flow  direction  was  estimated  as  SSE  using  TVP  (Pehme  et  ah, 

2014).  For  FRPFM  Test  B  (deployment  elevation  327.41  masl)  the  inferred  flow  direction  over 
the  1 -meter  interrogation  zone  was  W  which  corresponds  to  scatter  present  in  the  TVP 
distribution  at  that  depth.  For  FRPFM  Test  D  (deployment  elevation  331.94  masl)  the  inferred 
flow  direction  over  the  1 -meter  interrogation  zone  was  SW  which  corresponds  to  a  strong  line  of 
scatter  present  in  the  TVP  distribution  at  that  depth.  For  FRPFM  Tests  F  and  G  (deployment 
elevation  331.6  masl)  the  inferred  flow  direction  over  the  1 -meter  interrogation  zone  was  S 
which  corresponds  well  to  a  scatter  cluster  in  the  TVP  distribution  at  that  depth  and  is  reasonably 
close  to  the  TVP  general  flow  direction. 

For  NAWC  the  issues  of  spatial  and  temporal  variation  were  more  pronounced  due  to  the  active 
pump  and  treat  activities  on  site.  As  mentioned  previously,  it  is  not  possible  to  deploy  both  TVP 
and  FRPFM  at  the  same  time,  which  means  that  a  truly  consistent  comparison  is  not  possible. 
Due  to  logistics  of  mobilization  and  running  tests  in  parallel  on  two  sites,  all  ATV/OTV  logging 
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and  any  procedures  requiring  a  FLUTe  liner  were  performed  prior  to  FRPFM  testing. 

HRTP/TVP  was  performed  at  NAWC  in  June,  2012  with  FRPFM  tests  eommeneing  in  July  of 
2012  and  running  through  November  2013. 

For  FRPFM  Test  J  (deployment  95  ft-bgs)  the  inferred  flow  direetion  over  the  1 -meter 
interrogation  zone  was  WSW  which  compares  reasonably  well  with  the  TVP  direction  of  WNW 
at  this  depth.  A  likely  eontributor  to  the  slight  differenee  in  measured  flow  direction  was  that  the 
pump  and  treat  plant  underwent  a  earbon  exehange  during  the  same  period  as  HRTP/TVP 
testing.  During  earbon  exchange  the  protoeol  on  site  is  to  reduee  the  pumping  rate  at  extraetion 
well  15BR  whieh  is  loeated  SW  of  FRPFM  well  68BR  (Figure  13)  while  maintaining  extraction 
rates  at  all  other  wells  on  site.  With  extraction  rates  redueed  at  15BR  the  next  elosest  well  is 
29BR  loeated  NW  of  FRPFM  well  68BR  (Figure  13). 

For  FRPFM  Test  K  (deployment  96.64  ft-bgs)  the  inferred  flow  direction  over  the  1-meter 
interrogation  zone  was  WSW  whieh  eompares  reasonably  well  with  the  TVP  direetion  of  WNW 
at  this  depth  when  taking  into  aeeount  the  onsite  pumping  eonditions  as  diseussed  above.  For 
FRPFM  Test  O  (deployment  95.12  ft-bgs)  the  inferred  flow  direetion  over  the  1 -meter 
interrogation  zone  was  SSW  while  TVP  indieated  a  direetion  of  WNW  at  this  depth.  A  key  note 
here  is  that  temporal  variations  are  likely  more  signifieant  for  Tests  O,  Q,  and  R  flow  direetion 
eomparisons  as  the  FRPFM  tests  and  TVP  log  were  performed  more  than  a  year  apart.  During 
this  period  the  distribution  of  extraetion  rates  for  pump  and  treat  wells  were  altered  as  a  new 
contractor  took  over  operation  of  the  pump  and  treat  facility  onsite.  Extraction  well  15BR  was 
maintained  as  the  well  with  highest  extraetion  rate,  but  additional  extraetion  wells  were  brought 
online.  For  FRPFM  Test  Q  there  were  only  faint  visual  indieations  of  two  diserete  features  along 
the  same  horizontal  are  on  the  FRPFM  at  approximately  96.15  ft-bgs.  The  inferred  flow 
direetion  from  the  faint  visual  features  was  ESE  while  TVP  indicated  a  direction  of  WNW  at  this 
depth.  Test  R  was  the  final  FRPEM  test  performed  at  a  deployment  depth  of  133.62  ft-bgs.  The 
visual  results  were  the  most  unique  of  all  tests  performed  with  faint  but  distinet  visual  indieations 
of  a  eireular  feature  (eentroid  at  134.75  ft-bgs)  interseeted  by  two  high-angle  fraetures  (Eigure 
50).  Evaluation  of  the  visual  features  inicates  a  general  groundwater  flow  direetion  of  WNW 
figures  50  and  51  whieh  eompares  well  with  the  TVP  direetion  of  WSW  at  this  loeation. 
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Figure  61 .  Flow  directions  referenced  to  true  north. 


Table  21,  Summary  of  flow  directions  for  all  tests  with  comparative  results. 
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Figure  62.  Comparison  of  TVP  thermal  veetor  eomponents  against  loeal  pressure  head 
stratifieation  and  horizontal  gradients,  (a)  Time-Elevation-Head  (TEH)  seetion  with  direetion,  (b) 
passive  temperature  data,  (c)  horizontal  thermal  veetor,  (d)  vertieal  thermal  gradient,  (e)  local 
thermal  vector,  (f)  direction  of  horizontal  thermal  vector,  (g)  inclination  of  total  thermal  vector  off 
horizontal  (Pehme  et  ah,  2014). 
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6.3.5.  PERFORMANCE  OBJECTIVE  5:  ACCURACY  OF  WATER  FEUX 
MEASUREMENTS 

Evaluation  of  performance  objective  5  is  based  upon  analysis  of  two  data  type  comparisons 
(Table  20).  Data  type  5A  compares  water  flux  values  from  BHD  to  those  determined  from 
FRPFM  visual  tracers.  While  data  type  5B  compares  water  flux  values  from  BHD  to  those 
determined  from  FRPFM  alcohol  tracers. 

For  data  type  5A  there  were  two  tests  that  produced  measures  for  water  flux  (specific  discharge) 
by  both  BHD  and  FRPFM  visual  tracers  (Tests  J  and  O).  Using  the  methods  of  Bland  and 
Altman  (1986)  the  mean  difference  is  0.125  cm/day  with  a  standard  error  of  1.17  cm/day  and 
limits  of  agreement  between  2.03  and  -1.78  cm/day  corresponding  to  a  95%  confidence  interval. 
Results  indicate  good  agreement  between  the  two  technologies  with  an  average  percent 
difference  of  8.41%  and  the  FRPFM  visual  tracers  estimating  water  fluxes  on  average  0.125 
cm/day  lower  than  BHD. 

For  data  type  5B  there  were  eight  tests  that  produced  measures  for  water  flux  (specific  discharge) 
by  both  BHD  and  FRPFM  alcohol  tracers  (Tests  I,  J,  F  and  N-R).  The  measured  water  flux 
values  for  both  technologies  are  compared  in  figure  63.  Statistical  analysis  of  the  results  is 
summarized  in  figure  64  which  compares  the  average  water  flux  for  each  technology  to  the 
difference  between  measured  fluxes.  The  mean  difference  is  0.1 1  cm/day  with  a  standard  error 
of  0.17  cm/day  and  limits  of  agreement  between  0.67  and  -0.46  cm/day  corresponding  to  a  95% 
confidence  interval  (Bland  and  Altman,  1986).  Results  indicate  good  agreement  between  the 
two  technologies  with  an  average  percent  difference  of  6.70%  and  the  FRPFM  alcohol  tracers 
estimating  water  fluxes  on  average  0.1 1  cm/day  less  than  BHD. 

6.3.6.  PERFORMANCE  OBJECTIVE  6:  ACCURACY  OF  CONTAMINANT  FEUX 
MEASUREMENTS 

Evaluation  of  performance  objective  6  is  based  upon  analysis  of  two  data  type  comparisons 
(Table  20).  Data  type  6A  compares  contaminant  flux  values  from  BHD  to  those  determined 
from  FRPFM.  While  data  type  6B  compares  contaminant  flux  average  concentrations  from 
BHD  to  those  determined  from  FRPFM.  Two  contaminants  were  measured  at  both  sites,  TCE 
and  DCF. 

For  data  type  6A  there  were  9  tests  that  produced  measures  for  TCE  flux  by  both  BHD  and 
FRPFM  (Tests  H,  I,  J,  F,  and  N-R)  and  8  tests  that  produced  measures  for  DCF  flux  by  both 
BHD  and  FRPFM  (Tests  I,  J,  F  and  N-R).  The  measured  TCE  and  DCF  flux  values  for  both 
technologies  are  compared  in  figures  65  and  67  respectively.  Statistical  analysis  of  the  results  is 
summarized  in  figures  66  and  68  which  compare  the  average  contaminant  flux  for  each 
technology  to  the  difference  between  measured  fluxes.  The  mean  difference  for  TCE  flux  is 
6,625  pg/mVday  (6.6  mg/mVday)  with  a  standard  error  of  9,450  pg/mVday  (9.45  mg/mVday) 
and  limits  of  agreement  between  39,361  and  -26,1 1 1  pg/mVday  (39  to  -26  mg/mVday) 
corresponding  to  a  95%  confidence  interval  (Bland  and  Altman,  1986).  Results  indicate  good 
agreement  between  the  two  technologies  with  the  FRPFM  estimating  TCE  fluxes  on  average 
6,625  pg/mVday  (6.6  mg/mVday)  lower  than  BHD. 
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Figure  63.  Comparison  of  results  for  data  type  5B — ^water  flux  by  BHD  and  FRPFM  aleohol 
traeers. 


1.00  T 

0.80  - 


0.60 

0.40 

0.20  - 

Difference  ■ 

(BHD-FRPFM)  0.00 
[cm/d] 

-0.20 

-0.40 


-0.60 

-0.80 

-1.00  -H 
0.0 


BHD  vs  FRPFM  Alcohol  Tracer  Water  Flux 


o 


o 


Mean  +  2SD 
0.67 


O 


O 


O 


Mean 

0.11 


0-- 


Mean  -  2SD 
-0.46 


— I - 1 - 1 - 1 - 1 - 1 - 1 - 1 - 1 

0.5  1.0  1.5  2.0  2.5  3.0  3.5  4.0  4.5 

Average  of  BHD  and  FRPFM  Alcohol  Tracer  [cm/d] 


Figure  64.  Summary  of  statistieal  analysis  for  data  type  5B — ^water  flux  by  BHD  and  FRPFM 
alcohol  tracers. 
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Figure  65.  Comparison  of  results  for  data  type  6  A — TCE  flux  by  BHD  and  FRPFM. 
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Figure  66.  Summary  of  statistieal  analysis  for  data  type  6A — TCE  flux  by  BHD  and  FRPFM. 
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BHD  vs  FRPFM  DCE  Flux 


DCE  Fluxes  from  BHD 

[ug/mVd  ] 


Figure  67.  Comparison  of  results  for  data  type  6A — DCE  flux  by  BHD  and  FRPFM. 
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Figure  68.  Summary  of  statistieal  analysis  for  data  type  6A — DCE  flux  by  BHD  and  FRPFM. 
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The  mean  difference  for  DCE  flux  is  -1,187  )j,g/mVday  (-1.2  mg/mVday)  with  a  standard  error  of 
4,564  gg/mVday  (4.6  mg/mVday)  and  limits  of  agreement  between  13,719  and  -16,093 
gg/mVday  (13.7  to  -16.1  mg/mVday)  corresponding  to  a  95%  confidence  interval  (Bland  and 
Altman,  1986).  Results  indicate  good  agreement  between  the  two  technologies  with  the  FRPFM 
estimating  DCF  fluxes  on  average  1,187  pg/mVday  (1.2  mg/mVday)  higher  than  BHD.  The 
average  percent  difference  between  BHD  and  FRPFM  measurements  for  both  TCF  and  DCF 
flux  is  2.0%. 

For  data  type  6B  there  were  10  tests  that  produced  measures  for  TCF  flux  average  concentration 
by  both  BHD  and  FRPFM  (Tests  H-F  and  N-R)  and  9  tests  that  produced  measures  for  DCF  flux 
average  concentration  by  both  BHD  and  FRPFM  (Tests  1-F  and  N-R).  The  measured  TCF  and 
DCE  flux  average  concentration  values  for  both  technologies  are  compared  in  figures  69  and  7 1 
respectively.  Statistical  analysis  of  the  results  is  summarized  in  figures  70  and  72  which  compare 
the  mean  flux  average  concentration  for  each  technology  to  the  difference  between  measured 
values.  The  mean  difference  for  TCF  flux  average  concentration  is  552.65  pg/F  (0.55  mg/F) 
with  a  standard  error  of  604.40  pg/F  (0.60  mg/F)  and  limits  of  agreement  between  2,760  and  - 
1,654  pg/F  (2.76  to  -1.65  mg/F)  corresponding  to  a  95%  confidence  interval  (Bland  and  Altman, 
1986).  Results  indicate  good  agreement  between  the  two  technologies  with  the  FRPFM 
estimating  TCF  fluxes  on  average  552.65  pg/F  (0.55  mg/F)  lower  than  BHD. 

The  mean  difference  for  DCE  flux  average  concentration  is  -10.42  pg/F  (-0.01  mg/F)  with  a 
standard  error  of  180.51  pg/F  (0.18  mg/F)  and  limits  of  agreement  between  615  and  -636  pg/F 
(0.615  to  -0.636  mg/F)  corresponding  to  a  95%  confidence  interval  (Bland  and  Altman,  1986). 
Results  indicate  good  agreement  between  the  two  technologies  with  the  FRPFM  estimating  DCE 
fluxes  on  average  10.42  pg/F  (0.01  mg/F)  higher  than  BHD.  The  average  percent  difference 
between  BHD  and  FRPFM  for  both  TCF  and  DCE  flux  average  concentration  is  6.07%. 

Evaluation  of  the  quantitative  performance  objectives  based  upon  average  percent  difference 
(Table  22)  establishes  good  agreement  between  FRPFM  measures  and  those  provided  by 
alternative  technologies.  The  results  demonstrate  that  the  FRPFM  provides  accurate,  independent 
and  simultaneous  measure  of  6  data  types:  1)  detection  of  flowing  fractures,  2)  fracture  location 
(depth),  3)  fracture  orientation,  4)  fracture  flow  direction,  5)  groundwater  flux  (specific  discharge), 
and  6)  contaminant  mass  flux.  There  is  no  other  current  technology  that  can  currently  measure  all 
of  these  simultaneously. 
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BHD  vs  FRPFM  TCE  Flux  Average  Concentration 


Figure  69.  Comparison  of  results  for  data  type  6B — TCE  flux  average  coneentration  by  BFID  and 
FRPFM. 
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Figure  70.  Summary  of  statistieal  analysis  for  data  type  6B — TCE  flux  average  concentration  by 
BHD  and  FRPFM. 
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BHD  vs  FRPFM  DCE  Flux  Average  Concentration 
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Figure  7 1 .  Comparison  of  results  for  data  type  6B — DCE  flux  average  concentration  by  BHD  and 
FRPFM. 


BHD  vs  FRPFM  DCE  Flux  Average  Concentration 

3,000 

2.500 

2,000 

1.500  -f 

1,000 

500 
0 

-500 
-1,000 
-1,500 
-2,000 

0  500  1000  1500  2000  2500  3000 

Average  of  BHD  and  FRPFM  DCE  Flux  Average  Concentration  [  ug/L  ] 


"O' 


o  o 


o 


o 


o 


o 


Mean 

-456.49 


Mean  -  2SD 
-2,129 


Difference 
(BHD-FRPFM) 
[  ug/L  ] 


Mean  +  2SD 
1,216 


Figure  72.  Summary  of  statistical  analysis  for  data  type  6B — DCE  flux  average  concentration  by 
BHD  and  FRPFM. 
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Table  22,  Summary  of  Quantitative  Performance  Objectives  with  Comparative  Results. 


Performance  Objective 

Data  Requirements 

Success  Criteria 

Technology  Comparison 

Quantitative  Performance  Objectives 

Average  Percent  Difference 

1 

Detection  of  Flowing 
Fractures 

Measures  from  visible  and  non-visible 
FRPFM  tracers  and  comparative 
technologies 

Detect  presence  of  flowing  fractures 
+/-  10% 

-0.42% 

2 

Fracture  location  (depth) 

Measures  from  visible  and  non-visible 
FRPFM  tracers  and  comparative 
technologies 

Detect  fracture  location  within  +!- 
10% 

-0.04% 

3 

Fracture  orientation 

Visible  dye  measures  and  measures 
from  comparative  technology 

Measurement  validation  to  within 
+/- 15% 

3.3  % 

D 

Fracture  Flow  Direction 

Visible  dye  measures  and  measures 
from  competing  technology 

Measurement  validation  to  within 

+/-  25%> 

19.1% 

5 

Accuracy  of  water  flux 
measurements 

Measures  from  FRPFM  and 
comparative  technologies 

Measurement  validation  to  within 

+/-  25%> 

6.7% 

6 

Accuracy  of  contaminant 
flux  measurements 

Measures  from  FRPFM  and 
comparative  technologies 

Measurement  validation  to  within 
+/-  25%> 

2.0% 
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7.0 


COST  ASSESSMENT 


7.1  COST  MODEL 

The  FRPFM  is  the  only  teehnology  that  provides  simultaneous  measurement  of  6  data  types  (Table 
22)  within  fractured  rock  wells:  1)  detection  of  flowing  fractures,  2)  fracture  location  (depth),  3) 
fracture  orientation,  4)  fracture  flow  direction,  5)  groundwater  flux  (specific  discharge),  and  6) 
contaminant  mass  flux.  The  FRPFM  provides  high  resolution  measurements  over  a  specific 
interrogation  zone  (currently  1  meter).  Due  to  the  high  resolution  nature  of  the  technology, 
FRPFM  application  is  meant  to  be  focused  on  high  priority  target  zones  and  not  intended  as  tool 
for  screening  flow  conditions  across  an  entire  borehole.  In  order  to  select  the  priority  target  zones, 
baseline  characterization  should  include  at  a  minimum  standard  ATV  and  OTV  logs,  and  aqueous 
contaminant  concentrations  from  zones  of  interest.  Ideally,  it  is  beneficial  to  have  preliminary 
indications  of  potential  flow  zones  based  upon  comparative  and  complementary  technologies  such 
as  BHD  and  HRTP/TVP  to  help  identify  the  priority  zones  for  high  resolution  FRPM 
measurements. 

The  FRPFM  technology  currently  functions  through  deployment  of  custom-built  prototypes 
designed  with  a  specified  interrogation  zone  (typically  1  meter).  Currently  prototypes  exist  for 
application  in  4-inch  and  6-inch  fractured  rock  wells.  Determining  the  price  for  application  is 
based  upon  the  number  of  wells  to  be  evaluated,  the  number  of  target  deployment  zones  within 
each  well,  and  the  resolution  of  FRPFM  sorbent  analysis  for  water  and  contaminant  flux 
distributions.  The  cost  of  mobilization  and  demobilization  are  dependent  upon  site  location.  In 
order  to  estimate  the  cost  of  FRPFM  deployment  it  is  assumed  that  the  technology  will  be  used  to 
investigate  1  well  with  1  (1 -meter)  interrogation  interval  and  a  sampling  resolution  of  20  samples 
(5  cm  depth  resolution)  for  flux  estimates. 
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7.2  COST  DRIVERS 


7.2.1.  COST  ELEMENT;  Mobilization 

Mobilization  encompasses  required  personnel  and  associated  labor,  planning,  contracting, 
transportation/shipping  requirements,  permitting  to  secure  regulatory  approval  for  alcohol  tracer 
use,  and  site  preparation.  The  scale  of  mobilization  will  depend  on  the  number  of  wells  to  be 
characterized. 

7.2.2.  COST  ELEMENT:  Baseline  Characterization 

Baseline  characterization  encompasses  required  personnel  and  associated  labor,  investigation  into 
available  site-specific  literature,  a  preliminary  site  visit,  water  level  measurements,  contaminant 
sampling  and  analysis,  sample  shipping,  analytical  laboratory  costs,  and  residual  waste  handling. 
The  scale  of  baseline  characterization  will  depend  on  the  number  of  wells  to  be  characterized. 

7.2.3.  COST  ELEMENT:  FRPEM 

Deploying,  extracting,  and  sampling  the  FRPEM  will  encompass  required  personnel  and 
associated  labor,  capital  equipment  purchases,  operator  labor,  operator  training,  raw  materials, 
consumables,  supplies,  sampling,  sample  shipping,  sample  analysis,  analytical  laboratory  costs, 
and  residual  waste  handling.  The  scale  of  the  FRPEM  cost  component  will  depend  on  the  number 
interrogation  zones  to  be  investigated  and  the  resolution  of  FRPEM  sorbent  analysis  for  water  and 
contaminant  flux  distributions. 

7.2.4.  COST  ELEMENT:  Alternative  Technologies 

The  alternative  technologies  element  encompasses  costs  of  using  alternative  technologies 
including:  BHD  and  HRTP/TVP  in  a  FLUTe  liner.  With  the  exception  of  BHD  there  are  existing 
commercial  entities  that  provide  characterization  services  using  the  above  technologies.  For 
estimating  costs  of  conducing  borehole  dilution,  the  following  cost  parameters  will  be  tracked: 
transportation  of  personnel,  materials  and  labor  to  construct  a  borehole  dilution  setup,  shipping  of 
equipment,  water  sampling,  water  sample  analysis,  analytical  laboratory  costs,  and  residual  waste 
handling  and  all  related  labor  related  costs.  The  scale  of  the  alternative  technologies  component 
will  depend  on  the  number  of  wells  to  be  characterized. 

7.2.5.  COST  ELEMENT:  Demobilization 

Demobilization  encompasses  required  personnel  and  associated  labor,  planning,  contracting, 
transportation/shipping  requirements.  The  scale  of  demobilization  will  depend  on  the  number  of 
wells  to  be  characterized. 
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7.3  COST  ANALYSIS 


Because  the  FRPFM  is  the  only  device  capable  of  providing  high  resolution  simultaneous 
measurement  of  the  6  data  types  outlined  in  Table  22,  there  are  no  alternative  methods  available 
for  direct  comparison  of  cost.  BHD  provides  an  alternative  method  for  measuring  two  of  the  six 
data  types:  water  and  contaminant  flux.  However,  for  low  flow  conditions  (<10  cm/day)  required 
BHD  test  durations  can  approach  1  week  requiring  continuous  staffing  and  maintenance  (Test  R 
at  NAWC  required  a  BHD  test  of  7  days  to  obtain  stable  contaminant  flux  estimate).  HRTP  and 
TVP  provides  an  alternative  method  for  measuring  three  of  the  six  data  types:  presence  of  flowing 
fractures,  fracture  location,  and  flow  direction.  These  methods  have  the  added  benefit  that  they 
provide  characterization  of  these  three  measures  over  the  entire  depth  of  lined  borehole.  The  TVP 
analysis  used  as  basis  of  comparison  in  section  6  (Pehme  et  ah,  2014)  was  performed  in  a  lined 
borehole,  which  requires  purchase  of  a  FLUTe  liner  if  one  is  not  already  in  use.  As  many  sites 
actively  use  liners,  the  purchase  of  a  FLUTe  liner  is  considered  an  optional  cost. 

In  order  to  provide  an  accurate  estimate  for  FRPFM  cost  the  following  conditions  are  assumed:  all 
wells  for  testing  are  pre-existing  (no  drilling  costs),  minimal  baseline  characterization  includes 
ATV/OTV  and  aqueous  contaminant  concentrations  obtained  within  target  zones.  Table  23 
outlines  the  total  cost  for  FRPFM  deployment  assuming  the  technology  will  be  used  to  investigate 
1  well  with  1  (1 -meter)  interrogation  interval  and  a  sampling  resolution  of  20  samples  (5  cm  depth 
resolution)  for  flux  estimates.  For  most  FRPFM  operations,  mobilization  and  demobilization  are 
symmetric  operations  with  similar  costs,  and  the  total  mobilization  and  demobilization  costs  are 
combined  to  include  all  planning,  travel,  and  salary.  The  FRPFM  cost  is  broken  out  to  show 
consumable  materials  and  preparation,  sample  analysis,  and  interpretation  of  results.  The  total 
cost  for  FRPFM  deployment,  retrieval,  sampling  and  analysis  per  the  conditions  outlined  in  Table 
23  is  $1 1,283.  Table  24  provides  a  detailed  breakdown  of  the  cost  to  construct  one  FRPFM  device. 
Once  constructed,  the  FRPFM  device  can  be  used  repetitively  for  approximately  25  deployments 
before  routine  maintenance  is  recommended  and  possible  replacement  of  packer  gum  rubber  may 
be  required. 

To  provide  an  accurate  BHD  cost  estimate  for  comparison  to  FRPFM  it  was  assumed  that  the 
technology  would  be  used  to  investigate  1  well  with  1  (1 -meter)  interrogation  interval  with  a  total 
of  20  aqueous  samples  over  the  duration  of  the  BHD  test.  Mobilization  and  demobilization  costs 
are  very  similar  to  FRPFM  with  the  primary  difference  being  the  amount  of  time  staff  must  be  on 
site  to  monitor  BHD  testing.  It  was  assumed  that  a  BHD  test  duration  of  5  days  would  provide  a 
reliable  estimate  for  contaminant  flux.  Depending  on  the  flow  conditions,  shorter  duration  tests 
(24  hour)  will  cost  less  while  still  provide  reliable  water  flux  estimates,  but  contaminant  flux 
estimates  would  not  be  viable.  The  total  cost  for  BHD  testing  per  the  conditions  outlined  in  Table 
25  is  $11,295. 

To  provide  an  HRTP/TVP  cost  estimate  for  comparison  to  FRPFM  it  was  assumed  that  the 
technology  would  be  used  to  characterize  flow  over  the  entire  depth  of  a  200-ft  well.  The  cost  of 
mobilization  was  considered  to  be  comparable  to  FRPFM  with  the  primary  difference  being  that 
typical  HRTP/TVP  testing  takes  about  three  days  per  borehole.  As  mentioned  previously,  the 
purchase  of  a  flute  liner  for  HRTP/TVP  testing  is  included  as  an  optional  cost.  The  total  cost  for 
HRTP/TVP  testing  per  the  conditions  outlined  in  Table  26  is  $6,722  if  a  FLUTe  liner  is  already 
available,  and  $1 1,722  if  the  optional  cost  of  a  FLUTe  liner  is  included. 
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Table  23.  FRPFM  Deployment  Cost. 


1  Nunberof  wells 

1  Numberof  target  intervals  perwell 

1  Total  number  of  interrogation  Intervals 

20  samples  per  FRPFM 

20  Total  Numberof  Samples 

Costs 

Mobilizaton  and  Demobilization 

Travel 

2 

Numberof  round  trips 

2 

days  &  nights  pertrip 

$350 

Airline  ticket  pertrip 

$70 

Rental  car  perday  (minivan) 

$140 

Rental  car  total 

$120 

Flotel  per  night 

$240 

Flotel  pertrip 

$100 

Fuel  pertrip 

$36 

Perdiem  (per  person  per  day) 

$72 

Perdiem  pertrip 

$902 

Travel  Total 

$300 

shipping  of  equipment,  supplies  and  samples 

$1,120 

Salary  and  Benefits  costs 

(2  trips  with  2x  8-hour  work  days  at  $35/hour) 

$2,322 

Total  for  mobilization  and  demobilization 

FRPFM 

$500 

FRPFM  AC-felt  and  visual  dye  sock  preparation 

$4,000 

Sample  analysis 

($300  per  sample  for  20  samples) 

$700 

Interpretation  of  results 

(20  hours  at  $35/hour) 

$5,200 

FRPFM  Total 

$7,522 

Direct  Cost 

$3,761 

IDC 

$11,283 

Total  Cost 

Construction  Cost  of  one  FRPFM  Device  (for  6-inch  borehole  with  1-meter  interrogation  zone) 

$1,989 

Including  materials  and  labor 

(detailed  cost  is  provided  in  Table  24) 

Note:  Construction  cost  does  not  include  consumables  such  as  AC-felt  and  visual  dye  sock. 
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Table  24.  FRPFM  Construction  Cost. 


Cost  to  construct  one  FRPFM  (6-inch  diameter  with  1-meter  interrogation  zone)^ 

Unit  Cost 

Unit 

Total  Cost 

Gum  rubberfor  packers  (4"  ID,  4.5"  OD)^ 

$33.90 

perfoot 

4.5 

ft 

$152.55 

Gum  rubberfor  core  (3"  ID,  3.5"  OD)^ 

$20.00 

perfoot 

3.5 

ft 

$70.00 

PVC  stock  (rods)  for  packers  (6"  OD) 

$96.00 

perfoot 

4.5 

ft 

$432.00 

Swageloc  fittings 

$12.00 

each 

8 

$96.00 

Tubing 

$0.92 

perfoot 

300 

ft 

$276.00 

Low  Profile  Clamps 

$7.60 

each 

10 

$76.00 

Stainless  steel  shield  (material) 

$40.60 

perfoot 

10 

ft 

$406.00 

Man  hours  (machinist) 

$20.00 

per  hour 

24 

hours 

$480.00 

$1,988.55 

1  -  Construction  cost  does  not  include  consumables  such  as  AC-felt  and  visual  dye  sock. 

2  -  Once  constructed,  the  FRPFM  device  can  be  used  repetitively  for  approximately  25  deployments  before 

routine  maintenance  is  recommended  and  possible  replacement  of  packer  gum  rubber  may  be  required. 
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Table  25.  BHD  Cost. 


1 

Numberof  wells 

1 

Numberof  target  intervals  perwell 

1 

Total  Numberof  Interrogation  Intervals 

20 

Total  Numberof  Samples 

Costs 

Mobilizaton  and  Demobilization 

Travel 

1 

Numberof  round  trips 

5 

days  &  nights  pertrip 

$350 

Airline  ticket  pertrip 

$70 

Rental  carperday  (minivan) 

$350 

Rental  car  total 

$100 

Hotel  per  night 

$500 

Hotel  pertrip 

$100 

Fuel  pertrip 

$36 

Perdiem  (perperson  perday) 

$180 

Perdiem  pertrip 

$1,480 

Travel  Total 

$300 

shipping  of  equipment,  supplies  and  samples 

$1,400 

Salary  and  Benefit  costs  (1  trip  with  5x  8-hour  work  days  at  $35/hour) 

$3,180 

Total  for  mobilization  and  demobilization 

BHD 

$4,000 

Sample  analysis  ($300  per  sample  for20samples) 

$350 

Interpretation  of  results  (10  hours  at  $35/hour) 

$4,350 

BHD  Total 

$7,530 

Direct  Cost 

$3,765 

IDC 

$11,295 

Total  Cost 
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Table  26.  HRTP/TVP  Cost. 


HRTP/TVP  Pricing 

1 

200- ft  well 

Costs 

Mobilizaton  and  Demobilization 

Travel 

1 

Number  of  round  trips 

2 

days  &  nights  per  trip 

$350 

|Airline  ticket  pertrip 

$70 

Rental  car  per  day  (minivan) 

$140 

1  Rental  car  total 

$100 

Hotel  per  night 

$200 

Hotel  pertrip 

$100 

Fuel  pertrip 

$36 

Perdiem  (per  person  per  day) 

$72 

Perdiem  pertrip 

$862 

Travel  Total 

$300 

|shipping  of  equipment,  supplies  and  samples 

$560 

|salary  and  Benefits  costs  (1  trip  with  3  x  8-hour  work  days  at  $35/hour) 

$1,722 

jTotal  for  mobilization  and  demobilization 

HRTP/TVP 

$5,000 

|hrTP/TVP  without  mobilization  (typically  3  days  work) 

$6,722 

jTotal  Cost 

$5,000 

Optional  Cost  of  Flute  liner  for  200-ft  well  with  installation 

$11,722 

Total  HRTP/TVP  optional  with  liner 

Rental  costs  for  HRTP/TVP  equipment 

$1,667  per  day 
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8.0  IMPLEMENTATION  ISSUES 


8,1  Environmental  Checklist 

Depending  on  site  conditions,  permits  may  be  required  for  permission  to  release  small  quantities 
of  food-grade  tracers  into  the  aquifer.  A  standard  list  of  tracers  is  available,  and  no  issues  have 
been  experienced  with  previous  permit  requests. 


8,2  Other  Regulatory  Issues 

Continuous  contact  with  appropriate  sire  managers  is  strongly  recommended  through  the 
duration  of  all  testing  to  avoid  issues  with  any  site-specific  regulations. 


8,3  End-User  Issues 

The  FRPFM  technology  currently  functions  through  deployment  of  custom-built  prototypes 
designed  with  a  specified  interrogation  zone  (typically  1  meter).  Currently  prototypes  exist  for 
application  in  4-inch  and  6-inch  fractured  rock  wells.  Deployment,  retrieval  and  sampling  is 
straightforward  and  has  been  demonstrated  to  field  technicians  from  the  University  of  Guelph 
and  USGS  who  experienced  minimal  issues  with  methodology  transfer. 

As  technology  development  continues,  refinements  will  be  made  and  applied  to  future  prototypes 
(such  as  expanded  interrogation  zone).  Site  specific  refinements  can  be  made  as  needed. 
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APPENDICES 


Appendix  A:  Points  of  Contact 


POINT  OF 
CONTACT 

Name 

ORGANIZATION 

Name 

Address 

Phone 

Fax 

E-mail 

Role  in  Project 

Kirk  Hatfield 

University  of  Florida 

Phone:  352-392-9537 

Fax:  352-392-3394 

Email:  khh@ce.ufl.edu 

Laboratory/field/ modeling 

Michael  Annable 

University  of  Florida 

Phone:  352-392-3294 

Fax:  352-392-3076 

Email:  annable@ufl.edu 

Laboratory/ field/ analytical 

Harald  Klammler 

University  of  Florida 

Phone:  352-392-9537 

Fax:  352-392-3394 

Email:  haki@gmx.at 

Modeling/ Statistical  Analysis 

Mark  Newman 

University  of  Florida 

Phone:  352-392-9537 

Fax:  352-392-3394 

Email:  markn@ce.ufi.edu 

Laboratory/ field/ analytical 

Beth  Parker 

University  of  Guelph 

Phone:  519-824-4120 

Fax:  519-836-0227 

Email:  bparker@uoguelph.ca 

Field/laboratory 

John  Cherry 

University  of  Guelph 

Phone:  519-888-4516 

Fax:  519-883-0220 

Email: 

cherryja@rogers.blackberry.net 

Field/modeling 
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Appendix  B:  Standard  Operating  Procedure  for  Analysis  of  Alcohol  Tracers 

SCOPE  AND  APPLICATION 


1 .  This  SOP  describes  the  analytical  procedures  utilized  by  the  University  of  Florida  for  analysis 
of  alcohols  used  as  partitioning  tracers  in  both  lab  and  field  studies  in  order  to  quantify  the  amount 
and  distribution  of  residual  non-aqueous  phase  liquids  (NAPLs)  present  in  the  saturated  zone. 

2.  This  SOP  was  written  by  R.D.  Rhue,  Soil  and  Water  Science  Department,  University  of  Florida, 
Gainesville,  FI.  It  is  a  modification  of  SOP-UF-Hill-95-07-0010-v.2,  prepared  by  D.P.  Dai,  H.K. 
Kim,  and  P.S.C.  Rao,  Soil  and  Water  Science  Department,  University  of  Florida.  The  SOP  of  Dai, 
Kim,  and  Rao  was  modified  from  a  protocol  provided  to  them  by  Professor  Gary  Pope  at  the 
University  of  Texas-Austin. 

3.  The  alcohol  tracers  used  in  the  UF  lab  and  field  studies  are  ethanol,  n-butanol,  n-pentanol,  n- 
hexanol,  n-heptanol,  2,2-dimethyl-3-pentanol,  and  6-methyl-2-heptanol. 

4.  The  method  involves  gas  chromatography  (GC)  analysis  for  alcohol  concentrations  in  aqueous 
samples.  A  flame-ionization  detector  (FID)  is  used  to  quantify  the  analyte  concentrations  in  the 
sample.  The  method  has  been  found  to  provide  reliable  and  reproducible  quantitation  of  alcohols 
for  concentrations  >  1  ug/mL.  This  value  may  be  considered  the  minimum  detection  level  (MDL). 
The  standard  calibration  curve  for  FID  response  has  been  found  to  be  linear  up  to  3,000  ug/mL  for 
ethanol. 

5.  Samples  selected  for  GC-FID  analysis  may  be  chosen  on  the  basis  of  preliminary  screening 
which  will  provide  approximate  concentration  ranges  and  appropriate  sample  injection  volumes, 
standard  concentrations,  etc. 

PURPOSE 


The  purpose  of  this  SOP  is  to  insure  reliable  and  reproducible  analytical  results  for  alcohols  in 
aqueous  samples  for  laboratory-based  or  on-site  (field-based)  GC-FID  analyses,  and  to  permit 
tracing  sources  of  error  in  analytical  results. 

PROCEDURES 

1.  Sample  Containers,  Collection,  Transportation  and  Storage 

Sample  Containers:  Field  samples  will  be  collected  in  5-mL  glass  sample  vials  (Fisher  Catalog  # 
06-406- 19F)  with  teflon- faced  septa  caps.  Glass  vials  and  caps  are  not  reused. 

Sample  Collection:  Each  field  sample  vial  will  be  completely  filled  with  liquid,  such  that  no  gas 
headspace  exists,  and  capped.  The  vials  will  not  be  opened  until  the  time  for  analysis. 

Transportation  and  Storage:  Field  samples  will  be  stored  in  coolers  containing  "blue  ice",  and  later 
stored  in  refrigerators  in  a  trailer  located  on  the  site.  Samples  may  be  subjected  to  on-site  GC 
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analysis,  and/or  shipped  back  to  UF  labs;  samples  will  be  packed  in  coolers  and  shipped  via 
overnight  air  express  (e.g.,  FedEx).  The  samples  will  be  stored  in  the  cold  storage  room  or 
refrigerator  at  4C,  until  GC  analysis.  After  sub-sampling,  the  samples  are  returned  to  cold  storage. 

For  lab  studies,  samples  will  be  collected  directly  in  2  mL  GC  vials  whenever  possible  and  stored 
in  a  refrigerator  if  analysis  is  expected  to  take  more  than  a  day. 

2.  Sub-sampling  and  Dilution 

Field  samples  will  be  sub-sampled  into  2-ml  vials  for  automated  GC  analysis.  Disposable,  Pasture 
glass  pipets  (Fisher  Catalog  #  13-678-20B)  will  be  used  to  transfer  samples  from  5-mL  sample 
vials  to  the  2-mL  GC  vials. 

For  samples  needing  dilution  prior  to  GC  analysis,  a  dilution  of  1 : 10  should  be  sufficient.  Dilutions 
will  be  made  using  double-distilled,  deionized  water. 

3.  Apparatus  and  Materials 

Glassware:  Disposable  micro-pipets  (100  uL;  Fisher  Catalog  #  21-175B;  21-175F)  and  Class  A 
volumetric  pipets  (1  or  2  mL)  are  required  for  sample  dilution. 

Disposable  Pasteur  glass  pipets  (Fisher  Catalog  #  13-678-20B)  are  required  for  sub-sampling. 

GC  vials  (2-mL)  with  Teflon-faced  caps  (Fisher  Catalog  #  03-375-16A)  are  required  for  GC 
analysis. 

Volumetric  class  A  pipets  and  volumetric  class  A  flasks  are  required  for  preparations  of  the 
calibration  standards. 

Gas  Chromatograph  System:  An  analytical  GC  system  with  a  temperature -programmable  oven, 
auto-injector  capable  of  on-column  injection,  and  either  an  integrator  or  a  PC-based  data 
acquisition/analysis  software  system  are  required.  Also  required  are  other  accessories,  including 
analytical  columns  and  the  gases  required  for  GC-FID  operation. 

A  Perkin  Elmer  Autosystem  with  an  EID  and  an  integrated  autosampler  will  be  used  for  analysis 
of  field  and  laboratory  samples.  The  Perkin  Elmer  system  will  be  linked  to  an  IBM-compatible 
PC  loaded  with  Turbochrom  (version  4.01)  software. 

A  J&W  Scientific  DB-624  capillary  column  (30m  X  0.53mm,  3  Dm  film  thici 

Zero-grade  air  and  ultra-high  purity  hydrogen  will  be  used  for  the  EID.  Ultra-high  purity  nitrogen 
or  helium  will  be  used  for  carrier  gas. 

4.  Reagents 

Deionized,  Double-Distilled  Water:  Deionized,  double  distilled  water  is  prepared  by  double 
distillation  of  deionized  water  in  a  quartz  still.  This  water  will  be  referred  to  as  reagent  water. 
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Alcohols:  Certified  ACS  grade  aleohols  will  be  purehased  from  Fisher  Seientifie  and  used  as 
reeeived. 

5.  Standard  Solutions 

Stoek  Standard  Solution:  Analytieal  standards  will  be  prepared  from  reagent  ehemieals  by  the 
laboratory.  Stoek  standards  eaeh  eontain  a  single  aleohol  dissolved  in  reagent  water  and  stored  in 
20  mL  glass  vials  (Fisher  Catalog  #  03-393-D)  with  teflon-lined  eaps.  These  stoek  solutions  will 
be  kept  in  a  refrigerator  at  4  C.  Fresh  stoek  standards  will  be  prepared  every  six  months.  The 
proeedure  for  making  stoek  standard  solutions  is  essentially  that  given  in  the  Federal  Register, 
Rules  and  Regulations,  Thursday,  November  29,  1979,  Part  III,  Appendix  C,  Seetion  5.10, 
"Standard  Stoek  Solutions".  The  only  modifieation  of  the  proeedure  for  the  eurrent  study  is  that 
reagent  water  is  used  as  the  solvent  in  plaee  of  methanol. 

Calibration  Standards:  Calibration  standards  will  be  prepared  by  diluting  the  stoek  standards  in 
reagent  water.  Eaeh  ealibration  standard  will  eontain  eaeh  of  the  aleohols  listed  above.  Five 
eoneentrations  will  be  prepared  that  eover  the  approximate  eoneentration  range  utilized  in  the 
partitioning  traeer  experiments. 

6.  QC  blank  Spike/Matrix  Spike 

Two  1  mL  aliquots  of  the  sample  to  be  spiked  will  be  transferred  to  elean  vials.  To  one  vial,  1  mL 
of  reagent  water  will  be  added.  To  the  seeond  vial,  1  mL  of  a  ealibration  standard  will  be  added. 
The  spike  reeovery  will  be  ealeulated  using  the  differenee  between  the  two  measured 
eoneentrations  and  the  known  spike  eoneentration. 

7.  Quality  Control 

GC  injeetor  septa  will  be  ehanged  every  80  to  100  injeetions,  or  sooner  if  any  related  problems 
oeeur. 

Injeetor  liner  will  be  eleaned  or  ehanged  every  80  to  100  injeetions  or  sooner  if  any  related 
problems  oeeur. 

A  method  blank  will  be  ineluded  in  every  50  samples 

A  eomplete  set  of  ealibration  standards  (5)  will  be  run  at  the  beginning  of  eaeh  day  and  after  every 
fiftieth  sample. 

One  standard  and  a  blank  will  be  ineluded  in  every  25  samples. 

A  sample  spike  and  a  blank  spike  will  be  ineluded  in  every  50  samples. 

8.  Instrumental  Proeedures 

Gas  Chromatography:  Lor  J&W  DB-624  Column: 
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Injection  port  temperature200C 
FID  detector  temperature  225 C 

Temp  Program:  Isothermal  at  60C  for  0  min;  Ramp  to  120C  at  5  C/min. 

9.  Sample  Preparation 

Sub-sampling:  Field  samples  will  be  transferred  from  the  5  mL  sample  vials  to  the  2  mL  GC  vials 
and  capped  with  open-top,  teflon-lined  septa  caps. 

Dilution:  Samples  will  be  diluted  if  chromatographic  peak  areas  for  any  of  the  alcohols  exceed 
those  of  the  highest  calibration  standard.  One  mL  of  sample  will  be  added  to  an  appropriate  amount 
of  reagent  water  to  make  the  dilution. 

10.  Sample  Analysis 

Analysis:  The  samples  will  be  allowed  to  reach  ambient  temperature  prior  to  GC  analysis. 

Sample  vials  (2  mL)  will  be  loaded  onto  the  Perking  Elmer  GC  auto-injector.  A  one  uL  injection 
volume  will  be  used  for  both  samples  and  standards. 

Analyte  Identification:  Analyte  identification  will  be  based  on  absolute  retention  times.  The 

analytes  of  interest  should  elute  at  their  characteristic  retention  times  within  00.1  minute  1 

automated  GC  system. 

Analyte  Quantitation:  When  an  analyte  has  been  identified,  the  concentration  will  be  based  on  the 
peak  area,  which  is  converted  to  concentration  using  a  standard  calibration  curve. 

1 1 .  Interferences 

Contamination  by  carry-over  can  occur  whenever  high-level  and  low-level  samples  are 
sequentially  analyzed.  To  reduce  carry  over,  the  injector  syringe  should  rinsed  with  reagent  water 
between  samples. 

Potential  carry-over  will  be  checked  by  running  a  highly  concentrated  sample,  but  one  still  within 
the  standard  concentration  range,  followed  by  a  blank.  A  negligible  reading  for  the  blank  will 
insure  that  carry-over  has  been  minimized. 

12.  Safety 

The  main  safety  issue  concerning  the  use  of  the  GC  at  a  field  site  relates  to  the  compressed  gases. 

The  FID  gases  (hydrogen  and  air)  form  explosive  mixtures.  It  is  important  to  keep  this  in  mind  at 
all  times,  and  be  aware  of  the  hazard  potential  in  the  event  of  an  undetected  hydrogen  leak.  All 
gas  connections  will  be  properly  leak  tested  at  installation. 
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High-pressure  compressed-gas  cylinders  will  be  secured  to  a  firm  mounting  point,  whether  they 
are  located  internally  or  externally. 

Gas  cylinders  should  preferably  be  located  outside  the  trailer  on  a  flat,  level  base,  and  the  gas  lines 
run  inside  through  a  duct  or  window  opening.  If  the  gases  are  located  outside,  then  some  form  of 
weatherproofing  for  the  gauges  will  be  necessary.  As  a  temporary  measure,  heavy-duty 
polyethylene  bags,  secured  with  tie-wraps,  have  been  used  successfully;  this  may  not  be  very 
elegant  but  it  is  very  effective  for  short-term  use  of  the  GC.  A  more  permanent  protective  housing 
must  be  built  if  the  GC  is  located  at  the  trailer  for  an  extended  time  period. 

The  main  operating  drawback  to  locating  the  gas  cylinders  externally  is  that  it  is  not  easy  to 
monitor  the  cylinder  contents  from  inside.  The  gas  which  could  be  used  up  most  quickly  is  air  for 
the  FID,  particularly  if  two  instruments  are  hooked  up  to  the  same  supply  and  they  are  running 
continuously.  A  reserve  cylinder  of  air  should  be  available  at  all  times  to  prevent  down  time. 

If  it  is  not  possible  to  arrange  external  citing  easily,  the  gas  cylinders  should  be  secured  to  a  wall 
inside  the  trailer. 

It  is  a  good  laboratory  operating  practice  to  make  sure  the  flame  is  attended  at  all  times. 

When  it  is  necessary  to  change  the  injection  liner  on  the  GC,  the  detector  gases  should  be  shut  off 
The  column  must  be  connected  to  the  detector  before  igniting  the  flame. 

The  trailer  should  be  kept  well  ventilated  when  using  the  GC. 

Reference  to  the  Materials  Safety  Data  Sheets  (MSDS)  will  be  made  for  information  on  toxicity, 
flammability,  and  other  hazard  data 
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Appendix  C:  Standard  Operating  Procedure  for  Analysis  of  Target  Analytes 

in  Groundwater  Samples 


SCOPE  AND  APPLICATION 


1.  This  SOP  describes  the  analytical  procedures  utilized  by  the  Department  of  Environmental 
Engineering  Sciences,  University  of  Elorida,  for  analysis  of  target  analytes  in  groundwater  samples 
from  both  lab  and  field  studies.  This  analysis  provides  characterization  of  existing  site  and  lab  column 
aqueous  contamination  both  before  and  following  flushing  technology  applications. 

2.  This  SOP  was  written  by  M.D.  Annable,  Department  of  Environmental  Engineering  Sciences, 
University  of  Elorida,  Gainesville,  EL.  It  is  a  modification  of  SOP-UE-Hill-95-07-0012-v.2,  prepared 
by  D.P.  Dai  and  P.S.C.  Rao,  Soil  and  Water  Science  Department,  University  of  Elorida. 

3.  The  selected  constituents  are  benzene,  toluene,  o-xylene,  1,1,1-trichloroethane,  1,3,5,- 
trimethylbenzene,  1,2-dichlorobenzene,  decane,  and  naphthalene. 

4.  The  method  involves  gas  chromatography  (GC)  analysis  for  target  analyte  concentrations  in 
aqueous  samples.  Headspace  analysis  with  a  flame-ionization  detector  (LID)  is  used  to  quantify  the 
analyte  concentrations  in  the  sample.  The  method  has  been  found  to  provide  reliable  and  reproducible 
quantitation  of  the  above  constituents  for  concentrations  >  5  ug/L.  This  value  may  be  considered  the 
method  detection  level  (MDL). 

5.  Samples  selected  for  GC-FID  analysis  may  be  chosen  on  the  basis  of  preliminary  screening  which 
will  provide  approximate  concentration  ranges  and  appropriate  sample  injection  times,  and  standard 
concentrations,  etc. 

PURPOSE 


The  purpose  of  this  SOP  is  to  insure  reliable  and  reproducible  analytical  results  for  soluble  NAPE 
constituents  in  aqueous  samples  for  laboratory-based  GC-FID  analyses,  and  to  permit  tracing  sources 
of  error  in  analytical  results. 

PROCEDURES 

1.  Sample  Containers,  Collection,  Transportation  and  Storage 

Sample  Containers:  Field  samples  will  be  collected  in  20-mL  glass  sample  vials  (Fisher  Catalog  #  03- 
340-121)  with  teflon-faced  rubber  backed  caps.  Glass  vials  and  caps  are  not  reused. 

Sample  Collection:  Each  field  sample  vial  will  be  completely  filled  with  liquid,  such  that  no  gas 
headspace  exists,  and  capped.  The  vials  will  not  be  opened  until  the  time  for  analysis. 

Transportation  and  Storage:  Field  samples  will  be  stored  in  coolers  containing  "blue  ice",  and  later 
stored  in  refrigerators  in  a  trailer  located  on  the  site.  Samples  will  be  sent  to  UF  labs  packed  in  coolers 
and  shipped  via  overnight  air  express  (e.g.,  FedEx).  The  samples  will  be  stored  in  the  cold  storage 
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room  or  refrigerator  at  4C,  until  GC  analysis.  After  sub-sampling,  the  samples  are  returned  to  eold 
storage. 

For  lab  studies,  samples  will  be  eollected  direetly  in  20  mL  Headspaee  vials  whenever  possible  and 
stored  in  a  refrigerator  if  analysis  is  expeeted  to  take  more  than  a  day. 

2.  Sub-sampling  and  Dilution 

Field  samples  will  be  sub-sampled  placing  10-ml  into  20-ml  headspace  vials  containing  2  g  of  sodium 
chloride  for  automated  GC  analysis.  Pipets  will  be  used  to  transfer  samples  from  20-mL  sample  vials 
to  the  20-mL  GC  headspace  vials. 

3.  Apparatus  and  Materials 

Glassware:  Glass  pipets  are  required  for  sub-sampling. 

GC  headspace  vials  (20-mL)  with  Teflon-faced  caps  are  required  for  GC  analysis. 

Volumetric  class  A  pipets  and  volumetric  class  A  flasks  are  required  for  preparations  of  the  calibration 
standards. 

Gas  Chromatograph  System:  An  analytical  GC  system  with  a  temperature-programmable  oven, 
headspace  sample  injection  system,  and  either  an  integrator  or  a  PC-based  data  acquisition/analysis 
software  system  are  required.  Also  required  are  other  accessories,  including  analytical  columns  and 
the  gases  required  for  GC-FID  operation. 

A  Perkin  Elmer  Autosystems  with  an  HS40  Auto-headspace  sampler  and  a  FID  will  be  used  for 
analysis  of  field  and  laboratory  samples.  The  Perkin  Elmer  system  will  be  linked  to  an  IBM- 
compatible  PC  loaded  with  Turbochrom  (version  4.01)  software. 

A  J&W  Scientific  DB-624  capillary  column  (50m  X  0.53mm,  3  Dm  film  thicl 

Zero-grade  air  and  high  purity  hydrogen  will  be  used  for  the  FID.  Ultra-high  purity  nitrogen  or  helium 
will  be  used  for  carrier  gas. 

4.  Reagents 

Deionized,  Double-Distilled  Water:  Deionized,  double  distilled  water  is  prepared  by  double 
distillation  of  deionized  water  in  a  quartz  still.  This  water  will  be  referred  to  as  reagent  water. 

5.  Standard  Solutions 

Stock  Standard  Solution:  Analytical  standards  will  be  prepared  from  reagent  chemicals  by  the 
laboratory.  Stock  standards  will  each  contain  a  single  analyte  dissolved  in  methanol  and  stored  in  20 
mL  glass  vials  (Eisher  Catalog  #  03-393-D)  with  tefion-lined  caps.  These  stock  solutions  will  be  kept 
in  a  refrigerator  at  4  C.  Eresh  stock  standards  will  be  prepared  every  six  months.  The  procedure  for 
making  stock  standard  solutions  is  essentially  that  given  in  the  Eederal  Register,  Rules  and 


Demonstration  and  Validation  of  a 
Fractured  Rock  Passive  flux  Meter  (FRPFM) 


153 


September  2014 


Regulations,  Thursday,  November  29,  1979,  Part  III,  Appendix  C,  Seetion  5.10,  "Standard  Stoek 
Solutions". 

Calibration  Standards:  Calibration  standards  will  be  prepared  by  diluting  the  stoek  standards  in  water. 
Eaeh  ealibration  standard  will  eontain  eaeh  of  the  eight  analytes  listed  above.  Five  eoneentrations  will 
be  prepared  that  eover  the  approximate  eoneentration  range  from  0  to  20  mg/L. 

6.  QC  blank  Spike/Matrix  Spike 

Two  1  mL  aliquots  of  the  sample  to  be  spiked  will  be  transferred  to  elean  vials.  To  one  vial,  1  mL  of 
reagent  water  will  be  added.  To  the  seeond  vial,  1  mL  of  a  ealibration  standard  will  be  added.  The 
spike  reeovery  will  be  ealeulated  using  the  differenee  between  the  two  measured  eoneentrations  and 
the  known  spike  eoneentration. 

7.  Quality  Control 

A  method  blank  will  be  ineluded  in  every  50  samples 

A  eomplete  set  of  ealibration  standards  (5)  will  be  mn  at  the  beginning  of  eaeh  day  and  after  every 
fiftieth  sample. 

One  standard  and  a  blank  will  be  ineluded  in  every  25  samples. 

A  sample  spike  and  a  blank  spike  will  be  ineluded  in  every  50  samples. 

8.  Instrumental  Proeedures 

Gas  Chromatography:  For  J&W  DB-624  Column; 

Headspaee  sample  temperature  90C 
Inj  eetion  needle  temperature  1 OOC 

Transfer  line  Temperature  1  IOC 

FID  deteetor  temperature  225 C 

Carrier  gas  pressure  8psi 

Temp  Program:  Isothermal  at  50C  for  0  min;  Ramp  to  200C  at  5  C/min;  hold  for  10  min. 


9.  Sample  Preparation 

Sub-sampling:  Field  samples  will  be  transferred  from  the  20  mL  sample  vials  to  the  20  mL  GC 
headspaee  vials  and  capped  with  open-top,  teflon-lined  septa  caps. 

Dilution:  Samples  will  be  diluted  if  chromatographic  peak  areas  for  any  of  the  analytes  exceed  those 
of  the  highest  calibration  standard.  One  mL  of  sample  will  be  added  to  an  appropriate  amount  of 
reagent  water  to  make  the  dilution. 
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10.  Sample  Analysis 


Analysis:  Sample  headspaee  vials  (20  mL)  will  be  loaded  onto  the  Perking  Elmer  HS40  auto-sampler. 
Samples  will  be  pressurized  for  1  min  followed  by  a  0.1  minute  injeetion  time  and  a  withdrawal  time 
of  0.5  minute. 

Analyte  Identifieation:  Analyte  identifieation  will  be  based  on  absolute  retention  times.  The  analytes 
of  interest  should  elute  at  their  eharaeteristie  retention  times  within  ±0. 1  minute  for  the  automated  GC 
system. 

Analyte  Quantitation:  When  an  analyte  has  been  identified,  the  eoneentration  will  be  based  on  the 
peak  area,  whieh  is  eonverted  to  eoneentration  using  a  standard  ealibration  eurve. 

1 1 .  Interferenees 

Contamination  by  earry-over  ean  oeeur  whenever  high-level  and  low-level  samples  are  sequentially 
analyzed.  To  reduee  earry  over,  the  injeetor  needle  should  purged  with  earrier  gas  between  samples. 

Potential  earry-over  will  be  eheeked  by  running  a  highly  eoneentrated  sample,  but  one  still  within  the 
standard  eoneentration  range,  followed  by  a  blank.  A  negligible  reading  for  the  blank  will  insure  that 
earry-over  has  been  minimized. 

12.  Safety 

The  main  safety  issue  eoneeming  the  use  of  the  GC  relates  to  the  eompressed  gases.  The  FID  gases 
(hydrogen  and  air)  form  explosive  mixtures.  It  is  important  to  keep  this  in  mind  at  all  times,  and  be 
aware  of  the  hazard  potential  in  the  event  of  an  undeteeted  hydrogen  leak.  All  gas  eonneetions  will 
be  properly  leak  tested  at  installation. 

High-pressure  eompressed-gas  eylinders  will  be  seeured  to  a  firm  mounting  point,  whether  they  are 
loeated  internally  or  externally. 

When  it  is  neeessary  to  ehange  the  injeetion  liner  on  the  GC,  the  deteetor  gases  should  be  shut  off. 
The  eolumn  must  be  eonneeted  to  the  deteetor  before  igniting  the  flame. 

Referenee  to  the  Materials  Safety  Data  Sheets  (MSDS)  will  be  made  for  information  on  toxieity, 
flammability,  and  other  hazard  data. 
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Appendix  D:  Standard  Operating  Procedure  for  Extraction  of  Analytes  from 

Flux  Device  Sorbents 


SCOPE  AND  APPLICATION 


1.  This  SOP  describes  the  procedures  used  by  the  Department  of  Environmental  Engineering 
Sciences,  University  of  Elorida,  for  extraction  of  target  analytes  (including  tracers)  from  sorbents  used 
in  flux  devices  inserted  in  monitoring  wells. 

2.  This  SOP  was  written  by  M.D.  Annable,  Department  of  Environmental  Engineering  Sciences, 
University  of  Elorida,  Gainesville,  EL. 

3.  The  selected  constituents  are  TCE,  PCE,  and  alcohol  tracers: 

Methanol 

Ethanol 

2-propanol  (IP A) 

2-methyl- 1 -propanol  (IB A) 

2- methyl-2-propanol  (TBA) 
n-propanol 

n-butanol 

n-pentanol 

n-hexanol 

n-heptanol 

3- heptanol 
n-octanol 
2-octanol 

2,4-dimethyl-3-pentanol 

2-ethyl- 1  -hexanol 

3 ,5 ,5  -trimethyl- 1  -hexanol 

6-methyl-2-heptanol 

2,6-dimethyl-2-heptanol 

n-decane 

Potential  Sorbents  include: 

Liquid  (mixed  in  a  sand  matrix  at  a  pore  volume  saturation  of  10%) 

Tetradecane 

Heptadecane 

Hexadecane 

Solid 

Activated  Carbon 
Surfactant  modified  zeolytes 
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4.  The  method  involves  liquid  extraetion  in  20  or  40  ml  VOA  vials  using  organic  solvents. 


PURPOSE 


The  purpose  of  this  SOP  is  to  insure  reliable  and  reproducible  analytical  results.  Extracted 
constituents  will  be  quantified  suing  analytical  methods  described  in  other  SOPs. 

PROCEDURES 

1.  Sample  Containers,  Collection,  Transportation  and  Storage 

Sample  Containers:  Eield  samples  will  be  collected  in  20-mL  or  40-ml  glass  sample  vials  (Eisher 
Catalog  #  03-340-121)  with  teflon-faced  rubber  backed  caps. 

Sample  Collection:  Each  field  sample  vial  will  be  partially  filled  with  the  extraction  solvent  (alcohol 
IPA,  IB  A,  etc.  or  Methylenechloride)  using  a  pipet  or  repeating  volume  dispenser.  Typically  10  or 
20-ml  of  solvent  will  be  used. 

Transportation  and  Storage:  Eield  samples  will  be  stored  in  coolers  containing  "blue  ice",  and  later 
stored  in  refrigerators  in  a  trailer  located  on  the  site.  Samples  will  be  sent  to  UE  labs  packed  in  coolers 
and  shipped  via  overnight  air  express  (e.g.,  EedEx).  The  samples  will  be  stored  in  the  cold  storage 
room  or  refrigerator  at  4C,  until  GC  analysis.  After  sub-sampling,  the  samples  are  returned  to  cold 
storage. 

Eor  lab  studies,  samples  will  be  collected  directly  in  20  mL  Headspace  vials  whenever  possible  and 
stored  in  a  refrigerator  if  analysis  is  expected  to  take  more  than  a  day. 

2.  In  the  laboratory,  samples  will  be  rotated  for  a  minimum  of  8  hours  on  a  rotator  (Glas-Col  model 
RD4512). 

3.  Sub-sampling  and  Dilution 

Eield  samples  will  be  sub-sampled  into  2  ml  GC  vials.  Pipets  will  be  used  to  transfer  samples  from 
20-mL  sample  vials  to  the  2-mL  GC  vials. 


3.  Apparatus  and  Materials 

Glassware:  Glass  pipets  are  required  for  sub-sampling. 

Safety 

Gloves  and  eye  protection  will  be  worn  during  all  extraction  activities. 

Reference  to  the  Materials  Safety  Data  Sheets  (MSDS)  will  be  made  for  information  on  toxicity, 
fiammabibty,  and  other  hazard  data. 
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Appendix  E:  Appendix  E:  Quality  Assurance  Project  Plan  (QAPP) 

E.l  Purpose  and  Scope  of  the  Plan 

This  Quality  Assurance  plan  is  written  to  eover  aetivities  assoeiated  with  testing  the  Flux  Meter 
at  the  Canadian  Forees  Base  Borden  site.  The  plan  foeuses  on  field  installation,  sampling  and 
proeessing  of  data  from  the  Flux  Meters. 


E,2  Quality  Assurance  Responsibilities 

The  responsibility  for  QA  will  be  shared  by  Kirk  Hatfield  and  Mike  Annable  at  the  University  of 
Florida.  During  field  aetivities  one  of  the  Pi's  will  be  present  to  oversee  QA  proeedures.  Other 
personnel  present  during  field  sampling  aetivities  will  inelude  graduate  students  or  post-doetoral 
researehers  from  the  University  of  Florida,  Purdue  University,  and  the  University  of  Waterloo. 


E,3  Data  Quality  Parameters 

This  section  discusses  measures  to  be  taken  to  ensure  the  representativeness,  completeness, 
comparability,  accuracy,  and  precision  of  the  data. 

Accuracy 

Accuracy  is  defined  as  the  closeness  of  the  results  to  the  true  value. 

The  percent  recoveries  of  surrogates,  QC  check  standards,  and  matrix-spiked  analytes  are  used  to 
evaluate  the  accuracy  of  an  analysis.  The  percent  recovery  represented  by  X  can  be  calculated 
using  the  following  equations: 

For  surrogates  and  QC  check  standards: 

SA 


For  matrix  spikes: 

X  =  SSR-SSx  100 
SA 

where: 

SSR  =  Spiked  sample  result 

SS  =  Sample  result 

SA  =  Spike  added  from  spiking  mix 
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The  mean  pereent  reeovery  (X)  is  defined  by: 


N 


where: 

Xi  =  The  pereent  reeovery  value  of  a  spike  replieate 

N  =  Number  of  spikes 

Precision 

Preeision  is  a  measure  of  the  mutual  agreement  among  individual  measurements  of  the  same 
parameters  under  preseribed  similar  eonditions. 

The  analytieal  preeision  is  determined  using  results  from  duplieate  or  replieate  analyses  of 
samples  and  from  matrix  spike  results  for  a  given  matrix.  The  Relative  Pereent  Differenee 
(RPD)  is  used  to  evaluate  the  preeision  of  duplieate  analyses.  Relative  Pereent  Differenee  is 
defined  in  the  following  equation: 


%oRPD  = 


X 


XI  =  First  duplieate  value 
X2  =  Seeond  duplieate  value 


When  replieate  analyses  are  performed,  preeision  is  measured  in  terms  of  the  Standard  Deviation 
(SD)  whieh  is  defined  in  the  following  equation: 


(x-xf 

N-1 


where: 

X, 

The  recovery  value  of  a  spike  replicate 

X 

Arithmetic  average  of  the  replicate  values 

N 

Number  of  spikes 

Completeness 

Completeness  is  defined  as  the  pereent  of  parameters  falling  within  aeeeptanee  eriteria  and  the 
results  subsequently  reported.  A  goal  of  95  percent  completeness  has  been  set  for  all  samples. 
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The  general  requirement  of  this  quality  assurance  program  is  to  analyze  a  sufficient  number  of 
standards,  replicates,  blanks,  and  spike  samples  to  evaluate  results  adequately  against  numerical 
QA  objectives. 


E,4  Calibration  Procedures,  Quality  Control  Checks,  and  Corrective  Action 

The  focus  of  the  following  section  is  to  describe  initial  and  continuing  calibration  procedures  for 
analytical  instrumentation,  duplicate  and  control  testing  and  data  reduction,  validation,  and 
reporting. 

Supplies  and  Quality  Control  Materials 


All  supplies  (i.e.,  glassware,  chemicals,  reagents)  used  will  be  of  the  best  possible  quality  to 
ensure  proper  instrument  calibration  and  avoid  contamination.  All  reagents  used  are  prepared 
from  Analytical  Reagent  Grade  (AR)  chemicals  or  higher  purity  grades,  unless  such  purity  is  not 
available.  The  preparation  of  all  reagents  will  be  documented,  including  source,  mass,  and 
dilutions.  Each  reagent  will  be  clearly  labeled  with  the  composition,  concentration,  date 
prepared,  initials  of  preparer,  expiration  date,  and  special  storage  requirements,  if  any. 

Reagents 

Reagent  solutions  are  stored  in  appropriate  glass,  plastic,  or  metal  containers.  Reagents  are 
stored  under  conditions  designed  to  maintain  their  integrity  (refrigerated,  dark,  etc.).  Shelf  life  is 
listed  on  the  label  and  the  reagent  is  discarded  after  it  has  expired.  Dry  reagents  such  as  sodium 
sulfate,  silica  gel,  alumina,  and  glass  wool  are  either  muffled  at  400°C  or  extracted  with  solvent 
before  use  for  organic  chemical  analyses.  Water  used  in  the  laboratory  is  glass  distilled  or 
deionized,  and  periodically  checked  for  purity.  In  addition,  water  used  in  the  organics  area  is 
carbon-filtered  or  purchased  as  HPLC  grade.  All  organic  solvents  used  are  either  glass-distilled 
or  pesticide  grade.  Solvents  and  reagent  solutions  are  checked  for  contamination  by  employing 
reagent  blanks,  before  use  in  any  analysis. 

Quality  Control  Reference  Materials 

All  Quality  Control  Reference  Materials  are  acquired  only  from  authorized  vendors  or  sources 
commonly  used  by  U.S.  EPA  Regional  Eaboratories. 

Standards  Traceability 

When  standard  reference  materials  arrive  at  the  laboratory,  they  are  registered  in  a  bound  log 
book,  "Standards  Notebook  for  Neat  Materials  and  Primary  Solutions."  An  example  of  a  logging 
sequence  is  used  to  illustrate  this  process. 

(l-S-XXX-12-4)  (label  and  log  sequence) 


Where: 
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1 

s 

XXX 

12 

4 


Notebook  log  number 

Standard  Notebook— "Neat  and  Primary  Standards" 
=  Receiving  analyst's  initials 
Notebook  page 

Entry  number  on  notebook  page 


All  working  standards  prepared  at  the  site  lab  are  logged  in  the  "Standards  Notebook  for 
Intermediate  and  Working  Standards."  A  similar  labeling  convention  has  been  adopted  for 
classifying  these  working  standard  materials.  An  example  is  given  below. 

l-W-XXX-6-5  (label  and  log) 

Where; 

1  =  Number  of  notebook 

W  =  Standards  notebook  -  "Intermediate  and  Working" 

Standard 

XXX  =  Analyst's  initial 

6  =  Page  Number 

5  =  Page  entry  number  in  sequence 

Instrument  Calibration 


Every  instrument  used  to  analyze  samples  must  pass  the  calibration  criteria  established  in  the 
appropriate  SOP.  Initial  calibration  criteria  for  instrument  linearity,  sensitivity,  resolution,  and 
deactivation  must  be  met  before  samples  can  be  analyzed.  Sustained  performance  is  monitored 
periodically  during  sample  analyses  by  the  use  of  continuing  calibration  check  standards. 

GC  Section 


Initial  Calibration 

The  linear  calibration  range  of  the  instrument  must  be  determined  before  the  analysis  of  any 
samples.  Gas  chromatographic  conditions  used  for  sample  analyses  are  used  during  calibration. 

The  calibration  is  performed  in  accordance  with  the  SOP  derived  from  the  methods  used.  Eor 
most  GC  analyses,  a  5-level  calibration  is  run.  The  concentrations  of  the  standards  must  bracket 
the  linear  range  of  the  instrument.  Calibration  using  fewer  than  5-levels  is  done  only  when 
specifically  allowed  by  the  method. 
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Relative  Retention  Times  and  Relative  Response  Factors 

Instrument  calibration  and  sample  analysis  must  be  performed  using  appropriate  internal 
standards  to  establish  relative  retention  times  (RRT)  and  relative  response  factors  (RRF)  where 
required.  Internal  standards  appearing  in  a  chromatogram  will  establish  primary  search  windows 
for  those  target  compounds  nearby  in  the  chromatogram.  RRT  are  calculated  using  this 
equation: 


RRT  = 


RT 


•target 


Rr 


The  RRF  may  be  calculated  as  follows: 

Absolute  Response  Factor  =  RF  =  Area 

Amount 

Note:  Amount  in  this  equation  refers  to  the  mass  (e.g.  ug)  of  compound  mixed  into  the 
solution  injected. 

Each  calibration  standard  is  analyzed  and  the  RRF  is  calculated  for  each  analyte  according  to  the 
following  equation: 


RRF  -  ^ 

AisXCs 


As  =  Area  of  analyte 

Ais  =  Area  of  internal  standard 

Cis  =  Concentration  of  internal  standard 

Cs  =  Concentration  of  analyte 

Note:  Certain  data  processors  may  calculate 
the  RRF  differently. 

The  standard  deviation  (SD)  and  the  %  coefficient  of  variation  (CV)  of  RRFs  for  the  compounds 
are  calculated  using  the  following  equations: 

5  = 


(RRFi-RRF^f 

N-1 


Where: 

RRFi  =  Individual  RRF 

RRFm  =  Mean  RRF 

N  =  Number  of  RRFs 
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and 


%CV  = 


SxlOO 

RRFm 


Coefficient  of  Variation 

The  %CV  of  each  compound  must  be  less  than  30  percent.  This  criterion  must  be  achieved  for 
the  calibration  to  be  valid. 

If  the  %CV  is  less  than  20  percent,  the  RRF  of  the  compound  can  be  assumed  to  be  invariant, 
and  the  average  RRF  can  be  used  for  calculations. 

If  the  %CV  is  between  20  percent  and  30  percent,  calculations  must  be  made  from  the  calibration 
curve.  Both  the  slope  and  the  intercept  of  the  curve  must  be  used  to  perform  calculations. 

Initial  Calibration  Verification 

The  calibration  curve  must  be  validated  further  by  analyzing  a  QC  check  sample.  The  QC  check 
sample  must  be  obtained  from  EPA,  another  vendor,  or  it  must  be  from  another  lot  number.  The 
QC  check  sample  verifies  the  validity  of  the  concentrations  of  the  standards  used  to  obtain  the 
initial  calibration. 

All  analytes  in  the  QC  check  standard  must  be  recovered  within  80  to  100  percent.  If  any 
analyte  exceeds  this  criterion,  then  a  new  calibration  curve  must  be  established.  All  sample 
results  for  a  target  analyte  can  be  reported  only  from  valid  initial  calibrations. 

Continuing  Calibration 

The  working  calibration  curve  or  RRF  for  each  analyte  must  be  verified  daily  by  the  analysis  of  a 
continuing  calibration  standard.  The  ongoing  daily  continuing  calibration  must  be  compared  to 
the  initial  calibration  curve  to  verify  that  the  operation  of  the  measurement  system  is  in  control. 

The  continuing  calibration  check  must  be  performed  during  each  day  of  analysis  to  verify  the 
continuing  calibration  of  the  instrument.  A  day  is  defined  as  24  hours  from  the  start  run  time  of 
the  last  valid  continuing  calibration.  Generally,  a  continuing  calibration  check  sample  is  injected 
every  10  samples. 

Verification  of  continuing  calibration  is  performed  by  the  analysis  of  a  midpoint  standard 
containing  all  of  the  analytes  of  interest.  Verification  of  continuing  calibration  of  the 
measurement  system  is  done  by  calculating  the  percent  difference  (%D)  of  the  continuing 
calibration  RRF  from  the  mean  RRF  from  the  initial  calibration  curve  using  the  following 
equation: 
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Where: 


o^_(RRFm-RRF)xlOO 

RRFm 


RRFm  =  The  mean  relative  response  faetor  from  the  initial 
ealibration  eurve 

RRF  =  The  relative  response  faetor  from  the  eontinuing  ealibration 
standard 

The  %D  must  meet  the  aeeeptanee  eriteria  established  in  the  appropriate  SOP.  If  these  eriteria 
are  exeeeded,  a  new  ealibration  eurve  must  be  established. 

Other  Calibrations 

Weekly  ealibrations  are  performed  for  equipment  sueh  as  balanees,  thermometers,  ovens, 
ineubators,  and  dissolved  oxygen  (D.O.)  meters  that  are  required  in  analytieal  methods,  but 
whieh  are  not  reeorded  in  a  dedieated  QA  instrument  log. 

Balances 

Balances  are  checked  with  Class  S  weights  on  a  daily  basis.  Before  a  weighing  session,  the 
analyst  is  required  to  perform  at  least  one  calibration  check  in  the  range  of  the  material  to  be 
weighed.  This  value  is  also  recorded  on  the  specific  balance  control  chart  and  must  be  within  the 
control  limit.  The  criteria  for  calibration  checks  are  given  in  Table  E.l. 


Table  E.l 

CRITERIA  FOR  BALANCE  CALIBRATION  CHECKS 


_ Analytical  Balances 

Class  S  Weight  Warning  Level  Control  Level 


(grams) 

(grams) 

(grams) 

0.0100 

0.0098-0.0102 

0.0097-0.0103 

0.1000 

0.098-0.102 

0.097-0.103 

1.000 

0.995-1.005 

0.990-1.010 

10.000 

9.995-10.005 

9.990-10.010 

50.00 

49.98-50.02 

49.95-50.05 

Top  Loading  Balances 


1.00 

0.95-1.05 

0.90-1.10 

10.0 

9.9-10.1 

9.8-10.2 

50.0 

49.7-50.3 

49.5-50.5 

Incubators,  ovens,  and  waterbaths 
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Temperatures  are  eheeked  daily  with  an  NBS  grade  thermometer  and  neeessary  adjustments 
made  as  required.  All  temperature  readings  are  reeorded  and  posted  on  the  appropriate 
equipment. 

DO  meters 

DO  meter  is  caleulated  daily  using  a  modified  Winkler  teehnique.  The  Winkler  solution  is 
titrated  against  0.025N  sodium  thiosulfate. 

Conductivity  bridges 

Conductivity  meter  is  standardized  daily  against  a  solution  of  KCl  to  obtain  a  new  cell  constant. 

pH  meters 

The  pH  meter  is  standardized  daily  using  buffers  at  pH  of  4,  7,  and  10. 

Refrigerators 

Refrigerators  are  maintained  at  4°C,  with  control  levels  ranging  from  1°C  to  10°C.  A 
temperature  reading  is  taken  each  workday  morning  immediately  after  unlocking  the  refrigerator. 
The  temperature  reading  is  recorded  and  entered  on  the  control  chart  posted  on  the  door  of  the 
refrigerator.  If  a  trend  is  apparent  or  if  the  temperature  is  outside  the  acceptable  range,  the  Lab 
Manager  is  notified  so  that  corrective  action  can  be  initiated  if  required. 

Freezers 

Freezers  are  maintained  at  -10°C,  with  control  levels  ranging  from  0°C  to  -35°C.  A  temperature 
reading  is  taken  each  workday  morning  immediately  after  unlocking  the  freezer.  The 
temperature  reading  is  recorded  and  entered  on  the  control  chart  posted  on  the  door  of  the 
freezer.  If  a  trend  is  apparent,  or  if  the  temperature  is  outside  the  acceptable  range,  the  Lab 
Manager  is  notified  so  that  corrective  action  can  be  initiated  if  required. 

Calibration  Standards 


All  calibration  standards,  including  internal  standards  used  in  LMG,  are  obtained  from  chemical 
suppliers  with  certificates  of  high  purity  and  concentration. 

Traceability 

All  standards  are  traceable  to  the  National  Institue  of  Standards  and  Testing  (NITS)  Standard 
Reference  Materials  (SRM)  or  to  the  U.S.  EPA  Reference  Standards. 

Working  Standards 
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The  commercial  standards  are  used  as  stock  standards.  Working  standards  are  made  from  the 
stock  standards  at  appropriate  concentrations  to  cover  the  linear  range  of  the  calibration  curve. 
The  working  standards  are  used  for  initial  calibration  curves,  continuing  calibration  checks,  and 
preparation  of  analyte  spiking  solutions  as  appropriate  for  a  particular  analysis.  All  stock  and 
working  solutions  are  uniquely  identified,  dated,  labeled,  and  initialed. 

Standards  Logbook 

All  stock  solutions  are  given  a  unique  code  number  and  are  entered  into  a  bound  "Primary 
Standards"  logbook.  The  name  of  the  compound  and  other  pertinent  information,  including 
concentration,  date  of  receipt,  and  analyst's  name,  are  also  entered. 

Working  standards  are  given  a  unique  code  number  that  allows  them  to  be  traced  to  a  specific 
stock  solution.  The  working  standard  is  entered  in  a  "Working  Standards"  logbook  with  analyst's 
name,  date  and  method  of  preparation,  and  other  pertinent  information. 

CORRECTIVE  ACTIONS 

Laboratory  Imposed 

Corrective  actions  will  be  initiated  if  the  quality  control  criteria  indicate  an  analysis  is  out  of 
control. 

•  Check  calculations  for  accuracy 

•  Check  instrumentation  to  ensure  it  is  operating  properly.  Recalibrate  if  necessary. 

•  Remake  standards  and  reagents  and  reanalyze  samples. 

•  Re-prep  and  re-analyze  samples. 

The  analyst  is  responsible  for  initiating  corrective  actions  for  analytical  problems  encountered 
during  analysis  of  samples.  Most  problems  which  occur  and  are  corrected  during  the  analytical 
run  will  be  explained  in  the  run  log  or  analytical  bench  sheet  for  that  run.  A  corrective  action 
report  (CAR)  may  be  necessary  for  some  problems  encountered,  such  as  complete  system 
failure,  chronic  calibration  failure,  or  severe  matrix  interferences. 

During  data  review,  the  reviewer  may  initiate  corrective  actions  based  on  problems  or  questions 
arising  from  the  review.  A  CAR  will  be  initiated. 

The  Laboratory  Manager  may  initiate  corrective  actions  if  a  problem  is  noticed  during  a  QC 
review  of  data,  a  system  audit,  or  a  performance  audit.  A  CAR  will  be  initiated. 

CARs  are  signed  and  dated  by  Project  Manager,  and  by  the  Laboratory  Manager.  CARs  will  be 
filed  in  appropriate  department  files  and  in  the  Lab  Manger's  files. 
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Agency  Imposed 


Any  actions  deemed  neeessary  by  regulatory  ageneies,  sueh  as  EPA,  will  be  taken.  These 
aetions  are  most  likely  to  arise  from  a  systems  or  performanee  audit,  or  from  data  review 
eondueted  by  the  ageney. 

Corrective  Action  Reports 

Corrective  Action  Reports 

The  field  laboratory  will  have  a  Correetive  Aetion  System  that  ensures  the  proper  doeumentation 
and  dispositions  of  eonditions  requiring  eorreetive  aetion.  The  system  will  also  ensure  that  the 
proper  eorreetive  aetion  is  implemented  to  prevent  reeurrenee  of  the  eondition. 

Situations  Requiring  Corrective  Action  Reports 

The  Correetive  Aetion  System  applies  to  all  situations  that  affeet  data  quality.  These  situations 
inelude,  but  are  not  limited  to,  quality  eontrol  eriteria  being  exeeeded,  statistieally  out-of-eontrol 
events,  deviations  from  normally  expeeted  results,  suspeet  data,  deviations  from  the  standard 
operating  proeedure,  and  speeial  sample  handling  requirements.  Correetive  aetions  may  also  be 
initiated  as  a  result  of  other  QA  aetivities,  sueh  as  performanee  audits,  systems  audits, 
laboratory/interfield  eomparison  studies,  and  QA  projeet-related  requirements  of  eertifying 
ageneies  sueh  as  EPA. 

Corrective  Action  Procedures 

The  proeedure  requires  doeumenting  the  eondition  requiring  eorreetive  aetion  on  a  Correetive 
Aetion  Report  and  implementing  eorreetive  aetion  based  on  the  results  of  the  investigation 
performed  to  determine  the  eause  of  the  eondition  (Table  E.2). 

When  a  eondition  requiring  eorreetive  aetion  arises,  the  Correetive  Aetion  Report  is  initiated. 

The  initiator  deseribes  the  eondition  requiring  eorreetive  aetion.  An  investigation,  if  neeessary, 
is  eondueted  to  determine  the  eause  of  the  eondition.  A  eorreetive  aetion  is  reeommended  based 
on  the  results  of  the  investigation.  The  Correetive  Aetion  Report  is  reviewed  by  the  Projeet 
Manager  and  the  Eield  Site  Manager  who  either  approve  the  reeommended  eorreetive  aetion  or 
indieate  a  different  eorreetive  aetion.  The  originator  has  the  responsibility  of  following  up  to  be 
sure  that  the  eorreetive  aetion  is  implemented.  Implementation  of  the  eorreetive  aetion  is 
doeumented  by  the  Correetive  Aetion  Report  being  signed  and  dated  by  the  person  who 
implemented  the  eorreetive  action. 
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Table  E,2 
Corrective  Actions 


QC  Activity 

Acceptance  Criteria 

Recommended  Corrective  Action 

Initial  instrument  blank 

Instrument  response 
<MDL  response 

Prepare  another  blank,  if  same 
response,  determine  cause  of 
contamination:  reagents, 
environment,  instrument 
equipment  failure,  etc. 

Initial  calibration 
standards 

Coefficient  of  variation 
>0.99995  or  standard 
concentration  value  + 

10%  of  expected  value 

Reanalyze  standards.  If  still 
unacceptable,  then  remake 
standards 

QC  Check  Standard 

+  10%  of  expected  value 

Reanalyze  standard,  if  still 
unacceptable,  then  remake 
standards,  or  use  new  primary 
standards  if  necessary 

Continuing  calibration 
Standards 

+  of  expected  value 

Reanalyze  standard.  If  still 
unacceptable,  then  recalibrate  and 
rerun  samples  from  the  last  cc  stnd. 
Check 

Method  blank 

<MDL 

Reanalyze  blank.  If  still  positive, 
determine  source  of  contamination. 

If  necessary,  reprocess  (i.e.,  digest 
or  extract)  sample  set 

Initial  calibration 
Standards  (GC/MS) 

RRF  <30% 

Reanalyze  standards.  If  still 
unacceptable,  prepare  new 
standards. 

Surrogate  recovery 
(GC/MS  Semivolatiles) 

0  or  1  outside  CLP 
criteria 

Re-extract  and/or  re-analyze 

Surrogate  recovery 
(GC/MS  volatiles) 

0  outside  criteria 

Re-analyze 

168 

Demonstration  and  Validation  of  a  September  2014 

Fractured  Rock  Passive  flux  Meter  (FRPFM) 


Table  E,3 

Corrective  Action  Report  Criteria  for  Control  Charts 

Criteria 

Corrective  Action 

A  point  outside  +3 
standard  deviations 

Attempt  to  determine  the  source  of  the  problem.  Verbally 
report  the  deviation  and  results  of  preliminary  investigation 
to  the  Field  Site  Manager,  who  will  decide  jointly  what 
action  to  take.  After  implementing  corrective  action, 
complete  the  Corrective  Action  Report  and  submit  it  to  the 
Project  Manager  and  the  Field  Site  Manager  for  approval. 

Three  consecutive  points 
accuracy  outside  + 
standard  deviation 

Conduct  investigation.  Check  accuracy  of  data  input, 
calculations,  instrument,  standards,  etc.,  to  locate  the  source 
of  the  problem.  Document  results  in  a  Corrective  Action 
Report.  Have  the  report  approved  by  the  supervisor.  No 
results  can  be  reported  until  the  Corrective  Action  Report 
has  been  approved.  Send  a  copy  of  the  Corrective  Action 
Report  and  a  copy  of  the  QC  chart  to  the  Field  Site  Manager. 

Obvious  outlier. 

Conduct  investigation.  Check  accuracy  of  data  input, 
calculations,  dilutions,  instrument,  standard,  etc.,  present 
initial  findings  to  the  Field  Site  Manager.  They  will  jointly 
decide  what  actions  need  to  be  taken.  Document  the  results 
in  a  Corrective  Action  Report  and  have  it  approved  by  the 
Field  Site  Manager.  No  results  can  be  reported  until  the 
Corrective  Action  Report  is  approved.  Send  a  copy  of  the 
Corrective  Action  report  and  a  copy  of  the  control  chart  to 
the  Field  Site  Manager. 

Obvious  shift  in  the  mean. 

Conduct  investigation.  Check  calculations,  data  entry, 
standards,  instrument,  calibrations,  etc.  Document  results  in 
a  Corrective  Action  Report.  Have  the  Corrective  Action 
Report  approved  by  the  Field  Site  Manager.  No  results  can 
be  reported  until  the  report  is  approved.  Send  a  copy  of  the 
Corrective  Action  Report  and  a  copy  of  the  QC  chart  to  the 
Field  Site  Manager. 

E,5  Demonstration  Procedures 
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Initiating  the  flux  meter  experiments  will  involve  limited  field  effort.  All  of  the  components  of 
the  device  can  be  prepared  prior  to  field  activities.  In  the  field,  the  primary  activity  will  be 
assembly  of  the  flux  meters  which  can  be  completed  with  two  people  in  a  mater  of  minutes. 
Extraction  and  sub-sampling  also  required  fairly  minimal  time  and  personnel.  Only  the 
controlled  flow  flume  experiments  will  require  establishing  steady  flow  from  one  end  of  the 
flume  using  peristaltic  pumps.  These  pumps  will  be  calibrated  in  the  field  using  simple  time  and 
volume  measurements.  Periodic  flow  measurements  will  be  made  to  determine  total  average 
flow. 

Samples  collected  at  the  Borden  site  will  be  sent  to  the  University  of  Florida  for  analysis.  In  the 
laboratory,  instrument  maintenance  will  include  the  following. 

Maintenance  Schedule 


Preventive  maintenance,  such  as  lubrication,  source  cleaning,  and  detector  cleaning,  is  performed 
according  to  the  procedures  delineated  in  the  manufacturer's  instrument  manuals. 

The  frequency  of  preventive  maintenance  varies  with  different  instruments.  Routine 
maintenance  performed  includes  cleaning  and/or  replacement  of  various  instrument  components. 
In  general,  the  frequency  recommended  by  the  manufacturer  is  followed.  In  addition  to  the 
regular  schedule,  maintenance  is  performed  as  needed.  Precision  and  accuracy  data  are 
examined  for  trends  and  excursions  beyond  control  limits  to  determine  evidence  of  instrument 
malfunction.  Maintenance  is  performed  when  an  instrument  begins  to  degrade  as  evidenced  by 
the  degradation  of  peak  resolution,  shift  in  calibration  curves,  decreased  ion  sensitivity,  or  failure 
to  meet  one  or  another  of  the  quality  control  criteria.  Table  E.4  lists  routine  equipment 
maintenance  procedures  and  frequency. 

Instrument  maintenance  logbooks  are  maintained  in  the  laboratory  at  all  times.  The  logbook 
contains  a  complete  history  of  past  maintenance,  both  routine  and  nonroutine.  The  nature  of 
work  performed,  the  date,  and  the  signature  of  the  person  who  performed  the  work  are  recorded 
in  the  logbook.  Preventive  maintenance  is  scheduled  according  to  each  manufacturer's 
recommendation.  Instrument  downtime  is  minimized  by  keeping  adequate  supplies  of  all 
expendable  items  on  hand.  Expendable  items  are  those  with  an  expected  lifetime  of  less  than 
one  year.  Routine  instrument  preventive  maintenance  is  handled  by  the  instrument  operator. 
Repair  maintenance  is  performed  by  a  full-time  electronics  technician,  or  by  the  manufacturer's 
service  personnel. 
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Table  E,4 

PREVENTIVE  MAINTENANCE 

Instrument 

Activity 

Erequency 

Gas  Chromatograph 

Change  septum 

As  needed 

Check  carrier  gas 

Daily 

Change  carrier  gas 

As  needed 

Change  in-line  filters 

As  needed 

Perform  BCD  wipe  test 

As  license  requires 

Clean  ECO 

Return  to  vendor  as  needed 

Check  system  for  leaks 

As  needed 

Clean/replace  injection  point  liner 

As  needed 

Clean/replace  jet  tip 

As  needed 

Service  flame  photomeric  detector 

As  needed 

IR 

Change  desiccant 

Every  six  months 

Electronics  maintenance 

Every  six  months 

UV 

Clean  and  align  optics 

Annually 

Replace  lamp 

As  needed 

Calibrate 

Weekly 

pH  Meter 

Calibrate 

Daily 

Check  fluid  in  probe 

Daily 

D.O.  Meter 

Clean  and  replace  membrane  and 

HCl  solution 

Daily 

Calibrate 

Daily 

Balance 

Calibrate 

Daily 

Maintenance 

Annually 

Ovens 

Temperature  checks 

Daily 

Refrigerators  and 
Freezers 

Temperature  checks 

Daily 

COD  Heating 

Check  temperature  with  NBS 

As  needed 

Block 

thermometer 

Conductivity  Meter 

Standardize  with  KCl 

Daily 

Check  probe  visually 

Daily 
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E.6  Calculation  of  Data  Quality  Indicators 


The  focus  of  this  section  is  to  present  methods  of  calculating  data  quality  that  will  be  used  for 
this  project. 

Control  Samples 

The  laboratory  will  employ  control  samples  to  assess  the  validity  of  the  analytical  results  of  the 
field  samples.  Determination  of  the  validity  of  field  sample  results  is  based  on  the  acceptance 
criteria  being  met  by  the  control  sample.  The  acceptance  criteria  for  each  type  of  control  sample 
are  delineated  in  the  appropriate  SOP.  These  acceptance  criteria  are  based  on  the  laboratory's 
statistical  process  capabilities  determined  from  historical  data,  and  meet  the  EPA  CLP 
acceptance  criteria  as  a  minimum.  Often,  in-house  criteria  are  more  stringent  than  required  by 
CLP.  The  control  samples  are  analyzed  in  the  same  manner  as  the  field  samples.  They  are 
interspersed  with  the  field  samples  at  frequencies  that  are  specified  by  the  appropriate  SOP. 

Method  Blank  Analyses 

A  method  blank  is  a  "clean"  sample  (i.e.,  containing  no  analyte  of  concern),  most  often  deionized 
water,  to  which  all  reagents  are  added  and  analytical  procedures  are  performed.  Method  blanks 
are  analyzed  at  a  rate  of  one  per  sample  lot  or  at  least  every  20  samples.  The  blank  is  analyzed  in 
order  to  assess  possible  contamination  from  the  laboratory  or  the  procedure.  If  the  analyte  of 
interest  is  found  in  the  blank  at  above  reporting  levels,  inorganic  analysis  is  suspended  until  the 
source  of  contamination  is  found  and  corrective  action  is  taken.  The  Laboratory  Manager  is 
notified  when  blank  results  are  unacceptably  high,  and  may  assist  in  the  investigation. 

Surrogate  Spike  Analyses 

Lor  certain  analyses  such  as  those  performed  by  GC/MS,  each  sample  and  blank  is  spiked  with 
one  or  more  surrogate  compounds  before  preparatory  operations  such  as  purging  or  extraction. 
These  surrogate  standards  are  chosen  for  properties  similar  to  sample  analytes  of  interest,  but  are 
usually  absent  from  the  natural  sample. 

Surrogate  spikes  evaluate  the  efficiency  of  the  analytical  procedure  in  recovering  the  true  amount 
of  a  known  compound. 

The  results  of  surrogate  standard  determinations  are  compared  with  the  true  values  spiked  into 
the  sample  matrix  prior  to  extraction  and  analysis,  and  the  percent  recoveries  of  the  surrogate 
standards  are  determined.  Recoveries  should  meet  the  upper  and  lower  control  limits  as 
specified  for  each  compound.  If  control  limits  are  exceeded  for  surrogate  standards,  the 
following  sequence  of  actions  is  taken: 

a.  The  sample  is  re-injected. 

b.  Raw  data  and  calculations  are  checked  for  errors. 
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c.  Internal  standards  and  surrogate  spiking  solutions  are  ehecked  for  degradation, 
eontamination,  or  solvent  evaporation. 

d.  Instrument  performanee  is  ehecked. 

e.  If  a,  b,  and  c  fail  to  reveal  the  cause  of  the  noncompliance  surrogate  recoveries, 
the  sample  is  re-purged  or  re-extracted. 

f  If  all  the  measures  listed  above  fail  to  correct  the  problem  for  laboratory  blank 
surrogate  analyses,  the  analytical  system  is  considered  out  of  control,  and  the 
instrument  must  be  recalibrated  and  examined  for  mechanical  faults. 

g.  If  all  the  measures  listed  above  fail  to  correct  the  problem  for  field  sample 

surrogate  analyses,  the  deficiency  probably  is  due  to  sample  interferences,  and  not 
due  to  any  procedural  or  mechanical  problems  in  the  laboratory.  The  surrogate 
spike  recovery  data  and  the  sample  data  from  both  extractions  are  reported  and 
are  flagged.  The  Laboratory  Manager  is  notified  with  an  exceptions  report  and 
the  corrective  actions  taken. 

Matrix  Spike/Matrix  Spike  Duplicate  Analyses 

To  evaluate  the  effect  of  the  sample  matrix  on  the  analytical  methodology,  two  separate  aliquot 
samples  may  be  spiked  with  a  standard  mix  of  compounds  appropriate  to  a  given  analysis.  The 
matrix  spike  and  the  matrix  spike  duplicate  (MS/MSD)  are  analyzed  at  a  frequency  of  one  per  lot 
or  one  per  20  samples,  whichever  is  more  frequent.  The  percent  recovery  for  each  of  the  spiking 
compounds  is  calculated.  The  relative  percent  difference  (RPD)  between  the  MS/MSD  is  also 
calculated. 

The  observed  percent  recoveries  (%R)  and  relative  percent  differences  (RPD)  between  the 
MS/MSD  are  used  to  determine  the  accuracy  and  the  precision  of  the  analytical  method  for  the 
sample  matrix.  If  the  percent  recovery  and  RPD  results  exceed  the  control  limits  as  specified  for 
each  spiking  compound,  the  sample  is  not  reanalyzed.  Poor  recovery  in  matrix  spiked  samples 
does  not  necessarily  represent  an  analytical  system  out  of  control.  It  is  possible  that  unavoidable 
interferences  and  matrix  effects  from  the  sample  itself  preclude  efficient  recoveries.  The  poor 
recovery  is  documented  for  the  Project  Manager. 


Internal  Standards  Analysis 

Once  an  instrument  has  been  calibrated,  it  is  necessary  to  confirm  periodically  that  the  analytical 
system  remains  in  calibration.  The  continuing  calibration  and  precision  of  the  organics 
analytical  system  are  checked  for  each  sample  analysis  by  monitoring  the  instrument  response  to 
internal  standards.  When  internal  standard  addition  is  not  appropriate  to  a  particular  method, 
other  means  of  accuracy  checks,  such  as  standard  addition,  are  used.  Results  from  internal 
standard  analyses  are  compared  to  the  mean  calibrated  value.  Deviation  from  this  mean  beyond 
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a  predetermined  magnitude,  depending  on  the  type  of  analysis,  defines  an  out-of-control 
condition.  The  system  must  then  be  brought  back  into  control  by: 

•  Checking  the  quality  of  the  internal  standards  and  reanalyzing  the  sample 

•  Recalibrating  the  system 

•  Correcting  the  malfunctions  causing  the  instrument  to  fall  out  of  calibration 


Duplicate  Sample  Analyses 

Duplicate  analyses  are  performed  for  cations  analyses  and  upon  special  request  for  selected  other 
parameters  to  evaluate  the  reproducibility  of  the  method.  Results  of  the  duplicate  analyses  are 
used  to  determine  the  RPD  between  replicate  samples.  For  each  parameter  analyzed,  at  least  one 
duplicate  sample  is  run  per  group  of  20  samples. 

The  precision  value,  RPD,  is  reviewed  by  the  section  supervisor  and  the  division  manager.  If  the 
precision  value  exceeds  the  control  limit  or  the  established  protocol  criteria  for  the  given 
parameter,  the  sample  set  is  reanalyzed  for  the  parameter  in  question  unless  it  is  determined  that 
heterogeneity  of  the  sample  has  caused  the  high  RPD. 

QC  Check  Standard  Analyses 

Analysis  of  QC  check  standards  is  used  to  verify  the  preparation  process  or  the  standard  curve, 
and  is  performed  with  each  group  of  samples.  Results  of  these  data  are  summarized,  evaluated, 
and  presented  to  the  section  supervisor  and  the  division  manager  for  review. 

The  results  of  the  QC  check  standard  analysis  are  compared  with  the  true  values,  and  the  percent 
recovery  of  the  check  standard  is  calculated.  If  correction  of  a  procedure  or  instrument  repair  is 
done,  the  check  standard  is  reanalyzed  to  demonstrate  that  the  corrective  action  has  been 
successful. 

At  least  twice  a  year,  a  QC  check  standard  for  each  parameter  group  is  analyzed  as  a  double¬ 
blind  sample.  Samples  are  prepared,  submitted,  and  evaluated  by  the  Laboratory  Manager. 

Other  Quality  Control  Samples 

Under  some  sampling  analysis,  additional  quality  control  samples  may  be  required.  These  may 
include: 

a.  Blank/Spike— Analyte  of  interest  or  surrogate  is  spiked  into  blank  water  rather 

than  into  a  sample.  The  blank/spike  goes  through  the  entire  analytical  procedure, 
and  percent  recovery  is  calculated  with  no  likelihood  of  matrix  effect.  For  many 
contracts,  an  externally  provided  LCS  sample  (EPA)  serves  as  a  blank/spike 
sample. 
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b.  Trip  Blank— A  sample  bottle  filled  with  laboratory  blank  water  travels  with  the 
sample  kit  to  the  sampling  site,  and  is  sent  baek  to  the  laboratory  paeked  in  the 
same  eontainer  as  any  volatile  samples  eolleeted.  Trip  blank  analyses  eheek  for 
possible  volatile  eontamination  during  shipping  or  sampling. 

e.  Field  Blank— A  field  blank  ean  be  a  sample  eontainer  filled  with  laboratory  blank 

water  and  sent  to  the  sampling  site,  or  it  may  be  filled  at  the  site  with  purehased 
distilled  water  or  deeontamination  water.  The  field  blank  analysis  eheeks  for 
possible  eontamination  by  the  sampling  team. 

d.  Equipment  Rinsates— After  equipment  has  been  eleaned  in  the  field,  many 

eontraets  require  that  the  equipment  be  rinsed  and  the  rinsate  analyzed  for  the 
same  parameters  requested  on  the  samples.  The  rinsate  analysis  proves  the 
equipment  has  been  eleaned  properly  and  will  not  eontaminate  the  next  samples 
taken. 

Control  Charts 


The  laboratory  will  use  eontrol  eharts  to  monitor  for  out-of-eontrol  eonditions. 

Control  Charting  Process 

The  eontrol  ehart  program  uses  a  series  of  Lotus  (or  equivalent)  maeros  to  perform  data 
proeessing  and  eontrol  charting.  These  macros  also  perform  statistical  decisions  on  the 
acceptability  of  the  data. 

The  control  chart  used  is  a  variation  of  the  Shewart  control  chart  of  averages.  The  chart  plots 

individual  quantitative  results  against  the  order  of  time  measurement.  The  plotted  values  are 

compared  with  control  limits  determined  by  the  variability  about  the  mean  of  the  standard  "in 

control"  process.  The  control  chart  estimates  the  process  mean  and  the  variability  from  a  moving 

window  of  50  to  200  samples,  depending  upon  the  analytical  parameters  involved.  The  mean  is 

estimated  from  the  arithmetic  average  of  the  samples  in  the  current  window.  The  variability  is 

estimated  as  the  sample  SD  of  the  sample  values  in  the  current  window.  The  program  calculates 

the  EiJatS;Bciklutei[t33  SD  limits  and  display: 

estimate  the  99.7  percent  tolerance  limits  for  the  degrees  of  freedom  in  the  current  window. 

Values  outside  the  t-statistic  limits  are  unconditionally  rejected  from  inclusion  in  the  sample 
window  and  automatically  documented  in  a  Corrective  Action  Report  (CAR).  The  CAR  prompts 
the  analyst  to  initiate  investigation  and  corrective  action. 

When  the  maximum  number  of  samples  has  accumulated  in  the  current  window,  the  summary 
statistics  of  the  mean  and  SD  are  written  to  the  long-term  data  base.  The  last  20  samples  in  the 
old  window  are  then  transferred  to  a  new  window  for  continued  use  in  the  charting  process. 

The  long-term  data  base  charts  the  mean  □!  SD  error  bars. 
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Instrument  Detection  Limits,  Method  Detection  Limits,  and  Reporting  Limits 


Instrument  Detection  Limits  IIDL) 

Instrument  Detection  Limit  (IDL)  studies  are  performed  for  inorganic  parameters  when  an 
instrument  is  installed,  when  major  maintenance  or  repair  work  has  been  done,  and  routinely 
once  per  calendar  quarter. 

To  determine  IDL,  seven  consecutive  measurements  per  day  are  made  on  a  prepared  standard 
solution  (in  reagent  water)  of  an  analyte  at  a  concentration  3  to  5  times  the  instrument 
manufacturer's  suggested  IDL.  Each  measurement  is  performed  as  though  it  were  a  separate 
analytical  sample.  This  procedure  is  repeated  on  three  nonconsecutive  days.  The  standard 
deviation  is  calculated  for  each  set  of  seven  replicates  and  the  average  of  the  standard  deviations 
is  obtained.  This  average  is  multiplied  by  3  to  give  the  instrument  detection  limit  (IDL). 

Method  Detection  Limits  (MDL) 

The  Method  Detection  Limit  (MDL)  is  the  minimum  concentration  of  a  substance  that  can  be 
measured  and  reported  with  99  percent  confidence  that  the  value  is  above  zero.  The  sample  must 
be  carried  through  the  entire  method  under  ideal  conditions.  MDL  is  determined  according  to 
the  method  outlined  in  40  CFR  136,  Appendix  B.  MDLs  are  determined  at  least  annually  for  all 
parameters.  MDL  studies  are  also  conducted  for  new  methods  introduced  in  the  lab,  after  major 
maintenance  or  modification  to  an  instrument,  and  as  part  of  the  training  of  new  analysts. 

To  determine  MDL,  seven  replicate  analyses  are  made  of  analytes  spiked  into  blank  water  at  1  to 
5  times  the  estimated  method  detection  limit.  The  spiked  samples  must  be  carried  through  the 
entire  analytical  procedure,  including  any  extraction,  digestion,  or  distillation  process,  for  MDL 
calculation.  The  SD  of  these  replicates  is  calculated.  Where:  t  =  The  student  t  value  for  a 
99%  confidence  interval 


MDL  =  t  X  S 


S  =  Standard  deviation  of  the  replicate  analyses 

Reporting  Limits 

In  most  cases,  final  report  forms  list  reporting  limits  rather  than  either  IDL  or  MDL.  Reporting 
limits  are  taken  from  EPA  SW846  published  limits  or  from  historical  data.  Matrixes  or  analyte 
concentrations  which  require  dilution  will  change  the  detection  limits  for  that  sample. 
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E.7  Performance  and  System  Audits 


In  this  section  information  is  provided  on  performance  audits  and  onsite  system  audits. 

Performance  Evaluation  Samples 

Performance  evaluation  samples  are  analyzed  throughout  the  project  for  all  parameters,  as  a 
constant  check  on  accuracy  and  precision  for  all  analyses. 

Audits 


Internal  audits  of  the  laboratory  are  conducted  in  two  phases.  The  first  phase  is  conducted  by  the 
Laboratory  Quality  Assurance  Coordinator  during  the  fourth  quarter  of 

the  year.  This  is  usually  a  2-day  systems  audit  which  covers  all  sections  of  the  laboratory.  An 
audit  report  is  issued  within  2  weeks  of  completion.  The  Field  Site  Manager  has  the 
responsibility  for  coordinating  all  responses  to  the  audit  finding  and  for  following  up  on  the 
required  corrective  action.  A  followup  audit  is  made  when  deemed  necessary  by  the  by  the  Field 
Site  Manager  or  the  Laboratory  Manager.  A  quality  assurance  review  questionnaire  is  provided 
in  the  Appendix. 

The  second  phase  consists  of  quarterly  audits  performed  by  the  Field  Site  Manager.  These  are 
half-day  or  day-long  audits,  and  are  concentrated  on  specific  areas  that  are  deemed  problem 
areas  by  the  Field  Site  Manager.  An  audit  report  is  issued  at  the  completion  of  the  audit. 
Responses  and  followup  corrective  action  to  the  audit  findings  are  required,  and  are  monitored 
by  the  Field  Site  Manager. 

All  audit  reports  are  issued  to  management  and  circulated  to  all  staff.  Copies  are  filed  with  the 
Field  Site  Manager  and  the  Laboratory  Manager. 

E,8  Quality  Assurance  Reports 

The  performance  of  the  field  laboratory  as  assessed  by  the  quality  monitoring  systems  in  place  is 
reported  by  the  Field  Site  Manager  to  management  quarterly  and  as  needed.  Copies  of  all 
quality  reports  are  maintained  in  the  Field  Site  Manager  and  Laboratory  Manager  files. 

Quality  assurance  reports  to  management  include,  but  are  not  limited  to,  the  following: 

•  Results  of  performance  and  systems  audits 

•  Status  of  corrective  actions 

•  Periodic  assessment  of  data  accuracy,  precision,  and  completeness 

•  Significant  QA  problems  and  recommended  solutions 

In  addition  to  the  quarterly  reports,  a  final  report  summarizing  items  covered  in  the  quarterly 
reports  is  provided  by  the  Field  Site  Manager  to  the  Project  Manager. 
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E,9  Data  Format 


Introduction 


In  order  to  provide  analytieal  data  whieh  is  technically  sound  and  defensible,  a  system  of  data 
management  will  be  implemented  in  the  laboratory.  All  activities  which  pertain  to  a  sample  are 
documented. 

All  data  generated  during  the  demonstration,  except  those  that  are  generated  by  automated  data 
collection  systems,  will  be  recorded  directly,  promptly,  and  legibly  in  ink.  All  data  entries  will 
be  dated  on  the  day  of  entry  and  signed  or  initialed  by  the  person  entering  the  data.  Any  change 
in  entries  will  not  obscure  the  original  entry,  will  indicate  the  reason  for  such  change,  and  will  be 
dated  and  signed  or  identified  at  the  time  of  the  change. 

In  automated  data  collection  systems,  the  individual  responsible  for  direct  data  input  will  be 
identified  at  the  time  of  data  input.  Any  change  in  automated  data  entries  will  not  obscure  the 
original  entry.  Updated  entries  will  indicate  the  reason  for  the  change,  the  date,  and  the  person 
responsible  for  making  the  change. 

Data  Tracking  in  the  Laboratory 

The  Field  Site  Manager  is  responsible  for  developing  a  system  for  tracking  and  maintaining 
sample  identity  between  the  collection  point,  analysis  and  reporting.  This  process  will  be 
periodically  reviewed  by  the  Project  Manager. 

Analyses  and  Data  Reduction 

The  Field  Site  Manager  is  responsible  for  the  reduction  of  raw  data  when  such  steps  are  required 
to  produce  the  correct  data  format  for  reporting.  Data  reduction  may  be  done  manually  or 
through  one  of  a  number  of  computer  programs  used  in  the  laboratory. 

Chromatogram  Identification 

In  the  GC  section  computer  software  is  used  to  identify  chromatograms.  A  system-supplied  file 
name  (a  hexadecimal  date-time)  and  a  user-supplied  file  name  (related  to  an  entry  in  the  injection 
log)  identify  each  acquisition. 

Data  Reduction  Formulas 


Linear  regression  formulas  are  used  in  a  computer  software  system  to  calculate  samples  values 
for  many  general  inorganic  parameters  and  metals  analyses.  These  programs  use  the  general 
formula  for  linear  regression: 


Y'  =  a  +  bx 
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where: 


Y'  =  The  predieted  value  of  y  for  a  selected  value  of  x 

a  =  The  value  of  y  when  x  =  0 

b  =  The  slope  of  the  straight  line 

X  =  Any  value  of  x  selected 

Sample  values  for  GC/MS  parameters  are  calculated  by  systems  software  using  the  general 
formula: 


Areararget  X  Amountis 
Area  IS  x  Response  Factor 


GC  data  is  calculated  using  either  an  internal  or  an  external  standard.  For  internal  standards: 


Concentration  = 
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where:  P  =  1/fraction  of  extract  to  which  IS  is  added 
For  calculations  using  an  external  standard: 


Concentration 


f  ^sample 

Ax 


A 


standard 


where:  C  =  concentration  of  x  in  standard 
V  =  volume  of  final  extract 

T  =  total  sample  extracted 

E,10  Data  Storage  and  Archiving  Procedures 

Data  from  GC's  will  be  saved  and  archived  in  P&E  Turbochrom  format.  All  data  will  be  backed- 
up  on  ZIP  disks.  This  data  will  be  batch  processed  into  an  Excel  .csv  file  that  can  be  easily 
converted  to  an  Excel  Worksheet.  These  files  will  be  backed-up  and  transferred  to  individuals 
responsible  for  calculating  flux  results.  All  data  related  to  the  project  will  be  organized  for  rapid 
retrieval  and  transfer  to  other  interested  parties. 
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